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1.  ABSTRACT 


This  report  presents  our  work  in  the  development  of  fast-response,  high-accuracy  multi 
sensor  pressure  probes  of  miniature  size  for  velocity  and  pressure  measurement  in  unsteady  and 
turbulent  flowfields,  with  emphasis  on  MEMS-based  pressure  probes.  The  fabrication  and 
calibration  (theoretical  and  experimental)  of  miniature  (order  of  1mm  to  2mm  in  diameter)  5- 
sensor  hemispherical-tip  probes,  are  discussed.  The  first  stages  of  the  development  process  hav  e 
been  to  fabricate  a  sensitive  MEMS  pressure  sensor  and  to  develop  calibration  algorithms  and 
environments  for  fast-response  probes.  We  fabricated  and  calibrated  several  generations  of 
bossed-diaphragm  absolute  pressure  sensors  100x100  pm"  to  250x250  pm  in  size  neo 
challenges  in  the  pressure  sensor  development  is  the  design  of  sensors  with 
for  accurate  measurements  in  flow  conditions  most  commonly  of  interest  to  the  scientific  and 
industrial  community.  New  probe  calibration  techniques  were  introduced.  Both  theoretical  and 
experimental  approaches  are  employed  to  develop  calibration  techniques  suitable  for  unsteady 
and  turbulent  flow  environments  with  tine  time  and  length  scales. 

In  terms  of  probe  calibration,  first  new  steady  calibration  algorithm  was  developed  that 
pushes  the  envelope  of  calibration  accuracy  down  to  0.1  degrees  in  angle  prediction  and  0.3 U  in 
velocity  magnitude  prediction.  Subsequently,  unsteady  flow  effects  were  theoretically  modeled 
and  experimentally  validated.  Theoretical  discussions  are  coupled  with  experiments.  As  aiding 
tools  in  the  development  of  the  unsteady  calibration  theory  and  algorithms,  several  specia 
experimental  facilities  and  5-hole  probes  were  developed,  including  a  high-speed  unsteady  je 
facility  with  velocity  fluctuation  frequencies  as  high  as  2  KHz. 

The  work  resulted  in  a  prototype  MEMS-based  5-sensor  probe,  several  embedded-sensor, 
fast  response  5-sensor  probes,  and  high  accuracy  steady  and  unsteady  probe  calibration  and  data- 
reduction  aluorithms.  The  majority  of  our  work  has  already  been  brought  in  the  market  with 
several  companies  and  universities  already  using  our  probes.  Several  “success  stones  are  a  so 
included  in  the  appendices.  The  work  has  produced  a  new  type  ot  flow-diagnostics  probes  that 
are  anticipated  to  prove  valuable  to  the  fluid  mechanics  community.  They  are  significantly  more 
rueeed  than  hot-wires  and  much  less  dependent  on  repetitive  and  tedious  calibration;  provide 
much  lamer  measurable  flow  angularity;  and  although  they  are  not  there  yet  we  soon  expect 
them  to  be  able  to  match  or  exceed  a  hot-wire’s  spatial  resolution  capabilities  and  compete  with  a 

hot-wire's  frequency  response. 


2.  INTRODUCTION 


Multi-hole  pressure  probes,  such  as  5-hole  and  7-hole  probes,  have  in  many  cases 
provided  the  easiest-to-use  and  most  cost-effective  method  for  steady-state,  three-component 
flow  velocity  and  pressure  measurements  in  research  and  industry  environments.  Especially  in 
high-productivity  environments,  non-intrusive  flow  measurement  techniques  such  as  Laser- 
DoDnler  Velo.  imetry  (LDV)  and  Particle  Image  Velocimetry  (PIV),  although  powerful,  have 
been  traditionally  avoided,  since  they  require  painstaking  efforts  toward  their  successful  usage. 
Costly  components,  complex  setups,  troublesome  flow  "seeding"  requirements,  lack  of 
flexibility,  ruggedness  and  mobility  and  ease  of  misalignment  often  render  such  techniques 
impractical.  For  steady-state  measurements,  multi-hole  probes  are  often  favored  even  over  Hot- 
Wire  Anemometry,  due  to  the  susceptibility  of  the  latter  to  frequent  wire  damage  and  the  need 
for  repetitive  calibration.  However,  even  after  the  measurement  capabilities  of  multi-hole  probes 
were  expanded  in  the  recent  years,  in  terms  of  spatial  resolution  and  frequency  response,  the 
current  state-of-the-art  of  such  probes  is  still  faced  with  limitations. 


Although  multi-hole  probes  have  been  employed  in  the  measurement  of  unsteady 
flow  fields  (Senoo  et  ah,  1973;  Castorph  and  Raabe,  1974;  Kerrebrock  et  ah,  1980;  Matsunaga  et 
ah.  1980;  Ng  and  Popemack,  1988;  Naughton  et  ah,  1993;  Redmiotis  et  ah,  1994)  they  have 
typically  been  limited  in  terms  either  of  frequency  response  or  minimum  achievable  probe  size. 
For  example,  although  Kerrebrock  et  ah’s  (1980)  probe  had  a  decent  overall  frequency  response 
(30  kHz),  it  had  a  rather  large  size  (5mm  tip  diameter),  and,  although  Matsunaga  et  ah  s  (198  ) 
probe  had  a  relatively  small  size  (2mm  tip  diameter),  it  had  a  limited  frequency  response  (500 
Hz).  Ng  and  Popemack  (1988)  developed  a  four-sensor  probe  with  a  size  of  5.2mm  and  a 
frequency  response  of  20  kHz.  Naughton  et  ah  (1993)  developed  a  5-hole  probe  for  supersonic 
flow  measurements.  A  small  tip  diameter  was  maintained  (1.1mm)  but  the  frequency  response 
was  limited  to  50  Hz.  Typically,  in  these  efforts  the  frequency  response  limitations  are  caused  by 
the  need  to  have  pressure  tubing  leading  from  the  probe  tip  to  the  pressure  transducers. 

From  the  above  one  can  infer  that  the  previous  state-of-the-art  could  not  simultaneously 
achieve  large  measurable  bandwidth  and  good  spatial  resolution  of  the  fine  flow  structure  when 
applied  to  turbulent  flow  measurements.  It  should  be  noted  also  that  in  the  previous  efforts,  even 
in  the  cases  of  small  tip  diameters,  the  probe  bodies  immediately  downstream  of  the  tips  were 
large  in  size  (10mm  and  higher)  in  order  to  provide  the  housing  for  the  pressure  transducers;  in 
no  case  were  the  pressure  transducers  “micro”  in  size,  the  size  of  currently  available  Si- 
diaphragm-type  pressure  sensors  are  all  in  the  order  of  millimeters.  Downstream  obstructions 
such  as^bulky  probe  bodies  can  cause  significant  flow  disruption,  especially  in  flowfields  of 
elliptical  nature.  For  example,  they  can  cause  premature  vortex  breakdown  of  leading  edge 
vortices  (Rediniotis,  1992).  To  overcome  these  limitations  we  are  developing  MEMS-based, 
multi-sensor  pressure  probes  that  largely  eliminate  the  limitations  described  above.  The  new 
probes  combine  miniature  size  with  high  frequency  response  and  will  extend  the  application 
regime  of  multi-sensor  probes  to  unsteady  and  turbulent  flows. 

Although  probe  calibration  techniques  for  steady-state  measurements  are  well  established 
todav  (Gallington,  1980,  Kjelgaard.  1988,  Zilliac,  1989,  Houtman  and  Bannink,  1989,  Everett  et 
al..  1983.  Naughton  et  ah,  1993,  Rediniotis  et  ah,  1993,  Rediniotis  and  Chrysanthakopoulos, 
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1995),  largely  unresolved  issues  persist  pertaining  to  the  calibration  of  such  instruments  for 
measurements  in  unsteady  and  turbulent  flows.  Siddon  (1969)  used  a  pressure  probe  in  unsteady 
flow  and  examined  the  error  introduced  if  quasi-steady  calibration  is  used  in  unsteady  flow 
environments.  He  concluded  that  only  if  the  length  scale  of  the  unsteadiness  is  significantly 
larcer  than  the  probe  size,  the  instantaneous  unsteady  pressures  are  negligibly  different  than  the 
quasi-steady  pressures.  Senoo  et  al.  (1973)  employed  a  three-hole  cobra  probe  to  measure  2-D 
instantaneous  flow  properties  at  the  exit  of  a  pump  impeller.  Recognizing  the  difficulty  of 
calibrating  the  probe  in  unsteady  flow,  they  utilized  the  steady-state  calibration  of  the  probe  to 
reduce  the  unsteady  flow  data.  For  their  application,  arguments  were  presented  as  to  why  the 
followed  approach  did  not  compromise  the  measurement  accuracy,  although  no  quantitatively 
unequivocal  proof  was  presented. 

A  theoretical-experimental  procedure  for  calibrating  a  five-hole  probe  in  unsteady 
conditions  was  employed  by  Matsunaga  et  al.  (1980).  This  was  one  of  the  few  attempts  to 
account  for  unsteady  effects  in  the  calibration  and  part  of  the  approach  is  adopted  herein. 
However,  there,  the  theoretical  part  of  the  algorithm,  which  consisted  of  the  numerical 
calculation  of  the  perturbation  potential  <j)  around  a  hemispherical-tip  probe,  was  not  properly 
corrected  to  account  for  fabrication  idiosyncrasies  and  imperfections  of  the  specific  probe.  Even 
in  steady-state  calibration  of  hemispherical-tip  probes,  similar  methods,  utilizing  potential  flow 
equations  for  the  flow  over  a  sphere  to  relate  flow  angle  and  velocity  to  pressure  differentials 
measured  by  the  probe,  have  been  employed  (Kjelgaard,  1988).  It  is  now  well  established  in  the 
community  that  such  methods  are  sensitive  to  construction  defects  on  the  probe,  if  not  properly 
corrected  for  the  specific  probe  geometric  details.  Such  correction  can  only  be  derived  by 
coupling  the  theoretical  calculations  to  measurements  of  the  specific  probe  behavior.  This  is  a 
demanding  task  and  although  necessary  if  high-quality  probe  calibrations  are  desired,  especially 
in  unsteady  calibration,  has  been  avoided  in  the  past. 

If  the  probe  is  to  be  used  in  turbulent  flowfields,  to  provide  velocity  and  pressure 
information  down  to  the  dissipative  ’ength  scales  and  resolve  a  broad  bandwidth  of  frequencies, 
the  spatial  and  temporal  resolution  issues  of  the  calibration  are  accentuated.  The  findings  of 
George.  Beuther  and  Amdt  (1984)  provide  good  insight  into  some  of  these  issues.  They 
developed  spectral  models  for  turbulent  pressure  fluctuations  by  Fourier  transforming  the 
solution  to  the  Poisson  equation: 


where  P  is  the  instantaneous  static  pressure,  S,  is  the  instantaneous  velocity  component,  i  and 
j=  1.2.3  for  Cartesian  tensor  notation  and  p  is  the  density.  Homogeneous  turbulence  and  a 
constant-mean-shear  flow  were  assumed.  It  was  shown  there  that  although  the  velocity  spectrum 
E(k)  drops  off  as  -5/3  in  the  inertial  subrange,  the  pressure  spectrum  was  dominated  by  a  k' ' 
behavior  in  the  same  high-wavenumber  regime  (k  is  the  wavenumber).  The  fact  that  the  pressure 
spectrum  rolls  off  faster  than  the .  velocity  spectra  is  a  potential  source  of  measurement 
contamination  of  a  pressure-sensitive  probe  by  velocity  signals,  at  high  wavenumbers. 
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Fuchs  (1972),  assuming  that  Taylor’s  hypothesis  holds,  derived  expressions  for  the 
difference  (error)  between  the  static  pressure  measured  by  a  probe  inserted  in  turbulent  flow  and 
the  true  static  pressure  of  the  flow  at  the  same  location,  if  the  flow  was  not  disturbed  by  the 
presence  of  the  probe.  Fuchs  further  developed  conditions  that  have  to  be  met  should  this 
difference  (error)  be  considered  negligible.  An  important  such  condition  is  expressed  as: 
d/Ax«l,  i.e.,  the  probe  diameter  should  be  small  compared  to  the  turbulent  length  scales  to  be 
resolved.  It  is  important  to  realize  at  this  point  that  these  conditions  cannot  be  applied  straight  to 
the  5-hole  (sensor)  probe.  The  5-hole  probe  derives  its  measurements  by  disturbing  the  flow.  In  a 
sense,  the  disturbance  it  causes  to  the  flow  is  its  principle  of  operation.  An  even  more  important 
realization  of  the  potential  of  the  five-hole  probe  as  a  high-spatial  resolution  flow  measurement 
instrument  should  be  made.  Consider  a  hot-wire  and  a  high-ffequency  response  multi-sensor 
pressure  probe  of  the  same  basic  dimensions  (1mm  effective  wire  length  and  probe  tip  diameter). 
Also,  consider  a  turbulent  eddy  with  a  length  scale  on  the  same  order  (1mm  or  a  fraction  of  it) 
being  convected  over  the  instrument.  A  hot  wire  is  incapable  of  resolving  the  spatial  gradients 
within  the  eddy.  Its  reading  is  a  measure  of  the  spatially  averaged  heat  transfer  effect  the  eddy 
has  on  the  wire.  The  multi-sensor  pressure  probe,  however,  provides  multiple  discrete  readings  at 
spatially  distributed  locations  within  the  eddy.  The  above  reasoning  serves  as  an  introduction  in 
illustrating  the  potential  of  the  proposed  instrument  in  resolving  spatial  gradients  of  length  scales 
smaller  than  the  probe  diameter.  Multi-hole  probes  are  traditionally  calibrated  in  uniform 
freestream  and  therefore  in  the  absence  of  shear.  However,  there  are  no  showstoppers  preventing 
the  probe  from  being  calibrated  in  shear  flows  and  thus  being  able  to  operate  in  and  measure 
shear  flows.  The  instrument's  capabilities  can  be  extended  to  the  measurement  of  shear  or  spatial 
gradients  with  scales  smaller  than  the  probe  size,  especially  if  an  array  of  pressure  sensors  is 
distributed  on  the  probe  surface. 

In  Gossweiler  et  al.  (1994),  a  4-hole,  fast-response  probe  was  introduced.  The  probe  tip 
did  not  have  any  of  the  conventional  geometries  (conical  or  hemispherical)  but  was  rather 
formed  into  a  wedge.  The  tip  diameter  was  2.5mm  and  the  frequency  response  was  45  kHz.  The 
probe  was  used  for  measurements  in  turbomachinery  relate  !  flows,  however  all  data  reduction 
was  performed  via  static  probe  calibration.  The  unsteady  aerodynamic  effects  on  the  probe 
calibration  were  not  taken  into  account.  The  same  group  (Humm  et  al.,  1994)  tested  several  fast 
response  probes  with  tip  geometries,  in  order  to  assess  the  measurement  error  made  if  a  static 
probe  calibration  is  used  to  reduce  probe  measurements  taken  in  time-dependent  flowfields. 
Several  error  sources  were  identified,  the  most  important  of  which  are:  inertial  or  apparent  mass 
effects  (potential  flow  effects),  dynamic  boundary  layer  effects,  dynamic  stall  effects  and  vortex 
shedding  effects.  For  a  flow  oscillation  frequency  of  5.9  kHz,  and  depending  on  probe  geometry 
and  size  (two  probe  tip  sizes  were  tested,  4mm  and  8mm),  errors  as  high  as  100%  were 
identified.  The  highest  errors  were  observed  for  wedge-type  probe  tip  geometries,  while  circular 
probe  tip  geometries  were  found  to  reduce  these  errors  dramatically  (one  order  of  magnitude). 
This  is  one  of  the  reasons  we  have  chosen  a  hemispherical  rather  than  conical  tip  geometry. 
Another  important  result  in  Humm  et  al.  was  the  fact  that  for  circular  tip  geometries  the  main 
two  sources  of  errors  were  inertial  (potential  flow)  effects  and  spatial  velocity  gradient  effects. 
Viscosity  and  circulation  related  errors  were  much  smaller. 
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3.  CONCEPTUAL  PROBE  DESIGN 

Figures  3.1  and  3.2  present  our  initial  design  of  the  MEMS-based  probe.  In  this  type  of 
probe  the  pressure  sensor  chip  is  mounted  on  the  bottom  of  the  hemispherical  probe  tip.  For  a 
hemispherical  pressure  probe  with  a  diameter  of  1  mm,  the  length  of  pressure  tubing  is  no  longer 
than  the  radius  of  the  hemisphere  (0.5  mm).  The  sensor  chip  is  designed  to  be  0.7  mm  on  a  side 
in  order  to  be  flush  mounted  on  the  flat  side  of  the  hemispherical  tip.  As  shown  in  figure  j.1,  t  e 
chip  integrates  five  sensors,  one  located  at  the  center  of  the  chip  and  the  other  four  symmetrically 
distributed  at  the  comers.  Inside  the  probe,  as  much  area  as  possible  needs  to  be  dedicated' to  the 
chip.  Therefore,  the  area  dedicated  to  electrical  connections  is  minimized.  A  robust,  repeatable 
assembly  process  is  needed  for  inserting  the  minute  die  into  the  final  housing.  Finally,  the 
hemispherical  dome  is  hermetically  bonded  to  the  pressure  sensor  chip  to  complete  the  probe 
shown  in  figure  3.2. 

Ribbon  cable 


t 


Polyimide-based 
ribbon  cable 


During  the  project  and  as  our  experience  with  miniature  machining  and  MEMS  pressure 
sensors  matured  the  probe  design  was  updated  to  facilitate  assembly.  Figure  3.3  is  an  exp  o  e 
view  of  the  updated  probe  design,  schematically  showing  the  various  components  as  they 
being  assembled,  while  figure  3.4  schematically  presents  a  cut-away  view  of  the  assembled 
probe  The  tip,  sealing  tubes,  and  mounting  stage  are  fabricated  by  the  Mimatunza  10 
Laboratory,  as  well  as  tools  to  facilitate  final  assembly.  The  tip  is  relatively  easy  to  fabricate,  as 
it  consists  of  simple  drilling  and  counter-boring  operations,  although  great  care  is  taken  m 
producing  the  hemisphere  as  accurately  as  possible.  The  tubes  are  off-the-shelf  and  only  require 
machining  to  length.  The  mounting  stage  is  the  most  difficult  piece  to  fabricate,  as  it  has  features 
requiring  the  smallest  of  tools  and  the  highest  precision  of  location.  Figure  3.5  shows  the  stage 
detail  The  stage  is  2  mm  diameter  brass,  approximately  1  mm  thick.  The  pocket  is  0.005  inches 
deep,  and  is  machined  with  a  0.010”  diameter  cutter,  as  are  the  four  slots.  The  pocket  comers  are 
cleared  to  allow  the  MEMS  array  to  be  accurately  positioned  relative  to  the  outside  diameter  of 
the  stage  The  slots  for  the  wiring  ribbons  go  completely  through  the  stage,  to  allow  access  to 
the  soldering  pads  on  the  wires  from  the  MEMS  array.  The  stage  plays  a  crucial  role  in  the 
assembly  of  the  probe  components.  The  MEMS  array,  the  sealing  tubes,  and  the  tip  of  the  probe 
are  placed  relative  to  the  outside  diameter  of  the  stage,  which  also  serves  as  the  final  connection 
to  the  probe  housing,  after  the  sensor  wires  are  connected.  Each  of  the  pressure  sensors  must  be 
coupled  with  its  corresponding  hole  in  the  tip,  with  no  chance  of  leakage  or  cross-talk  between 
ports.  This  is  accomplished  by  sealing  all  of  the  tubes  to  the  MEMS  array  in  one  epoxy  setting, 
then  sealing  the  tip  to  the  tubes  in  a  separate  epoxy  setting.  A  fixture,  referred  to  as  the  sealer  , 
is  used  to  accurately  position  the  tubes  on  the  MEMS  array,  so  that  epoxy  can  be  placed  around 
the  outside  diameter  of  each  tube.  Pictures  of  the  several  fabricated  components  and  the 
assembled  probe  are  shown  and  discussed  after  we  first  discuss  the  MEMS  pressure  array,  the 
relevant  fabrication  processes  and  sensor  calibration. 


Figure  3.3.  Exploded  view  of  the  MEMS  5-sensor  probe. 
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Figure  3.5.  Schematic  of  MEMS  mounting  stage. 
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4.  DEVELOPMENT  OF  MEMS  PRESSURE  SENSORS  AND  SENSOR 
ARRAY 


Most  commercial  silicon  pressure  sensors  are  differential.  The  advantage  is  that  users 
can  add  their  own  reference  pressure  to  fully  utilize  the  specified  pressure  range  an  sensi  ivi  y. 
This  is  especially  important  for  the  low-pressure  sensors  with  a  range  of  only  a  few  psi  or  less^ 
However  the  presence  of  external  dumbing  dictates  that  the  sizes  of  this  type  of  sensors  can  not 
be  made  smaller  than  1  mm2.  Furthermore,  the  requirement  of  having  a  reference  Pressure  tub 
on  each  sensor  could  become  a  serious  disadvantage  in  some  applications,  most  notab  y 
arrays  On  the  other  hand,  the  absolute  type  pressure  sensors  with  a  vacuum  reference  are 
convenient  to  use  and  can  perform  equally  well  if  the  measured  pressure  range  starts  from 
vacuum  i  e„  the  full  range  is  utilized.  Also,  the  surface  micromachined  type  can  be  as  small  as 
100x100  urn2  This  small  size,  combined  with  the  absence  of  plumbing,  make  surface 
micromachined  pressure  sensors  ideal  for  use  in  applications  where  small  arrays  are  needed  (ue. 
pressure  probes)  The  most  significant  disadvantage  of  absolute  pressure  sensors,  however,  is  the 
lower  sensitivity.  Therefore,  we  have  spent  most  of  our  design  efforts  in  an  attempt  to  improve 

the  sensitivity. 


Though  not  commercialized,  many  types  of  surface  micromachined  absolute 
piezoresist, ve  pressure  sensors  have  been  developed.  Table  4.1  shows  the  performance 
comparison  for  some  of  these  sensors.  They  use  either  polysihcon  or  low  stress  silicon  mtnde  as 
the  diaphragm  and  polysilicon  resistors  as  the  sensing  elements. 


Diaphragm 

material 

Diaphragm 
size,  (pm3) 

Pressure 

range 

(psig) 

FSO 

(mV) 

Nonlinearit 

y  (%) 

Lin 

Poly-Si 

2x100x100 

100 

75 

0.2 

Kalvesten 

Poly-Si 

2x100x100 

5.8 

3 

N/A 

Liu 

SiN 

1.5x250x250 

20 

25 

1 

Lisec 

Poly-Si 

1.7x80x220 

7.5 

18 

N/A 

Jiang 

SiN 

1x230x230  10/20/30 

60/95/100 

0.8 

Table  4.1.  Comparison  of  different  pressure  sensor  diaphragms. 


The  diaphragm  geometry  and  thickness  are  all  well  controlled.  Because  the  gage  factor 
(a  measure  of  change  in  resistivity  as  a  function  of  strain)  of  polysilicon  is  3  to  5  times  smaller 
than  that  of  single  crystal  silicon,  these  sensors  are  generally  less  sensitive  than i  the  bul 
micromachined  silicon  pressure  sensors.  Also,  due  to  the  built-in  stress  of  the  diaphragm 
material  (especially  silicon  nitride  diaphragms),  the  linearity  is  not  as  good.  Therefore,  they  a^e 
not  competitive  in  the  individual  pressure  sensor  market.  However,  potentially  they  can  still  be 
useful  in  such  areas  as  profiling  pressure  distributions  on  a  surface  where  dense  sensors  are 

required. 


The  pressure  probe  requires  high  sensitivity  in  a  small  pressure  range.  All  of  the  previous 
surface  micromachined  sensors  simply  used  uniform-thickness  diaphragms  while  some  of  the 
most  sensitive  bulk  micromachined  pressure  sensors  have  more  sophisticated  bossed  structures 
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on  their  diaphragms  to  achieve  localized  stress  concentrations.  Therefore,  we  believed  that  it 
would  be  worthwhile  to  try  the  bossed  structures  on  the  surface  micromachined  sensors.  As  a 
matter  of  fact,  the  bossed  structure  makes  the  whole  diaphragm  stiffer,  i.e.,  less  deflection  on  e 
center  of  the  diaphragm.  This  actually  could  be  the  most  important  effect  as  the  maximum  center 
deflection  of  the  surface  sensor  diaphragm  is  limited  by  the  sacrificial  layer  thickness  to  be 

Based  on  the  above  consideration,  we  have  fabricated  a  number  of  different  structures. 
Fiuure  4.1  shows  four  of  these  designs.  The  first  type  has  the  conventional  uniform  square 
diaphragm  for  comparison  purposes  and  the  second  type  has  a  double-boss  square  diaphragm, 
with  the  sensing  resistors  located  on  the  thinner  part  of  the  diaphragm  (near  the  edges  and  the 
center).  Because  their  transverse  gage  factor  is  much  smaller  than  its  longitudinal  one,  the 
polysilicon  resistors  are  oriented  toward  the  center  to  experience  the  longitudinal  stress.  The 
second  tvpe  has  a  thick  beam  connecting  the  double  bosses  and  crossing  the  whole  diaphragm, 
while  the  polysilicon  resistors  are  placed  on  the  narrow  parts  of  the  beam.  The  thir  type  as  two 
double-bossed  beams  perpendicular  to  each  other.  We  initially  expected  that  the  stiffness  o  e 
diaphragms  would  increase  from  type  I  to  type  IV.  Specific  processing  details  are  presented 
later.  Figure  4.2  presents  microphotographs  of  the  fabricated  type  III  and  IV  pressure  sensors. 


(a)  Type  I:  uniform  diaphragm. 


(c)  Type  III:  single  beam-structured 
diaphragm. 


(b)  Type  II:  double-bossed  diaphragm. 


(b)  Type  IV:  double-beam-structured 
diaphragm. 


Figure  4.1.  Different  structures  of  pressure  sensors. 
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We  have  tested  some  of  the  pressure  sensors  in  a  pressure  chamber.  It  turned  out  that  tor 
type  I  sensors,  the  full-scale  output  can  not  exceed  40  mV/5  V  for  any  pressure  range  below  30 
psig.  Out  of  our  prediction,  type  II  is  worse  than  type  I  in  every  aspect.  However,  both  type  III 
and  type  IV  are  satisfactory.  For  example,  type  III  gives  60  mV/5  V  output  for  a  full  scale  range 
of  10  psig  (figures  4.1. a  and  4.3)  and  type  IV  generates  95  mV/5  V  for  a  full  scale  range  of  20 
psie  (figures  4.1.b  and  4.4).  All  these  sensitivities  are  much  higher  than  those  of  the  previously 
developed  surface  micromachined  pressure  sensors.  Other  characteristics  such  as  optimum 
power  consumption  (tradeoff  between  SNR  and  possible  heat  transfer  to  flow)  and  temperature 
sensitivity  were  also  measured. 


(a)  Type  III  (b)  Type  IV 

Figure  4.2.  Pictures  of  types  III  and  IV  pressure  sensors. 


Figure  4.3.  Pressure  calibration  results  for  type  III  sensor.  The  diaphragm  thickness  is 
1  pm  on  the  thin  part  and  boss  thickness  is  3  pm.  The  nonlinearity'  for  all  the  sensors  is  less 

than  1%. 
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Pressure  (psig) 

Figure  4.4.  Pressure  calibration  results  for  type  IV  sensor.  The  diaphragm  thickness  is  1 
pm  on  the  thin  part  and  boss  thickness  is  3  pm.  The  nonlinearity  for  all  the  sensors  is  less 

than  1%. 


The  knowledge  gained  from  those  tests  was  used  to  design  and  fabricate  a  pressure  sensor 
skin  in  the  shape  of  a  cross.  The  layout  (some  layers  hidden  for  the  sake  of  clarity)  for  the  skin  is 
shown  in  Figure  4.5.  The  central  square  is  approximately  1.2  mm  on  a  side  and  contains  5 
pressure  sensors  (shown  as  white  squares).  Each  sensor  sits  atop  a  silicon  island,  but  the  arms  of 
the  cross  are  composed  entirely  of  polyamide  and  metal  lines  and  are  completely  flexible.  We 
have  improved  upon  our  original  flexible  skin  process  in  the  areas  of  robustness  and  packaging. 
The  original  process  (F.  Jiang  et  al.,  1997)  (simplification  shown  in  Figure  4.6)  uses  a  wet  silicon 
etch  such  as  TMAH  or  KOH  to  create  the  backside  cavities.  For  process  compatibility  issues, 
this  choice  necessitates  creating  the  cavities  early  in  the  process,  thus  implying  that  a  relatively 
fragile  wafer  be  carefully  handled  through  the  rest  of  the  process.  The  new  process 
(simplification  shown  in  Figure  4.7)  uses  deep  reactive  ion  etching  (DRIE)  to  create  the  cavities 
near  the  end  of  the  process,  after  the  sensors  have  been  formed.  Thus  the  yield  increases 
significantly,  wafer  warpage  issues  are  of  no  concern,  and  the  processing  is  greatly  simplified. 

Another  important  innovation  is  the  fabrication  of  backside  contacts  on  the  flexible  skin. 
In  short,  the  aluminum  metalization  is  sandwiched  between  top  and  bottom  layers  of  polyamide. 
We  open  up  the  bottom  layer  and  use  electroless  gold  plating  to  deposit  a  composite  layer  of 
nickel  and  gold  on  top  of  the  aluminum.  The  top  layer  of  gold  is  then  easily  attached  to  other 
packaging  by  means  of  solder  paste,  for  example.  This  technology  can  simplify  packaging 
immensely,  as  it  minimizes  hand  assembly.  A  conceptual  drawing  of  this  bond  is  shown  in 
Figure  4.8. 
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Figure  4.5.  Layout  of  the  pressure  sensor  array. 


1.  TM  AH  or  KOH  selective  ly  etches  backside. 

nitride  as  dielectric  layer 


silicon 


u 

2.  Aluminum/poly imide/aluminum/polyimide  processing  on 


f 


3.  RIE  etches  backside  using  A!  mask.  Polyimide  processing  on 
backside. 


Figure  4.6.  Simplified  process  flow  for  original  flexible  skin. 
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12.  Pattern  backside;  RIE  etches  nitride;  DRIE  etches  Si  to  70  jam  thick. 


y - - — — — - u 


13.  DRIE  etches  away  silicon  between  islands;  RIE  removes  nitride; 
Pad  etchant  removes  LTO. 


14.  Spin,  cure  and  pattern  polyimide  on  the  backside.  Electroless  plate 
nickel/gold  on  the  backside  pads. 


Figure  4.7.  Improved  process  flow  using  DRIE,  backside  contacts,  and  electroless  plating. 

Layout  of  the  pressure  sensor  array. 


Figure  4.8.  Conceptual  drawing  of  new  packaging  technology. 
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Figure  4.9.  MEMS  array  electrical  connector  (socket). 


Figure  4.10.  Pressure  chamber  for  calibration  of  MEMS  sensor  arrays. 

The  socket  and  MEMS  sensor  shown  in  figure  4.9  was  subsequently  placed  inside  a 
pressure  chamber  (figure  4.10)  for  sensor  array  calibration.  The  chamber  is  supplied  with 
adjustable  and  accurately  known  pressure,  while  the  signal  response  from  all  of  the  sensors  are 


MEMS  Vo  [V] 


recorded.  A  typical  MEMS  pressure  sensor  calibration  curve  is  shown  in  figure  4.1 1.  This  curve 
shows  the  raw  recorded  voltage  from  the  MEMS  sensor  without  offset  compensation  or 
amplification. 


0.097 
0.0965 
0.096 
0.0955 
0.095 
0.0945 
0.094 
0.0935 
0.093 
0.0925 
0.092 
0.0915 

o  10  20  30  40  50  60  70  80 

Pressure  [Torr] 

Figure  4.1 1.  Typical  calibration  curve  for  MEMS  pressure  sensor. 
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5.  PROBE  ASSEMBLY 

This  sections  discusses  the  processes  involved  in  the  fabrication  of  the  different  probe 
components  and  the  subsequent  probe  assembly.  Figure  5.1  shows  the  fabricated  stage.  The  stage 
is  2  mm  diameter  brass,  approximately  1  mm  thick.  The  pocket  is  0.005  inches  deep,  and  is 
machined  with  a  0.010”  diameter  cutter,  as  are  the  four  slots.  The  pocket  comers  are  cleared  to 
allow  the  MEMS  array  to  be  accurately  positioned  relative  to  the  outside  diameter  of  the  stage. 
The  slots  for  the  wiring  ribbons  go  completely  through  the  stage,  to  allow  access  to  the  soldering 
pads  on  the  wires  from  the  MEMS  array.  The  “sealer”,  is  used  to  accurately  position  the  tubes  on 
the  MEMS  array,  so  that  epoxy  can  be  placed  around  the  outside  diameter  of  each  tube.  A 
picture  of  the  first-generation  fabricated  sealer  is  shown  in  figure  5.2  against  an  adult’s 
fingerprints  to  illustrate  its  size.  Figure  5.3  shows  the  MEMS  sensor  array  installed  in  the  stage, 
while  the  figure  5.4  shows  the  assembly  after  the  sealer  is  installed.  The  five  MEMS  pressure 
sensors  can  be  seen  through  the  openings  of  the  sealer.  Finally,  in  order  for  the  reader  to  perceive 
the  size  of  the  probe,  figure  5.5  presents  pictures  of  the  MEMS-probe  on  a  quarter  and  figure  5.6 
shows  the  probe  between  an  adult’s  thumb  and  index  fingers.  Figure  5.7  shows  a  typical 
miniature  probe  tip. 


Figure  5.1.  Details  of  the  stage  inside  which  the  MEMS  pressure  array  is  housed. 
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Figure  5.3.  MEMS  sensor  array  installed  in  the  stage. 
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Figure  5.4.  Picture  of  assembly  after  the  sealer  is  i 
sensors  can  be  seen  through  the  op 
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In  order  to  appreciate  the  fabrication  and  assembly  of  the  probe  components,  it  is 
necessary  to  understand  the  processes  involved  in  miniaturization  and  the  challenges  faced  by 
the  designer  and  the  technician.  We  define  miniaturization  by  the  size  of  the  cutting  tools  and 
part  geometry,  usually  between  0.004”  and  0.030”.  For  example,  the  MEMS  probe  has  an 
outside  diameter  of  0.094”,  but  its  features  require  a  0.010”  diameter  cutting  tool,  with  material 
thickness  as  low  as  0.004”. 

The  primary  challenge  in  miniaturization  arises  from  scaling  down  the  torces  required  to 
machine  the  material.  A  miniature  tool  can  only  withstand  very  small  forces,  so  that  force  must 
be  carefully  controlled  and  spread  over  the  cutting  surface.  The  parameters  established  in 
conventional  machining  usually  rely  on  percentages  to  calculate  depth  of  cut  and  feed  rate,  but 
these  percentages  must  be  adjusted  to  preserve  the  miniature  tool.  For  example,  the  0.010 
cutting  tool  can  cut  its  full  diameter  up  to  .002”  deep,  feeding  at  0.001  inch/second,  while 
spinning  at  20,000  rpm  (for  Brass).  The  tool  pressure  and  vibration  might  deflect  the  tool  a  full 
10%  of  its  diameter,  increasing  the  slot  thickness  an  unpredictable  0.001”.  While  0.001”  is 
considered  precise  in  conventional  machining,  it  is  obviously  a  large  tolerance  in  miniaturization, 
where  the  0.004”  material  thickness  could  be  reduced  to  0.002”  if  cuts  are  made  on  both  sides,  a 
50%  error.  This  unpredictability  is  compounded  by  the  lack  of  instrumentation  to  accurately 
measure  the  result  of  a  machining  operation,  particularly  while  the  piece  is  fixed  and  located  in 
the  machine.  Optical  comparison  is  the  best  technique  for  measuring  these  small  features,  but  it 
requires  releasing  the  work-piece  and  losing  its  location  coordinates.  We  can  measure  the  end 
result  but  we  cannot  realistically  change  it  if  it  is  incorrect. 

A  major  concern  of  miniaturization  is  work-holding  and  locating.  The  precision  required 
in  locating  a  miniature  work-piece  is  near  the  limit  of  conventional  indicators,  which  can 
measure  0.0001”.  Indicators  can  find  the  center  of  round  parts  accurately,  but  cannot  locate  an 
edue  or  surface.  To  do  this,  a  technique  called  “touch-off  is  used,  where  the  spinning  cutting 
tool  is  actually  moved  into  contact  with  the  work-piece  to  establish  the  coordinate.  The  precision 
of  location  or  depth  of  cut  is  then  dependent  on  the  precision  ot  the  touch-ofi,  which  is  limited 
by  the  ability  of  the  technician  to  determine  the  point  of  contact.  Again,'  in  conventional 
machining  this  is  considered  a  very  accurate  technique,  but  it  is  certainly  less  than  optimal  in 
miniaturization. 
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6.  INITIAL  EVALUATION  OF  UNSTEADY  EFFECTS  ON  PROBE  CALIBRATION 

As  discussed  in  the  introduction,  the  inertial  effects  due  to  the  unsteady  flow  over  the 
probe  tip  (hemispherical),  are  most  prominent.  In  order  to  first  evaluate  them  and  subsequently 
account  for  them,  we  consider  the  unsteady  potential  incompressible  flow  over  a  sphere  of  radius 
a  moving  in  a  fluid  at  rest,  with  a  velocity  U(t)  along  the  negative  z-axis  (figure  6.1 ). 


Figure  6.1.  The  coordinate  system. 

The  perturbation  potential  around  the  sphere  is: 


4>(r,  B.  t) 


U(t)a3  cos  9 

2? 


(6.1) 


The  pressure  over  the  surface  of  the  sphere  is  given  by  the  unsteady  Bernoulli  equation: 


2 

P(r.  9.  t)  =  P,  -  p(—  -  (V0+  Qx  r)  •  V+  -  V  ) 
cl  2 


(6.2) 


where: 

V„  =  (-  U(t)  cos  0,  U(t)  sin  0,O)  (6.3) 


is  the  velocity  of  the  sphere  and  Q(t)  is  the  rotation  of  the  sphere.  By  specifying  functions  for 

L'(t)  and  f2(t) ,  unsteadiness  in  both  velocity  magnitude  and  direction  can  be  accounted  for. 
Since  both  effects  are  on  the  same  order  of  magnitude,  here  for  simplicity,  we  will  set: 


Q  =  0,  Qx  r  =  0 


(6.4) 
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The  flow  velocity  is: 

dr  r  50  rsin0  cty 
,  U(t)  a3  cos  0  1  U(t)  a3(-sin  0) 

-  (  3  *  T  2  ,U' 

r  r  2r 

U(t)  a3  cos  0  U(t)  a3  sin  0 


On  the  sphere  surface  (r=a): 


v„- V4, 


(-U(t)  cos  0,  U(t)  sin  0,0) 

„  -  U  sin  0 

•  (-U(t)  cos  0, - ,0) 

2.  U2(t)sin2  0 
U  (t)cos  0 - 


It  ->  _  U2(t)sin2  0 

—  (U-(t)cos-  0  +  — — - ) 

2  4 


Also  for  r=a: 


£*  =  i£Mcos9  =  i£<ii2cose 

rt  2  dt  2 


Then  by  combining  the  above  into  equation  5.2  we  get: 


P(r. 0. t)=  P,  -p(^-V0-V+iv  ) 
d t  2 

=.P,  +  £  (i™  (9cos20-5) 
2  4 

-  U'(t)acos0  ) 


where 


<sp  =  (P  -  pr)  =  -  (^42  (9  cos2  e-  5) 

2  4 


-  U'(t)a  cos0  ) 


=  <SP,  +  5Pt 


from  this 
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(6  10) 


SP,  =  PHlill (1  _  —sin2  0) 
2  4 


.  pU'(t)a 
SP,  =  -  - - cos  0 


(6.11) 


where  5P1  is  the  steady  pressure  term  and  5P2  is  the  unsteady  pressure  term.  If  we  had 
considered  unsteadiness  in  the  velocity  direction  as  well,  the  last  term  would  have  been. 


SP,  =  —  [U(t)cos0] 

2  ct 


(6.12) 


By  dividing  these  by  pU:(t)/2  we  arrive  at: 


^  P  quasi  -  stead) 


pU-(t) 


1  -  —  sin2  0 
4 


(6.13) 


unsteads 


SP,  +  SP: 
pu:(t) 


(1  -  -sin:  0)  -  U  cos 9 
4  U-(t) 


(6.14) 


Therefore  if  we  consider  quas:-steady  probe  calibration,  i.e.  ignore  the  effects  of  the  unsteady 
pressure  term,  we  make  the  following  error: 


SP,  +  SP; 


Cp 

unsteady  -Cp 

quasi  -  steady 

Cp 

unsteady 


(6.15) 


In  order  to  evaluate  this  error,  let  us  consider  a  sinusoidal  variation  for  U(t): 


U(t)  =  U„(l  +  Asin(27r  f  t)) 


(6.16) 


By  introducing  the  non-dimensional  frequency 


2tt  f  a 


(6.17) 


the  error  becomes 
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-AK  cos(0)  cos(<(>) 


(l  +  A  sin^))2 


1  -  —  sin2(0) 
4 


-  AK  cos(0)  cos(4>) 


(6.18) 


where  <j>  -  2rt  f  t  . 

Figures  6  ?  and  6.3  present  the  dependence  of  error  E  (its  maximum  value  within  one  period 
of  oscillation)  on  the  non-dimensional  frequency  K  and  the  amplitude  of  the  velocity  oscillation 
A.  for  small  (figure  6.2)  and  large  (figure  6.3)  values  of  K.  Figure  6.2  illustrates  the point  that 
there  is  a  range  of  K  values,  corresponding  to  practical  unsteady  flowfields,  for  which  the  error 
made  bv  ignonng  unsteady  aerodynamic  effects  is  negligible  (less  than  1%)  therefore  steady 
probe  calibration'  would  provide  accurate  measurements.  For  example  consider  a  flow  with  a 
mean  velocity  U0  of  50m/sec,  an  amplitude  A  of  20%  of  the  mean  and  an  oscillation  frequency 
of  250  Hz.  That  could,  for  example,  correspond  to  the  unsteady  flow  downstream  ot  ^a  circular 
cvlinder  (vortex  shedding)  4cm  in  diameter.  For  a  MEMS  probe  with  a  diameter  2a  1 .5  mm  the 
resulting  non-dimensional  frequency  K  is  0.023,  which  yields  (from  figure  6.2)  an  acceptable 
error  of  0  5%  Therefore  the  development  of  a  steady  probe  calibration  algorithm  is  important. 
Many  such  algorithms  have  appeared  in  the  literature.  As  discussed  later,  the  novelty  of  the 
steady  algorithm  developed  and  presented  here  resides  in  its  achieved  accuracy  levels  and.  its 

breadth  of  application. 
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Figure  6.2.  The  maximum  error  in  steady  vs.  unsteady  pressure  coefficent,  E,  as  a 
function  of  the  non-dimensional  frequency,  K  at  discrete  amplitudes,  A. 
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Figure  6.3.  The  maximum  error  in  steady  vs.  unsteady  pressure  coefficent,  E,  as  a  function 
of  the  non-dimensional  frequency,  K  at  discrete  amplitudes,  A. 


With  that  said,  if  one  considers  turbulent  flows  with  fluctuation  frequencies  on  the  order  of 
kHz  or  tens  of  kHz,  the  error  E  becomes  non-negligible  (figure  6.3),  which  stresses  the  need  tor 
unsteady  probe  calibration  theory  and  algorithms  as  well. 
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7.  STEADY  PROBE  CALIBRATION  ALGORITHMS 

7.7.  Local  Least-Squares  Algorithm 


The  port  pressures  recorded  from  the  multi-hole  probe  in  an  unknown  flow  field  torm  a 
“signature”  that  is  used  to  determine  the  flow  angularity  and  magnitude.  The  analysis  of  the 
pressure  signature  to  obtain  flow  conditions  is  usually  performed  with  a  data  reduction 
aluorithm.  The  topic  discussed  in  this  section  is  the  development  of  a  high-accuracy  data 
reduction  algorithm  for  5-hole  (and  generally  multi-hole)  pressure  probes. 

Historically,  a  number  of  different  calibration  techniques  have  been  utilized  for  multi¬ 
hole  probes,  all  with  their  own  advantages  and  difficulties.  A  commonly  used  method  for 
hemispherical  probe  tips  has  been  to  apply  the  potential  flow  equations  for  a  sphere  to  relate  the 
flow  angle  velocity  magnitude  with  the  pressure  differentials  measured  by  the  probe.  Kjelgaard 
(1988)  used  this  technique  on  a  hemispherical  tipped  5-hole  probe.  The  potential  flow  calibration 
method  is  a  direct  calculation  of  properties  from  a  theoretical  probe  model.  This  approach  is  very 
sensitive  to  construction  defects  of  the  probe  tip.  When  minimizing  the  probe  size  manufacturing 
irregularities  are  becoming  unavoidable  and  the  relative  deviation  of  the  physical  probe  from  the 
theoretical  design  is  increasing.  To  compensate  for  the  manufacturing  defects,  each  probe  has  to 
be  calibrated  individually  using  extensive  calibration  routines. 

A  method  of  calibrating  multi-hole  probes  is  to  insert  the  probe  into  a  flow  field  of 
known  magnitude  and  direction.  The  probe  is  then  rotated  and  pitched  through  a  range  of  known 
angles,  to  simulate  every  possible  measurable  velocity  inclination.  For  each  of  the  specific  angles 
the  pressures  from  all  the  pressure  ports  are  recorded  and  stored  in  a  database.  Angle  increments 
are  typically  0.5  to  5  degrees  yielding  a  database  with  several  thousand  data  points,  each  with  a 
pressure  signature  that  is  unique  for  that  angle  inclination  and  velocity  magnitude.  A  calibrated 
probe  can  be  inserted  into  an  unknown  flow  field  and  accurately  predict  the  velocity  vector  by 
recording  the  port  pressures  and  comparing  them  with  the  calibration  database  through  a  set  of 
non-dimensional  coefficients.  By  interpolation  of  the  recorded  angles  and  pressure  coefficients  in 
the  calibration  database  the  velocity  vector  is  accurately  predicted.  Unless  the  probe  is  physically 
damaged  the  probe  will  keep  its  characteristics  and  only  one  calibration  is  required  for  the 
lifetime  of  the  probe. 

Several  methods  of  comparing  the  measured  pressures  with  the  database  have  been 
developed.  Brver  and  Pankhurst  (1971)  applied  relationships  derived  from  a  set  of  pressure 
coefficients  over  the  different  flow  regions  of  the  probe.  On  a  5-hole  probe  the  measuring 
regions  on  the  probe  were  divided  into  one  low  angle  regime  and  4  high  angle  regimes 
corresponding  to  the  center  port  and  each  of  the  peripheral  ports,  respectively.  The  calibration 
data  was  used  to  derive  empirical  relationships  representing  the  relative  angle  inclinations  and 
the  magnitude  of  the  velocity  vector  in  terms  of  the  measured  pressure  coefficients.  Using  the 
calibration  data  points,  polynomial  curve  fits  were  generated  that  described  the  variation  of  the 
angle  and  pressure  coefficients  throughout  the  calibration  domain.  Rediniotis  et  al.  (1993) 
derived  polynomial  fits  for  calibration  data  for  conical  7-hole  probes.  Further  they  divided  the 
port  specific  regions  into  several  sections  thus  increasing  the  number  of  regions  for  which 
polynomials  were  used  to  describe  the  calibration  coefficients.  They  created  8  regions  describing 
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the  low  angle  flow  (where  the  center  port  senses  the  highest  pressure)  and  32  high  angle  regions 
(where  any  of  the  6  peripheral  pressure  senses  the  highest  pressure).  The  method  of  subdividing 
the  regions  increased  the  agreement  of  the  polynomial  fit  through  the  calibration  points,  but  did 
not  necessarily  ensure  well-behaved  calibration  surfaces  between  data  points. 

The  polynomial  fit  techniques  mentioned  are  global  in  nature,  that  is:  they  generate 
polynomial  fits  for  relatively  large  sectors  or  regions.  Though  Rediniotis  et  al.  (1993)  reduced 
the  region  size  by  subdividing  the  sectors,  the  individual  regions  were  still  large  and  could, 
depending  on  the  density  of  the  calibration  data,  contain  hundreds  of  data  points.  Using 
polynomial  fits  for  large  regions  can  cause  the  overall  prediction  accuracy  to  decline  because  of 
the  large  number  of  calibration  points  the  fit  tries  to  model.  Utilizing  a  local  interpolation  scheme 
instead  of  a  region  wide  polynomial  fit  has  also  been  used  with  multi-hole  probe  calibration 
methods.  Zilliac  (1989)  calibrated  conical  tipped  7-hole  probes  for  use  in  flow  fields  with  high 
angularity.  For  each  of  the  calibration  points,  the  seven  port  pressures,  the  total  pressure  and  the 
known  pitch  and  roll  angles  were  recorded  in  a  database.  Sets  of  non-dimensional  angle  and 
pressure  coefficients  were  also  stored  in  the  calibration  database.  For  a  calibrated  probe  in  an 
unknown  flow  field  the  seven  port  pressures  were  recorded  and  the  non-dimensional  coefficients 
calculated.  By  searching  the  calibration  database  for  similar  coefficient  values  the  approximate 
flow  conditions  were  identified.  Adjacent  coefficient  values  were  interpolated  to  solve  for 
intermediate  angles  and  pressure  coefficient  values.  The  accuracy  of  this  technique  is  dependent 
on  the  density  of  the  calibration  data. 

Applying  the  two  different  principles  described,  the  regional  polynomial  fit  and  the  local 
data  point  interpolation,  a  method  is  derived  to  calculate  a  polynomial  interpolation  that  is  local 
in  nature.  Using  only  a  few  selected  data  points  that  have  similar  angle  coefficients  as  the 
measured  angle  coefficients,  a  low-order  polynomial  fit  is  created.  The  development  of  a  local 
least-squares  (LLS)  data  reduction  algorithm  is  described  in  detail  in  this  section. 

1  H v  flow  over  a  5-sensor  probe  can  typically  be  divided  into  two  flow  regimes:  low-angle  (or 
low-angularity)  and  high-angle  (or  high-angularity)  regimes.  For  calibration  purposes,  all 
possible  velocity  vector  orientations  with  respect  to  the  probe  are  represented  by  five  sectors. 
Each  sector  (figure  7.1.1)  is  identified  by  a  number  indicating  the  port/sensor  that  senses  the 
highest  pressure  for  all  the  possible  velocity  orientations  in  that  sector.  For  low-angle  flow,  the 
highest  pressure  is  registered  by  port  #1  (central  hole)  while  for  high-angle  flow  the  highest 
pressure  occurs  in  one  of  the  peripheral  holes  2  through  5. 

The  local  velocity  vector  at  any  measurement  location  can  be  fully  characterized  by  four 
variables.  For  low-angle  flow  these  variables  are:  pitch  angle  a,  yaw  angle  P,  total  pressure 
coefficient  A,  and  static  pressure  coefficient  As.  For  high-angle  (or  high-angularity)  flow  the 
variables  are:  cone  angle  0,  roll  angle  <p.  A,  and  As.  These  variables  need  to  be  determined  as 
functions  of  the  five  measured  pressures  or  equivalently,  the  two  non-dimensional  pressure 
coefficients  formed  from  these  pressures:  ba,  bp  for  low-angle  flow  and  bo,  b<t>  for  high-angle  flow 
(Rediniotis  et  al.,  1993;  Everett  et  al.,  1983).  The  two  different  systems  of  angles,  (pitch  angle  a, 
yaw  angle  P)  and  (cone  angle  0,  roll  angle  4>),  used  to  describe  the  velocity  vector  orientation 
with  respect  to  the  probe,  in  low  angularity  and  high  angularity  flow,  respectively,  are  shown  in 
figure  7.1.2. 
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Figure  7.1.1.  The  5-sensor  probe  measurement  domain  is  divided  into  5  sectors,  each 
centered  on  an  individual  pressure  port,  labeled  1  through  5. 


Figure  7.1.2.  Definition  of  angles  used  to  define  the  velocity  vector  orientation  with 

respect  to  the  probe. 

The  conversion  from  the  pitch  and  yaw  angles  to  the  cone  and  roll  angles  is: 


0  =  cos  1  (cos  a  •  cos  B) 


(7.1.1) 


<j>  =  tan' 


(7.1.2) 


For  a  5-sensor  probe  in  the  low  angle  flow  regime  (highest  pressure  sensed  by  port  1)  the 
following  definitions  are  used: 


(Ps  +  P4  -  P3  -  P2) 


(7.1.3) 


(P-4  +  P3  -P2  -  Ps) 


(7.1.4) 


A,  = 


(Pi  -  P.) 


(7.1.5) 


Ac  = 


(P,  -  Ps) 


(7.1.6) 


and  the  pitch  angle,  a,  and  yaw  angle,  P,  as  defined  in  figure  1 1.  The  pseudo-dynamic  pressure, 
q,  is  defined  as: 

(p2  +  p,  +  p4  +  p5) 

4  =  Pi - -  (7-1.7) 

For  a  5-sensor  probe  in  the  high  angle  flow  regime  (highest  pressure  sensed  by  one  of  the 
peripheral  ports  2-5)  the  following  definitions  are  used: 


(P.  "  Pi) 


(7.1.8) 


(P*  “  P") 


(7.1.9) 


A,  = 


(P,  -  Pi) 


(7.1.10) 


A,  = 


(Pi  -  Ps) 


(7.1.11) 


and  the  cone  angle.  0,  and  roll  angle,  <J>,  as  defined  in  figure  7.1.2. 
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The  pseudo  dynamic  pressure,  q,  is  defined  as: 


q  =  Pi 


(P*  +  P~) 
2 


(7.1.12) 


In  the  previous  definitions  ps  is  the  highest  measured  pressure  (at  the  ith  port).  Looking 
into  the  probe  tip:  p+  and  p‘  are  the  pressures  measured  by  the  peripheral  holes  adjacent  to  port  i, 
in  the  clockwise  and  counterclockwise  direction  respectively.  The  input  coefficients  ba,  be  will 
be  referred  to  as  bl  and  bp,  b^  will  be  referred  to  as  b2  in  the  remainder  of  this  text  since  many  of 
the  processes  described  below  use  both  high  and  low  angle  definitions  in  the  same  manner. 

During  probe  calibration,  a  large  set  of  calibration  data  containing  the  known  velocity 
vector  orientation  and  magnitude,  and  the  5  port  pressures,  is  obtained  for  the  desired  range  of 
Mach  and  Reynolds  numbers,  using  a  probe  calibration  setup.  Then,  in  an  actual  flow- 
diasznostics  experiment,  the  local  flow  variables  (three  velocity  components,  static  and  total 
pressure.  Mach  and  Reynolds  number)  are  calculated  as  follows:  The  5  port  pressures  are 
recorded  and  the  non-dimensional  pressure  coefficients  bl  and  b2  are  calculated.  That  is  ba  and 
bp  for  low-angle  flow  and  be  and  b*  for  high-angle  flow.  The  port  with  maximum  pressure  is 
detected  and  the  corresponding  low-  or  high-angle  calibration  sector  is  determined.  The 
calibration  database  is  then  searched,  the  calibration  points  associated  with  the  particular  sector 
are  identified  and  the  n  closest  points  to  the  test  point  (in  terms  of  proximity  in  the  (bl,  b2) 
plane,  as  shown  in  figure  7.1.3)  are  retained.  These  closest  data  points  are  found  in  terms  of 
Euclidean  distance  (in  the  discussion  that  follows,  subscripts  C  and  T  stand  for  “calibration”  and 
“test”,  respectively): 


D 


where  the  index  j  is  the  calibration  point  number  and  D,  is  the  Euclidean  distance,  in  the  (bl,  b2) 
plane,  from  the  tested  point  (blT,b2T)  to  the  scaled  coefficients  of  the  calibration  point  (blc,b2c)j. 
A  global  scaling  factor,  Ab2/Abl,  is  introduced  to  bring  the  two  coefficients  bl  and  b2  on  the 
same  order.  This  factor  is  defined  using  the  maximum  and  minimum  values  of  the  coefficients 
found  in  the  calibration  file,  and  is  stored  in  the  calibration  database: 


Ab2  (b2c )max  -  (b2c)min 

Abl  (blc)max  ~(blc)min  (7-L14) 

Each  of  the  n  selected  calibration  points  is  represented  by  a  circle  in  figure  7.1.3,  while 
the  test  point  is  represented  by  a  star.  The  number  n  is  user  defined.  Then,  a  local  least-squares 
interpolation  is  performed  in  order  to  determine  the  four  flow  variables,  (At,  As,  ex,  [3)  or  (At,  As, 
0.  <j))s  for  the  test  point. 
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It  is  necessary  that  the  selected  calibration  points  (blc,  b2c)  be  uniformly  distributed 
around  the  test  point  (blT,  b2T)  to  obtain  a  well-behaved  polynomial  surface  and  allow  for 
interpolation  rather  than  extrapolation.  A  procedure  checks  if  the  closest  calibration  points  in 
triplets  form  triangles  around  the  test  point  in  the  bl-b2  plane.  The  original  ranking  of  the  closest 
points  based  on  Euclidean  distance,  Dj,  can  be  altered  to  ensure  that  (if  at  all  Possible) 
combination  of  the  overall  closest  points  forms  a  triangle  around  the  test  point.  Typically  the 
algorithm  searches  for  two  such  triangles. 


At,As,a,p,0,cp 


/ 


Figure  7.1.3.  A  local  least-squares  interpolation  surface  with  triangulation  in  the  bl-b2 

plane. 


In  figure  7.1.3  the  star  indicates  the  test  point  (blr,b2T)  and  the  circles  at  the  comers  of 
the  triani'les  indicate  the  closest  selected  calibration  points  (blc,b2c)  that  are  also  checked  for 
the  triangulation  requirement.  Each  triangle  is  calculated  in  the  following  manner  (figure  7.1.4): 


Figure  7.1.4.  The  triangulation  scheme  in  the  bl-b2  plane. 


33 


nj  =  APx  AC 

(7.1.15) 

-A  — > 

h2  =  CPxCB 

(7.1.16) 

->  — > 

if  3  =  BPx  BA 

(7.1.17) 

where  P  is  the  test  point  (blT,  b2T)  and  A,  B,  C  are  three  calibration  points  (blc,  b2c)j-  "« ,  n, 
and  n-.are  directional  vectors  normal  to  the  bl-b2  plane.  If  all  the  3  vectors  have  the  same 
direction  the  test  point  P  is  within  the  triangle,  otherwise  P  is  outside  the  triangle. 

Calibration  points  far  from  the  tested  point  (in  the  bl-b2  plane)  are  assumed  to  have  little 
or  no  influence  on  the  calculation.  Therefore,  a  local  interpolation  scheme  is  used  and  only 
calibration  points  close  to  the  test  point  are  used  in  the  evaluation.  A  least-squares  surface  fit 
technique  is  used  to  calculate  the  two  flow  angles  and  the  two  pressure  coefficients  as  functions 
of  the  independent  input  variables: 


a=a(bl.b2) 

(7.1.18) 

P=P(bl,b2) 

(7.1.19) 

0=O(bl,b2) 

(7.1.20) 

<t>=(Kbl,b2) 

(7.1.21) 

A,-A,(bl.b2) 

(7.1.22) 

As=As(bl  ,b2) 

(7.1.23) 

The  selected  closest  and  triangulation-checked  calibration  points  (minimum  number 
determined  by  the  order  of  the  polynomial  surface)  are  used  to  calculate  4  separate  interpolation 
surfaces.  For  a  linear  surface  the  following  polynomial  is  used  to  describe  the  surface: 


f(bl ,b2)  =  a()  +a,  -bl  +  a2  •  b2  (7.1.24) 

where  f  can  be  any  of  the  dependent  variables  ct,  p,  0,  ((>,  At,  As  and  ao,  ai,  32  are  the  least-squares 
polynomial  coefficients.  After  the  algorithm  determines  the  polynomial  coefficients  (ao,  ai  and 
a-i),  entering  the  measured  input  coefficients  (blT5b2-r)  into  the  calculated  function  f(bl,b2), 
interpolated  values  for  aj,  Pt,  0  t>  4>  t»  (A  i)t  and  (A  s)t  are  obtained.  The  angle  or  pressure 
coefficient  surfaces  for  the  probe  are  locally  smooth  and  do  not  exhibit  any  large  gradients  or 
discontinuities.  The  local  least-squares  method  generates  a  surface  that  does  not  directly  go 
through  all  the  calibration  data  points,  but  is  rather  an  average  surface.  A  standard  polynomial 
surface  fit  can  exhibit  large  fluctuations  since  the  surface  is  forced  to  go  through  all  the  data 


34 


points.  The  least-squares  surface  moderates  the  effect  of  a  badly  selected  or  measured  calibration 
point. 

Subsequently,  the  total  pressure  and  static  pressure  are  calculated  from  the  non- 
dimensional  pressure  coefficients  (A,)t,  (As)t: 

P,  =  P,  "(At)T  -qT  (7.1.25) 

P>=P'-^7  (7.1.26) 

The  velocity  magnitude  and  the  flow  conditions  are  calculated  using  adiabatic,  perfect  gas 
relationships  for  air.  Mach  number  from  total  pressure  and  static  pressure: 


M  =  V(5  •  (e*-V7  -  l)) 

(7.1.27) 

Temperature,  compressible  dynamic  pressure  and  density: 

T  (l  +  M  2/  5j 

(7.1.28) 

q.cmpr  =  0.7  •  ps  •  M2 

(7.1.29) 

P=  P' 

R  T 

(7.1.30) 

where  R  is  the  universal  gas  constant  (287[J/kg-K]) 

The  velocity  magnitude  is  calculated  by: 

y  _  I  ~  Pcompr 

V  p 

(7.1.31) 

The  Cartesian  velocity  components  for  low  angle: 

u  =  U  •  cos  a  •  cos  P 

(7.1.32) 

v  =  U  •  sin  P 

(7.1.33) 

w  =  U  •  sin  a  •  cos  P 

(7.1.34) 

The  Cartesian  velocity  components  for  high  angle: 
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u  =  U  •  cos  9 
v  =  U  •  sin  9  •  cos  <j) 
w  =  U  •  sin  9  •  sin  <J> 


(7.1.35) 

(7.1.36) 

(7.1.37) 


Viscosity  derived  from  Sutherland’s  law: 


9  =  9o 


/  T  \3/2 
VTo  J 


T  +  S 


(7.1.38) 


where  S  =  1 1 1  K  for  air.  po  =  1.171 6E-5  m2/s  and  T0  =  273  K  for  air. 
Reynolds  number  per  unit  length: 


Re  _  U  p 


(7.1.39) 


The  data  reduction  procedure  described  above  is  repeated  for  each  separate  test  data  point. 
The  data  reduction  algorithm  is  designed  to  handle  a  wide  variety  of  different  probe  types  (5- 
sensor  or  7-sensor,  conical,  hemispherical  or  faceted  tip),  any  Reynolds  number  and  any 
subsonic  Mach  number. 

Uncertainty  Analysis 

All  measured  values  have  errors,  all  instruments  have  errors  and  all  calculations  using 
experimental  data  have  errors.  Error  is  defined  as  the  difference  between  the  measured  value  and 
the  true  value.  It  is  often  necessary  to  estimate  the  error  to  be  able  to  determine  the  confidence 
that  the  measured  or  predicted  result  is  within  a  specified  range  of  the  true  value.  The  expected 
errors  from  a  measurement  or  prediction  will  be  referred  to  as  the  uncertainty  and  can  be 
estimated  in  several  ways.  Example:  A  calculation,  Z(X,Y),  depends  on  two  measurements,  X 
and  Y,  that  have  associated  random  errors.  The  maximum  values  of  the  two  variables  due  to 
these  uncertainties  are  Xmax  and  Ymax  respectively.  Thus,  there  is  a  possibility  that  the  result 
from  the  calculation  will  be  Z(Xmax,Ymax),  however  it  is  very  unlikely  that  the  maximum 
errors  of  the  two  variables  will  occur  at  the  same  time.  A  more  realistic  measure  for  the 
uncertainty  is  the  most  probable  error  (Moffat,  1982).  In  statistical  calculations  the  standard 
deviation  can  be  a  measure  for  the  most  probable  error  or  uncertainty.  The  standard  deviation  is 
for  multiple  samples  defined  as: 


(7.1.40) 


where  N  is  the  number  of  samples,  x;  is  the  individual  sample  estimate,  *  is  the  average  of  all  the 
estimates  and  a  is  the  standard  deviation  of  the  data.  If  the  measurement  errors  have  a  near 
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Gaussian  distribution,  the  probability  that  the  measurement  is  within  one  standard  deviation 
value  (x  ±  a)  is  approximately  0.67  or  67  %.  This  probability  will  in  many  cases  be  too  low  for 
an  experimenter  to  have  any  confidence  in  the  data.  By  increasing  the  uncertainty  of  the  error  to 
two  times  the  standard  deviation  (x  ±  2g)  a  probability  of  95  %  is  achieved.  It  is  important  to  get 
a  reasonable  estimate  for  the  uncertainty,  since  it  can  be  just  as  unfortunate  to  overestimate  the 
uncertainty  as  it  is  to  underestimate  the  uncertainty.  An  underestimation  can  cause  false  security, 
while  an  overestimation  can  discard  good  data  as  being  bad.  For  many  engineering  purposes  one 
standard  deviation  will  describe  the  uncertainty  in  the  data  and  measurements  that  fall  outside  of 
three  standard  deviations  are  considered  unacceptable  and  should  be  discarded.  In  multiple- 
sample  theory  where  a  large  number  of  data  is  recorded  under  the  same  conditions,  the 
uncertainty  is  reported  as  the  mean  value  ±  the  standard  deviation  with  given  odds  or  probability. 
However,  in  the  case  of  finding  the  uncertainty  of  pressure  probe  data,  only  one  recording  is 
done  under  a  particular  set  of  conditions.  The  uncertainty  of  such  systems  can  be  estimated  using 
simile-sample  theory  and  is  reported  as  the  uncertainty  with  odds  only  (Moffat,  1982). 


Uncertainly  Analysis  of  Local  Least-Squares  Algorithm 


To  find  the  uncertainties  of  the  local  least-squares  data  reduction  algorithm  an  extensive 
analytical  and  numerical  analysis  was  performed.  The  procedures  to  find  and  determine  the 
uncertainties  of  the  algorithm  are  shown  in  table  7.1 . 

Table  7.1.  Determining  the  uncertainties  of  multi-hole  pressure  probe  measurements. 


Procedures _ _ _ _ 

Investigate  all  sources  of  error 

A  combined  analytical  and  numerical  analysis  of  how  uncertainties  in  the  pressure 
measurements  propagate  through  the  algorithm 
Evaluation  of  the  LLS  surface  fitting  procedure 

Evaluating  uncertainty  (standard  deviation)  of  the  algorithm  using  data  verification  test 
files  "  _  — 


Attention  should  also  be  directed  to  the  problem  of  bias  or  systematic  error,  which  is 
error  that  is  roughly  constant  throughout  the  sampling  of  the  data.  Such  errors  can  be  due  to 
errors  in  the  reading  of  the  reference  manometer,  hysteresis  and  temperature  drift  of  pressure 
sensors  and  probe  positioning  and  measurement.  Bias  errors  are  ignored  in  this  analysis  because 
the  experimenter  should  identify  them  and  they  can  be  accounted  for.  Errors  due  to  non-linearity 
and  the  averaged  sequential  recording  of  pressures  are  summed  up  in  an  uncertainty  in  the 
pressure  reading.  The  errors  analyzed  are  errors  due  to  the  data  reduction  technique  and  the 
interpolation  routines. 

There  are  two  different  ways  to  analyze  the  uncertainty,  the  worst-case  approach  or  the 
constant  odds  approach.  The  uncertainty  of  a  function  R,  that  depends  on  a  number  of 
independent  variables  x„  with  associated  uncertainty  5xj,  can  be  described  as: 

Worst  case: 
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(7.1.41) 
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(7.1.42) 


The  general  form  for  constant  odds  uncertainty  predictions  was  shown  by  Kline  and 
McClintock  (1953)  to  estimate  the  uncertainty  in  R  with  good  accuracy.  The  constant  odds 
uncertainty  prediction  requires  that  each  of  the  x,’s  are  independent  variables  and  that  they  have  a 
Gaussian  error  distribution. 

Each  of  the  coefficients  (R  =  ba,  bp,  be,  b*,  At  and  As)  were  differentiated  with  respect  to 
all  the  pressure  terms  (x,  =  Pi).  Eight  expressions  are  denved  from  the  constant  odds  equation 
shown  above  (Wenger  and  Devenport,  1998).  Perturbed  values  for  each  of  the  pressure 
dependent  coefficients  are  found  from  (tables  7.2  and  7.3): 

Table  7.2.  Low  angle  perturbed  coefficient  expressions. 

Expressions  for  Low  Angle  Flow _ _ 

5b„(pi..p5,  5p|..  Sp5,  Pstatici  bpstatici  Ptotali  5plotal) 
t)b|d  pi-.p.s,  5pi  -  bps,  Pstalici  5pstatic7  Ptotali  Sptotal) 

SA,  l,m  anglc(Pl--P5,  Sp ]  .  Sp5,  Psiatic,  Spstatic,  Pioial,  §Plotal) 

bAsiov^  angle  (Pl-P5-  Spi..  Sp5,  Pstatic,  Spstatio  PlotaU  Sptotal) - - - ■ - 

Table  7.3.  High  angle  perturbed  coefficient  expressions. 

Expressions  for  High  Angle  Flow - - - - - - - 

(5bii(  P|..p?.  bpi-.  5p5,  pstaiici  bpstatic-  PtotaU  Sptotal) 
bb0(  Pi-.ps.  <5p  1 . .  bps,  Pstatici  bpstatic,  PtotaU  5plotal) 
b  A(  high  anglc(P  1  •  - P 5 •  5p  1  - .  bp?,  Pstatic,  §Pstatic,  PtotaU  Sptotal) 

bA..  huth  anple(Pl  ••PS.  Sp|..  bps,  Pstatic,  5pstaiic-  PtotaU  Sptotal) - _______ — - - 


It  is  assumed  that  the  error  introduced  by  the  pressure  transducer  is  normally  distributed. 
To  simulate  perturbed  pressure  values  a  random  Gaussian  distribution  of  pressure  perturbations 
is  created.  Using  information  collected  from  the  ESP  user  manual,  the  maximum  expected  error 
from  the  ESP  is  assumed  to  be  less  than  0.07  %  of  full  scale  output  (FSO).  The  ESP  unit  FSO  is 
10  inches  of  water  and  assuming  that  0.07  %  FSO  equals  3a,  the  standard  deviation  of  the  unit  is 
calculated  to  0.0044  Torr.  Thus,  the  perturbation  in  pressure  is  assumed  to  have  a  standard 
deviation  (uncertainty),  o=0.005  Torr  and  being  unbiased:  p=0.0  Torr.  A  data  file  containing  the 


perturbation  pressures  was  created  and  used  as  random  pressure  perturbations  in  the  modified 
data  reduction  algorithm  described  above  (figure  7.1.5). 
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Figure  7.1.5.  Gaussian  distribution  of  perturbation  pressures. 


The  data  reduction  algorithm  uses  six  local  calibration  data  points  to  estimate  one  test 
point.  The  5  port  pressures  from  each  of  these  points  are  perturbed  using  random  values  from  the 
perturbation  file.  Also,  for  each  calibration  data  point  the  four  non-dimensional  coefficients,  bi, 
b.  A,  and  As  are  calculated.  A  second  set  of  perturbed  coefficients  is  calculated  from  the 
expressions  derived  above  (tables  7.2  and  7.3)  using  random  perturbation  pressure  values.  All  the 
six  calibration  data  points  are  perturbed  in  this  manner,  resulting  in  randomly  perturbed  non- 
dimensional  coefficients  and  interpolation  surfaces.  The  reduction  is  executed  and  the  results 
from  the  perturbed  analysis  are  compared  to  the  results  from  an  unperturbed  analysis.  T  e 
uncertainty  is  defined  as  one  standard  deviation  of  the  difference  between  the  results  obtained 
from  the  unperturbed  surface  and  the  results  from  the  perturbed  surface  (table  7.4). 


Table  7.4.  Calculated  standard  deviation  using  the  analytical  constant  odds  approach. 


Data 

Standard  deviation 

Units 

Pitch  Cone 

0.1369 

[deg] 

Yaw  Roll 

0.1972 

[deg] 

Velocitv 

0.3212 

[%] 

Surface  Fit  Evaluation 

An  estimation  of  the  errors  induced  from  using  a  linear  least-squares  interpolation 
technique  was  performed.  The  surface  fitting  procedure  in  many  conventional  data  reduction 
aluorithms  is  found  to  be  one  of  the  greatest  sources  of  error.  A  global  surface  fitting  procedure 
will  complicate  the  structure  of  the  surface  because  the  probe  tip  surface  on  a  small  probe  usually 
contains  irregularities  that  will  be  reflected  in  the  measured  pressures  and  non-dimensional 
coefficients  Even  smaller  sector  sized  surfaces  have  these  problems  when  trying  to  fit  an 
interpolation  surface  to  all  calibration  points  in  that  sector.  A  local  least-squares  approach  can  be 
more  accurate,  because  the  surface  is  only  covering  a  small  segment  of  the  probe  and  uses  few 
data  points.  A  linear  local  least-squares  surface  can  create  a  very  good  approximation  to  the 
actual  data  assumed  that  there  is  dense  grid  of  calibration  data. 
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A  procedure  to  validate  the  accuracy  of  the  LLS  routine  was  performed  using  a  known 
model  surface.  For  each  of  the  separate  sectors  on  a  7-hole  probe  a  surface  was  created  using  all 
the  calibration  data  points  belonging  to  that  sector.  A  second  order  polynomial  surface  was 
created  using  surface  fitting  software.  The  resultant  error  (R“)  of  approximating  a  second  order 
surface  over  all  the  calibration  data  points  in  each  sector  was  reasonably  good.  The  second  order 
surface  will  now  be  regarded  as  a  model  surface  because  it  contains  similar  characteristics  as 
'  would  an  actual  calibration  surface.  Because  the  polynomial  expression  is  known  for  the  surface, 
a  grid  of  angle  coefficients  is  created  with  corresponding  exact  values  for  the  angles.  The  new 
grid  is  created  to  have  similar  density  and  distribution  of  data  points  as  the  actual  surface.  For  the 
created  range  of  test  points  the  exact  values  for  the  pressure  coefficients  and  the  angles  are 
known  through  the  four  model  surface  polynomials.  The  new  test  file  is  reduced  using  a 
modified  version  of  the  LLS  algorithm  that  only  reads  the  test  data  coefficients  and  finds  the 
closest  (by  Euclidean  distance)  6  coefficients  in  the  calibration  file  and  interpolates  the  value  for 
the  test  data  angle.  The  error  is  calculated  as  the  difference  of  the  LLS  calculated  angle  and  the 
exact  angle  calculated  by  the  polynomial  expression  for  the  model  surface.  The  data  reduction 
also  selects  which  calibration  points  to  use  in  the  data  reduction  such  that  this  method  can  also 
serve  as  a  measure  for  the  quality  of  the  data  point  search  routine. 

As  described  the  surface  fit  is  most  probably  not  a  smooth  2nd  order  polynomial  surface 
over  an  entire  sector  and  the  surface  might  exhibit  larger  curvature  locally.  Several  “worst  case 
examples  were  analyzed  by  fitting  a  higher  curvature  surface  through  fewer  data  points. 
However,  the  results  from  this  analysis  found  that  the  contributing  errors  due  to  the  local  least- 
squares  surface  fit  are  negligible.  Discrepancies  between  the  fitted  surface  and  the  model  surface 
were  on  the  order  of  1  O'5  degrees  for  angle  calculations  and  10'3  percent  for  velocity  calculations. 

Evaluating  the  LLS  Algorithm  Using  Test  Verification  Files 

When  calibrating  multi-hole  pressure  probes,  a  common  practice  is  to  record  a  separate 
test  tile  using  non-coinciding  data  points.  The  pressures  and  the  angles  for  the  test  file  are 
recorded  in  the  same  sequence  as  the  calibration  data  file  such  that  it  can  be  used  as  a  verification 
of  the  quality  of  the  calibration  and  the  data  reduction  algorithm.  Several  verification  files  from 
several  different  probes  calibrated  in  different  facilities  were  reduced  with  the  developed 
algorithm,  with  excellent  results.  The  results  for  a  typical  probe  are  shown  in  Table  7.5.  As  seen 
from  tables  7.4  and  7.5  there  is  good  correspondence  between  the  calculated  uncertainty  and  the 
measurement  errors  from  the  data  verification  files.  The  quality  of  the  calibration  and  the  data 
reduction  is  measured  using  the  discrepancies  between  the  angles  and  velocity  in  the  verification 
file  and  the  predicted  angles  and  velocity  (figures  7.1.6  to  7.1.9). 

Table  5.  Average  error  standard  deviations  from  a  number  of  experimental  test 

verification  files. 


Data 

Standard  deviation 

Units 

Pitch  /  Cone 

0.1465 

[deg] 

Yaw  /  Roll 

0.1855 

[deg] 

Velocity 

0.3426 

[%1 

40 


Absolute  Error  [deg] 
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Figure  7.1.6.  Exact  and  predicted  pitch  and  yaw  angles  for  test  verification  data. 
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Figure  7.1.7.  Absolute  pitch  angle  error  in  degrees.  Mean  error  :  0.151,  max  error:  1.32, 

standard  deviation:  0.173. 
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Figure  7.1.8.  Absolute  yaw  angle  error  in  degrees.  Mean  error  :  0.0888,  max  error:  0.291, 

standard  deviation:  0.0742. 
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Figure  7.1.9.  Absolute  velocity  error  in  percent.  Mean  error  :  0.116,  max  error:  0.370, 

standard  deviation:  0.0862. 
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7.2.  Neuraj  Network  Algorithm 


Nomenclature: 

Bp  pitch  angle  pressure  coefficient 

By  yaw  angle  pressure  coefficient 

Bc  cone  angle  pressure  coefficient 

Br  roll  angle  pressure  coefficient 

a  pitch  flow  angle 

P  yaw  flow  angle 

6  cone  flow  angle 

(f>  roll  flow  angle 

A,  total  pressure  coefficient 

As  static  pressure  coefficient 

p,  pressure  reading  at  orifice  i  of  the  probe 

p~  pressure  reading  at  peripheral  port  adjacent  to  port  i,  in  the  clockwise  direction  when 
looking  into  the  probe  tip 

p"  pressure  reading  at  peripheral  port  adjacent  to  port  i,  in  the  counter-clockwise  direction 
when  looking  into  the  probe  tip 
q  characteristic  of  dynamic  pressure 
e  sum-squared  error 

weight  applied  to  the  connection  to  node  i  on  layer  h  from  node  j  on  layer  h-1 
x1’  sum  of  node  weighted  inputs 

f'1  activation  function  for  node  i  on  layer  h 
o'1  output  of  node  i  on  layer  h 

S'l  error  sensitivity  per  node 

a  momentum  coefficient 

r|  learning  rate  coefficient 

I  identity  matrix 

J  error  Jacobian  matrix 

E  error  vector 

Cr  generic  pressure  coefficient;  could  stand  for  any  of:  Bp,  Bc,  By,  Br,  At,  As 

tX),  uncertainty  in  the  calculation  of  Cp 

Sp,  uncertainty  in  the  measurement  of  pressure  pi 


General 

In  this  section,  we  present  the  development  of  novel  neural-network-based  steady 
calibration  algorithm  for  miniature  pressure  probes.  A  backpropagation-based  neural  network 
calibration  algorithm  was  developed  for  these  probes,  with  flexibility  in  network  architecture 
design  and  network  self-optimization  capabilities.  In  the  feedforward  mode  the  algorithm  yields 
computational  speeds  an  order  of  magnitude  higher  than  those  typically  achieved  by  similar 
accuracy  interpolation  algorithms.  The  new  algorithm  has  prediction  accuracies  of  0.28  degrees 
in  the  flow  angles  and  0.35%  in  the  velocity  magnitude. 
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== 

in  the  aircraft  control  systems  as  we  as  re  Neural  networks  were 

flows  (Schreck  et  ah,  1993;  Schreck  and  Faller,  199*  Fan 1990)^  ^ 

coupled  with  flow  measurement  tools  sue  as  a  iqqm  In  the  present  work,  a  novel 

separated  and  recirculating  flows  (Kins^r  an  e ^  into '  i  ^  ^  ^  calibration  of  multi-hole 
neura*  network  calibration .  scheme  has  been  fo  a  ,arge  database  of  calibration 

pressure  probes  (5-hole  or  7  note).  p  w  Om  tn  7S  decrees).  The  calibration  data 

information  taken  over  a  large  range  of  ow  cone  ang  variables  based  on 

is  then  used  to  train  a  multi-layer  neural  a  NeS  Information  file  is 

calculated  pressure  coefficients.  Dunng  e  f  th e  network  weights  and  biases.  Subsequently, 
generated  that  contains  the  necessary  details  of  the  network ^  ^  flow 

test  data  presented  to  the  network  is  processe  in  This  versatile  technique  allows  for 

direction  and  magnitude  based  on  the  network’s  data, 

non-uniform  calibration  grids,  dense  calibration  gnds  ^  the  speed  in 

provides  high  prediction  accuracy  an  is  very  calibration  file  in  contrast  to  conventional 

the  feedforward  mode  is  independent  o  e  S1^  .  i  qqm  of  similar  accuracy  whose  speed  is 

data-acquisition  and  data  post-processing  codes)  extremely  easy. 

Researchers  the  flight-test  — it ,  have l  used  the  principles  «« 
develop  hush  air  dahr >  systems (Larson  e  1987,  Urson  «  a  .  ^  ._ted  with  lt,  le 

and  in  essence  o^erajes. 

some  efforts,  neural  networks  have  been  success  y  u  ,  systems  have  a 

inforjnation  from  the  pressure  measurements ‘  and  «  not 

different  port  arrangement  than  typical  5  and  7-hole  probes,  a  hi^ernumD^  ^  ^  for 

plagued  by  calibration  issues  that  emwge  as  a  resu  g  m  tQ  another.  For  the  miniature 

example  is  the  transportability  of  the  ca  i  r  without  compromising  measurement 

the  si/e  ot  the  probe. 


Network  Architecture 

An  artificial  neural  network  is  composed  of  processing  elements  called  nodes,  with  each 

fsspsiliil 

nodes  with  the  first  layer  typically  having  as  ™any  "  ,  p-  ?  2  \  shows  a  typical 
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u  «  inmit  laver  accents  two  input  elements.  There  are  two  hidden 
lawrs°^d  clneoutput5  layer.  The  output  of  each  node  in  a  layer  serves  as  input  to  the  nodes  of  the 
next  layer.  In  the  figure,  fl  through  f9  are  the  activation  functions  applied  at  each  no  e. 

A  node's  output  o*  is  given  by: 


frP  0-2A) 


where  superscript  h  denotes  the  layer  number,  subscript  i  denotes  the  node  in  question,  and 
subscript  j  denotes  the  node  in  the  previous  (h-1)  layer. 


Pitch  Angle 


Fioure  7.2.1.  A  typical  network  structure  that  takes  a  two-element  input  to  train  for  and 

predict  the  pitch  angle. 


The  artificial  neural  network  algorithm  that  has  been  developed  utilizes  coefficients 
calculated  from  probe  calibration  pressure  data  for  the  training  of  a  set  of  neural  network^  For 
the  7-hole  probePeach  network  utilizes  two  system  inputs  -  the  two  pressure  coefficients  Bp  (o 
B  )  B  (orPBr)  -  and  four  system  outputs  -  At,  As,  pitch  a  (or  cone  0)  and  yaw  |3  (or  rol  <j>) 
angles'  1  large  training  set  of  data  containing  cone  and  roll  angles  and  the 
is  taken  using  a  calibration  apparatus.  The  pressures  are  reduced  to  the  relevant  pressure 
coefficients.  The  network  uses  this  information  as  its  training  data  and,  through  a  training 
algorithm  adjusts  its  weights  to  minimize  the  resultant  error  between  the  predicted  and  the  ex 
values  of  the  outputs.  Once  the  network  is  trained,  measured  pressure  data,  that  may  or  may  n 
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coincide  with  the  training  data,  can  be  input  to  the  network  which  then  predicts  the  flow 
variables  (velocity  and  angles)  corresponding  to  the  measured  pressures. 

It  was  seen  that  if  the  high-angle  sectors  were  further  split  up  to  improve  the  description 
of  the  measurement  domain  as  shown  in  figure  7.2.2,  higher  prediction  accuracy  could  be 
achieved  (although  this  figure  refers  to  a  7-hole  probe,  the  splitting  of  the  sectors  is  quite 
analogous  in  the  case  of  a  5-hole  probe).  This  was  expected  from  our  previous  neural  network 
experience  in  which  it  became  repeatedly  obvious  that  the  more  complicated  the  function  to  be 
represented  and  the  bigger  its  definition  domain,  the  harder  the  task  of  finding  a  neural  network 
with  high  modeling  accuracy.  So  the  high-angle  sectors  were  first  split  into  low-high  and  high- 
hiizh  regimes.  The  high-high  regimes  were  further  split  laterally  (in  roll).  For  example,  sector  2 
of" figure  3  was  replaced  by  three  such  subsectors  in  figure  7.2.2:  2  (low-high),  and  13,  14  (high- 
high).  In  this  way,  a  7-hole  probe  was  split  up  to  have  as  many  as  19  sectors.  A  5-hole  probe 
would  be  split  into  13  sectors.  Care  was  taken  to  ensure  that  there  was  at  least  a  5  overlap  (in 
cone  and  roll)  between  adjacent  sectors.  This  is  done  in  order  to  deal  with  calibration  and  test 
points  that  lie  near  the  borders  of  adjacent  sectors. 


Figure  7.2.2.  The  7-hole  domain  split  up  to  enhance  neural  network  performance. 


Artificial  Learning 

An  artificial  neural  network  leams  by  adjusting  the  values  of  its  weights  through  a 
training  process.  The  training  process  consists  of  giving  the  neural  network  sample  input-output 
data  pairs  and  letting  the  neural  network  algorithm  adjust  the  weights  until  it  can  produce  the 
correct  output  for  each  input.  This  procedure  is  called  supervised  learning.  Backpropagation  is 
one  method  of  self-correction.  During  this  process,  input  is  applied  to  the  first  layer  of  a  neural 
network  and  propagated  through  until  an  output  is  generated  at  the  last  layer  of  the  neural 
network.  The  output  obtained  through  forward  propagation  is  then  compared  with  the  desired 
output  to  generate  an  error  signal.  The  error  is  then  distributed  back  to  the  nodes  of  the  previous 
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layer  according  to  their  contribution  to  the  error.  This  process  is  repeated  for  all  layers,  updating 
the  weights.  The  neural  network  is  iteratively  trained  with  several  input-output  vector  sets  until  it 
has  all  of  the  training  data  encoded  into  it.  Once  the  network  has  correctly  encoded  the  training 
data,  it  can  process  input  data  according  to  the  parameters  set  forth  by  the  training  process.  It  is 
important  to  note  that  the  trained  neural  network  will  perform  only  as  well  as  the  training  data 
allows.  For  this  reason,  care  should  be  taken  in  selecting  the  set  of  training  vectors. 

Typically,  the  question  of  error  convergence  to  a  local  or  global  minimum  arises.  If  the 
backpropagation  algorithm  converges  to  a  local  minimum,  learning  will  then  cease  and  the  error 
of  the  network  output  may  be  unacceptably  high.  Two  simple  methods  of  dealing  with  this 
circumstance  are  to  increase  the  number  of  hidden  layers  or  to  start  over  the  training  process  with 
a  different  set  of  initial  weights.  When  the  backpropagation  algorithm  does  reach  an  acceptable 
solution,  there  is  no  guarantee  that  it  has  reached  the  global  minimum.  But  as  long  as  the  solution 
is  acceptable  from  an  error  standpoint,  convergence  to  a  local  minimum  is  irrelevant.  To  avoid 
the  situation  of  the  algorithm  converging  to  a  local  minimum  without  reaching  a  desired 
minimum  error,  momentum  learning  was  implemented  in  the  code.  Momentum  learning  allows 
the  network  to  respond,  not  only  to  the  local  gradient  of  the  error  surface,  but  also  to  recent 
trends  in  the  error  surface.  The  algorithm  is  thus  less  likely  to  get  trapped  in  local  minima.  To 
speed  up  convergence,  adaptive  learning  was  also  implemented.  Adaptive  learning  allows  the 
learning  rate  to  vary  depending  on  the  output  error.  This  allows  the  network  to  adapt  the  learning 
rate  to  the  local  terrain  of  the  error  surface.  When  a  larger  rate  is  possible  for  stable  learning,  the 
rate  is  increased.  When  smaller  learning  rate  is  required,  the  rate  is  automatically  decreased. 

The  training  algorithm  accepts  as  its  input  a  raw  pressure  data  file  containing  the 
calibration  data  for  the  probe.  This  data  file  is  then  converted  to  training  vector  files  for  every 
sector  of  the  probe.  The  training  vector  files  are  used  to  train  the  neural  networks  by 
backpropagation.  Weight  initialization  is  performed  either  by  generating  random  weights  or  by 
using  existing  weights  files  from  previously  trained  similar  networks.  During  training,  the  weight 
matrices  are  updated  using  a  steepest  descent  technique  to  progress  towards  the  minimum  error. 
The  error  is  calculated  at  each  node  on  the  output  layer  as  the  difference  in  the  predicted  and 
known  outputs: 


dfkH  (a" )  „  ,  0 

d"  =  — (o'  -known)  (7.2.2) 

dxk 

where  6"  is  the  error  sensitivity  for  node  k  on  the  output  layer  H.  The  error  is  backpropagated 
through  the  network  by  the  following  recurrence  relation  (Freeman  and  Skapura,  1992;  Fausett, 
1994;  Hagan  et  al.,  1996;  Hassoun,  1997): 

(5*-'  =  ]\X[  -Yw'S1:  ;  h  =  2...H  (7.2.3) 

'  dx.  t 

For  each  of  the  nodes  in  the  hidden  layers,  8*  represents  the  contribution  of  error  to  the  network 
output.  The  weight  changes  at  each  node  are  then  calculated  by  the  following  learning  rule: 
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A  wh(t  + 1)  =  «Av\v  (t )  +  (1  -  a)rj5. 


(7.2.4) 


where  Awj}(0  is  the  change 
layer  h-1,  and  5* of'  is  the 
expressed  as: 


is  the  change  in  weights  for  layer  h  at  iteration  t,  o  f  is  the  output  of  node  j  on 
S"nk-'  is  the  estimated  error  gradient  calculated  for  each  weight,  which  can  be 


T  =  S<°J 


(7.2.5) 


As  previously  mentioned,  to  aid  in  convergence,  a  momentum  term  a  is  used  tc .dampen 

dlStr^h^ing  rate  is 

changes  are  discarded. 

To  further  improve  the  convergence  rate,  the  Levenberg-Marquardt  optimization  method 
was  implemented  (Demuth  et  al,  199): 


AW=(J  r  J+kl)' 


(7.2.5) 


—Si 

algorithm  to  insure  satisfactory  convergence  and  to  stimulate  learning. 


Network  Optimization 

Different  network  architectures  will  obviously  produce  different  levels  of  prediction 

mrnimMm 
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architectures  for  5-hole  probes,  7-hole  probes,  conical  hemispherical  and  fac^  *p lecture 
and  sphencal  omni-probes.  For  the  probes  calibrated  here,  the  typical  optimal  architecture 
consisted  of  one  input  layer,  two  hidden  layers  and  one  output  layer,  and  the  number  of  nodes 
per  hidden  layer  were  typically  8  and  4  for  the  first  and  second  hidden 

activation  functions  that  worked  the  best  were:  linear,  sine,  cosine,  hyperbolic  tangent  and 
sigmoid. 


Calibration  Hardw  are  and  Setup 

Pressure  data-acquisition  during  probe  calibration  and  use  was  performed  with  a  ■ 32- 
transducer  Electronic  Pressure  Scanner  (ESP)  from  PSI,  Inc.  with  a  pressure  ^ge  of  ±10  ^0. 
The  ESP  pressure  scanner  was  interfaced  to  a  laboratory  computer  an  was  c  /,nn£\  a 

The  calibration  was  performed  using  the  apparatus  described  in  Kinser  and  Redimotis  0996). 
16-bit  A/D  board  from  ComputerBoards  was  used  to  perform  data-acquisition.  A  dual-axis 
stepper-motor  assembly,  which  is  computer  controlled  can  vary  the  cone  and  rol « 
theranges  (0°,  180°)  and  (-180°,  180°)  respectively.  The  positioning  resolution  for  the  ca  hbration 
assembly  is  0  32"  in  cone  and  0.9°  in  roll.  To  be  able  to  assess  the  accuracy  of  the  calibration 
technique,  test  data  were  also  collected  which  involved  positioning  of  the  probe  at  several  known 

orientations,  (a^,  ptest).  or  (9tesb  W’  none  of  them  coincldent  Wlth  any  °f  onentatlon 
used  for  calibration,  (acal,  Pcal)  or  (0cal,  4>cal)*  and  collect,on  °f  the  preSSUreS'  TheSC 
were  fed  into  the  calibration  routines  and  a  predicted  pair  (Opred.  Ppred)  or  (9pred’  ^pred^  was 
calculated  The  difference  between  the  two  pairs  (otest,  Ptest)  and  (“pred’  Ppred)  or 
(0test.  dW  and  (0pred,  Ved)  »  a  measure  of  the  calibration  accuracy,  although  some  bias 
errors  are  not  included  (for  example  due  to  tunnel  flow  angularity,  as  seen  later  in  section  ). 

Calibration  and  data  acquisition  were  performed  in  the  Texas  A&M  3’x  4’  Aerospace 
Engineering  Wind  Tunnel.  This  is  a  closed  circuit  tunnel  with  a  test  section  equipped  with  a 
breather  so  that  the  static  freestream  pressure  is  equal  to  the  control  room  pressure  The  clear 
Plesiulas  test  section  is  4  ft.  wide,  3  ft.  tall  and  6  ft.  long.  The  contract, on  ra  te  is  9.1.  The 
maximum  speed  achieved  in  the  tunnel  is  about  150  ft/sec  with  freestream  turbulence  less  than 
0.16%.  To  avoid  temperature  fluctuations  over  time,  there  is  an  active  cooling  system  to  keep  the 
freestream  temperature  at  60  F  during  testing. 


Discussion  of  Results  and  Error  Analysis 

One  of  the  salient  features  of  the  calibration  algorithm  developed  is  the  range  of  available 
control  over  the  network  architecture.  Typical  commercial  codes  allow  for  an  input  layer,  a  few 
hidden  lavers  (limited  number)  each  one  with  a  specific  activation  function  for  the  entire  laye 
and  an  output  layer  with  its  activation  function.  The  code  developed  here  allows  the  user  o 
specify  different  activation  functions  at  each  node.  The  activation  functions  fl  through 
figure  7  1  can  be  selected  from  a  database  of  functions  or  can  be  user-defined.  These  function 

include  constant,  linear,  quadratic,  cubic,  logsig,  tansig,  cosine,  sine  and  exponential  functions. 
These  functions  can  be  customized  and  the  user  can  define  new  activation  functions. 
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To  assess  the  effect  of  using  multiple  activation  function  within  a  layer,  two  types  of 
network  architectures  were  trained  on  data  from  analytical  polynomials  and  actual  probe 
calibration  data.  The  first  architecture  had  one  type  of  activation  function  per  ayer  w 
second  employed  multiple  functions  within  a  layer.  Both  network  architectures  were  op  imiz 

pd^omirrsdected'fo^thfMest^owever^th^m^ti-ftmcton  netwo^re^ir^  only^layere,  4 
nodes  and  10  weights  to  achieve  better  results  than  the  4  layer,  10  node  34  weight  g 
firnctioiVlayer  network.  The  convergence  rate  for  the  multi-function  network  is  markedly  better 
35  rmure  7  2  3  illustrates.  Of  the  two  architectures,  multi-function  layer  networks  have  been 
consistently  found  to  have  higher  convergence  rates  and  converge  to  lower  error  levels. 


Once  the  network  has  been  trained  to  a  satisfactory  level  of  convergence,  an  output 
binary  file  is  then  created  which  contains  all  the  trained  network  information.  This  binary  file  is 
used  by  the  feedfoiward  procedure  for  reducing  any  new  pressure  data  acquired  with  the 
calibrated  probe,  to  the  velocity  components  and  the  orientation  angles.  This  feedforward  mode 
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is  exceptionally  fast  as  compared  to  similar  accuracy  local  least  squares  interpolation  techniques 
and  is  not  dependent  on  the  size  of  the  calibration  data  file.  Typically,  the  neural  network  code 
can  reduce  a  test  data  file  that  contains  100  test  points  in  just  about  5  seconds  whereas  the  same 
test  file  may  take  about  a  minute  to  be  processed  by  the  local  least  squares  interpolation 
technique.  As  mentioned  in  the  introduction,  this  increased  data  reduction  rate  ot  the  neural 
network  algorithm  makes  it  suitable  for  applications  like  air-data  systems,  where  several 
readings  per  second  are  required. 

A  miniature  5-hole  probe,  0.063”  (frlo”)  in  diameter  was  calibrated  at  a  free-steam 
velocity  of  70ft/sec.  The  high  angle  sectors  were  split  up  as  described  above  to  enhance  the 
performance  of  the  networks.  Figure  7.2.4  shows  the  predictions  for  the  flow  angles  both  in  low- 
angle  and  high-angle  sectors.  Typical  calibration  performance  results  are  shown  in  figures  7.2.5 
in  "the  form  of  error  histograms.  The  error  is  represented  along  the  horizontal  axis,  while  the 
vertical  axis  (labeled  “frequency”)  represents  the  number  of  points  in  a  specific  error  bin.  The 
error  band  of  a  specific  bin  is  indicated  by  the  width  of  the  corresponding  vertical  bar.  From 
these  histograms  the  following  error  statistics  can  be  calculated: 
pitch  angle:  average  absolute  error  =  0.22°  ,  standard  deviation  of  error  =  0.26 0 
yaw  angle:  av  erage  absolute  error  =  0.28°,  standard  deviation  of  error  =  0.34 0 
cone  angle:  average  absolute  error  =  0. 1 5°,  standard  deviation  of  error  =  0. 1 8  0 
roll  angle:  average  absolute  error  =  0. 1 7°,  standard  deviation  of  error  =  0.2 1 0 
velocity  magnitude:  average  absolute  error  =  0.35%,  standard  deviation  of  error  —  0.52  /o. 

The  higher  error  levels  in  the  pitch  and  yaw  angle  prediction  (low-angle  sector),  as 
compared  to  the  error  levels  in  the  cone  and  roll  angle  prediction  (high-angle  sectors)  are  due  to 
the  fact  that,  as  previously  discussed,  each  of  the  high-angle  sectors  was  further  split  up  to 
several  sub-sectors,  and  each  sub-sector  was  calibrated  individually,  while  no  such  sub-division 
was  applied  to  the  low-angle  sector. 

The  uncertainty  analysis  presented  below  is  based  on  the  techniques  discussed  in  Moffat, 
(1982)  and  their  application  to  the  multi-hole  probe  problem  follows  the  procedures  discussed  in 
Zilliac  (1993).  First,  the  uncertainty  of  the  pressure  measurement  hardware  is  estimated.  The 
pressure  scanner  used  was  calibrated  during  calibration  of  the  probe,  on-line,  every  one  hour.  A 
five-point  calibration  was  performed  which  accounted  for  transducer  nonlinearities.  The 
reference  manometer  used  for  calibration  had  an  uncertainty  of  0.005  Torr  for  the  range  of 
pressures  used  here  (+/-  6  Torr).  The  above  combination  along  with  a  one-count  A/D  conversion 
uncertainty  of  the  16-bit  A/D  board,  yielded  a  pressure  measurement  “worst  case”  error  of  0.015 
Torr  or  0.009  inH20.  Errors  in  angular  positioning  were  negligible.  The  resolution  of  the  cone 
and  roll  positioning  stepper  motors  (0.32°  and  0.9°)  should  not  be  confused  with  their 
positioning  precision  which  is  on  the  order  of  arc  seconds.  “Slipping  of  the  stepper  motors 
could  of  course  compromise  the  accuracy,  especially  since  no  angular  positioning  encoders  were 
emploved.  However,  strong  evidence  (although  not  absolute  proof)  that  no  “slipping  occurred 
was  the  fact  that  at  the  end  of  a  calibration  session  the  stepper  motors  returned  the  probe,  as 
instructed,  to  the  exact  orientation  that  it  started  from  at  the  beginning  of  the  session.  If  any 
“slipping”  had  occurred  it  should  have  happened  in  a  fashion  such  that  all  slipping  occurrences 
canceled  themselves  out,  which  is  a  very  unlikely  event.  Bias  errors  due  to  probe  sting  deflection 
were  also  negligible  at  the  speeds  of  calibration  and  for  the  specific  structural  design  of  the  sting. 
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Uncertainty  in  the  tunnel  flow  angularity  will  cause  a  bias  error  if  the  probe  is  tested  or  used  in  a 
different  facility.  However,  for  the  calibration  test  processes  followed  in  this  work,  as  described 
earlier,  flow  angularity  does  not  have  an  effect,  for  the  following  reason.  Both  calibration  and 
test  data  were  taken  in  the  same  facility  and  ffee-stream  velocity,  and  the  calibration  apparatus 
was  designed  such  that  it  maintained  the  probe  tip  always  at  the  same  location,  regardless  of 
probe  orientation. 


20  00 


ooo  H 


•g  -20  00 


o 

exact 

♦ 

predicted 

-40  00  -t - T - ; - 1 - I - 1 - 1 - 1 - 1 - ' - 1 

40  00  50  00  60  00  70  00  80.00  90  00 

test  point  number 


Figure  7.2.4.  Neural  network  prediction  results  for:  pitch  angle,  yaw  angle,  cone  angle,  roll 

angle. 
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Figure  7.2.5.  Prediction  error  histograms  for  pitch,  yaw,  cone  and  roll  angle  and  velocity 

magnitude. 


The  uncertainty  in  the  evaluation  of  the  pressure  coefficients  Bp  ,  By  ,  Bc ,  Br ,  A, ,  As  was 
calculated  using  their  definition  formulas  and  constant-odds  combination  given  by: 


s  C, 


I 


#  Pi 


(7.2.6) 


where  Cp  is  any  of  the  pressure  coefficients  and  5pi  is  the  uncertainty  in  the  measurement  of 
pressure  p,.  Subsequently,  and  in  order  to  see  how  the  uncertainty  in  the  calculation  of  the 
pressure  coefficients  propagates  through  the  neural  network  technique,  a  “jitter”  approach  was 
followed.  The  estimates  of  the  8pj’s  were  obtained  from  a  Gaussian  distribution  with  zero  mean 
and  a  standard  deviation  of  0.005  Torr.  This  was  chosen  so  that  the  “worst  case”  error  in  pressure 
measurement,  i.e.  0.015  Torr,  corresponds  to  three  standard  deviations  from  the  mean,  which  in 
turn  corresponds  to  a  99.5%  probability  that  the  pressure  measurement  error  is  smaller  or  equal 
to  0.015  Torr.  The  above  allowed  the  estimation  of  uncertainty  in  Bp  (or  Bc),  By  (or  Br) ,  A,  and 
A,  for  every  calibration  and  test  point,  through  equation  (7.2.6).  The  obtained  5BP  (or  5BC),  5By 
(or  5Br),  SA,  and  5AS  were  used  to  perturb  the  original  values  of  these  coefficients  for  the 
calibration  points,  and  the  perturbed  values  were  subsequently  used  as  the  inputs  to  train  the 
neural  networks.  Once  the  networks  were  trained,  they  were  used  to  reduce  the  test  data  that 
were  also  perturbed  in  the  manner  explained  above.  The  predictions  obtained  in  this  process 
were  compared  to  those  obtained  from  the  unperturbed  networks  and  test  points,  and  the  standard 
deviation  of  the  differences  between  these  two  yielded  estimates  for  the  overall  uncertainty.  The 
results  are  listed  below: 

Standard  deviation  in  cone  angle  errors:  0.24° 

Standard  deviation  in  roll  angle  errors:  0.37° 

Standard  deviation  in  velocity  magnitude  error:  0.72  % 

Figure  7.2.6  shows  the  histograms  of  these  errors.  The  statistical  properties  of  these 
histograms  are  very  similar  to  the  ones  obtained  from  the  actual  calibration  tests  (figure  7.2.5). 
As  seen  above,  the  error  levels  obtained  from  the  actual  test  are  within  those  predicted  from  the 
uncertainty  analysis.  It  should  be  pointed  out  here  that  the  uncertainty  analysis  presented  here 
applies  strictly  to  “steady-state”  flows.  The  issues  of  probe  calibration  and  measurement 
accuracy  in  unsteady  flow  environments  are  addressed  in  a  different  section. 

In  summary,  a  neural  network  based  probe  calibration  algorithm  was  developed.  The 
algorithm's  features  include  flexibility  in  network  architecture  design  and  network  self¬ 
optimization  capabilities.  The  introduction  of  multiple  activation  function  architectures  had  a 
significant  positive  impact  on  the  network  training  convergence  rates  and  levels.  In  the 
feedforward  mode  the  algorithm  yields  computational  speeds  an  order  of  magnitude  higher  than 
those  typically  achieved  by  similar  accuracy  interpolation  algorithms.  Moreover,  the  small  size 
of  the  feedforward  code  facilitates  its  formulation  into  a  subroutine  and  enhances  its  easy  of 
interfacing  with  other  software.  A  miniature  5-hole  probe  was  calibrated  and  tested  in  the  wind 
tunnel.  The  new  algorithm  combined  with  precision  probe  calibration  hardware  and  procedures 
yielded  prediction  accuracies  of  0.28°  degrees  in  the  angle  prediction  and  0.35%  in  the  velocity 
magnitude  prediction.  Finally,  an  error  analysis  was  performed  on  the  calibration  procedures 
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frequency 


and  algorithm  and  yielded  uncertainty  levels  compatible  with  those  produced  by  the  actual  probe 
test. 
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Figure  7.2.6.  Error  histograms  derived  from  uncertainty  analysis:  (a)  cone  angle  error,  (b) 

roll  angle  error,  (c)  velocity  magnitude  error. 
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8.UNSTEADY  PROBE  CALIBRATION-THEORETICAL  FORMULATION 


Theory  and  Background 

As  it  has  already  been  discussed,  the  unsteady  calibration  of  the  probe  will  have  t0^eaJ 
with  the  modeling  of  the  flow  inertial  effects.  The  inertial  effects  come  from  the  probe-fluid 
interaction  in  an  accelerated  flowfield.  If  a  sphere  is  translating  in  steady  motion  through  an 
inviscid  fluid  at  rest  the  drag  is  zero  (d’Alembert’s  paradox).  The  absence  of  drag  is  due  to  the 
equal  and  opposite  pressure  forces  on  the  windward  and  the  leeward  side  of  the  sphere, 
result  is  naturally  not  observed  in  experiments  due  to  the  viscous  effects  that  are  particu  ar  y 
dominant  on  the  leeward  side  of  the  sphere.  For  the  same  sphere  in  accelerated  translation 
through  a  fluid  at  rest,  the  pressures  on  the  windward  and  leeward  sides  no  longer  balance  and 
there  "is  a  resulting  force  acting  in  the  direction  opposite  to  that  of  the  acceleration.  e 
implications  of  this  phenomenon  for  a  multi-hole  probe  in  an  unsteady  (accelerated)  flowfic  d  is 
that  the  measured  pressure  on  the  surface  of  the  probe  no  longer  depends  only  on  the  total 
pressure  and  tip  geometry  alone,  but  also  on  an  additional  term  that  depends  on  the  rate  of 
change  of  the  velocity  of  the  fluid.  This  section  describes  a  theoretical  method  to  quantity  and 
then  “correct  these  inertial  effects  such  that  a  multi-hole  probe  can  be  successfully  used  in 

unsteady  flow-fields. 

In  incompressible,  irrotational  flows  the  relationship  between  pressure  and  velocity  for 
steady  fluid  flow  is  governed  by  the  steady  Bernoulli  equation: 


p,  =  p<  +\pu2  +psh  (8-1) 

where  p,  is  the  total  pressure  and  ps  is  the  static  pressure.  For  airflows  the  hydrostatic  pressure 
term  puh  is  negligible  and  typically  disregarded,  however  for  water  flow  this  term  can  contribute 
a  si  uni  ft  cant  portion  of  the  total  measured  pressure.  The  following  discussion  of  inertial  effects 
wilfassume  neuliuible  hydrostatic  pressure  contribution.  In  an  isentropic  stagnation  of  a  jet  of  air 
onto  a  solid  surface  (such  as  the  tip  of  a  probe)  the  local  static  pressure  will  increase  to  equal  the 
total  pressure  of  the  flow  (since  at  the  stagnation  point  U=0).  If  now  one  considers  a  sphere 
moving  in  an  infinite  fluid  at  rest  at  a  time  dependent  velocity,  the  Bernoulli  equation  can,  for  a 
body-fixed  reference  frame,  be  written  as: 


(8.2) 

This  equation  describes  the  pressure  in  the  fluid  in  terms  of  the  position  vector  r  and  time  t.  For 
the  sphere,  the  flowfield  is  axisymmetric  such  that  the  position  vector  can  be  described  in  terms 
of  only  two  components  in  a  spherical  coordinate  system,  namely  its  r  and  0  components  (fig. 
8.1).  ' 
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Fig.  8.1.  Definition  of  parameters  for  the  sphere  moving  in  an  infinite  fluid  at  rest. 


The  velocity  potential  <)>  is  a  scalar  describing  the  3-dimensional  velocity  vector  and  is 
defined  by: 


0 


(8.3) 


The  sphere  velocity  ujt)  is  given  as: 

£.’(/)  =  U(i)cos(0)r -U(t)s\n(6)@  (8-4) 

For  a  sphere  the  velocity  potential  can  found  by  setting  up  the  appropriate  boundary  conditions 
using  a  method  of  separation  of  variables  and  assuming  axisymmetnc  flow: 

<f>{Oj)  =  --(/(/)  A- cos(0)  (8-5) 

2  /■' 

Where  the  radius  of  the  sphere  is  given  by  R  and  U(t)  is  the  velocity  of  the  sphere.  It  is  desired  to 
find  the  pressure  distribution  on  the  sphere  surface  as  a  function  of  the  velocity  and  the  angle  0, 
by  calculating  each  of  the  terms  in  the  unsteady  Bernoulli  equation: 

i  ■  <¥  1  DrfC/(/)  ba'i 

Time  derivative  of  the  perturbation  potential:  —  =  --« — -  cos^l 

ct  2  dt  |r_fl 

Gradient  of  the  potential:  V^  =  ^f  +  -— =  f/(/)— cos(^)r +  —  (/(?)— sin(^)^ 

dr  r  da  r  l  r 

Scalar  product  of  the  disturbance  velocity  and  the  disturbance  potential: 
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u{t)- V(f>  =  [t/(/)cos(0),-t/(r)sin(0)]-  C/(r):p-cos(6'),^t/(0^rsin(^) 

=  U(tf  cos2(#)-  — U(tf  sin2(#) 

2  r=R 

The  square  of  the  disturbance  potential: 

-.2  i 

-(v^=  f/(/)^-cos(^),— t/(/)-^-sin(^)  =  “f/(?)2  cos2(^)+-^f/(/)2  sin2  (<9 1 

2  [_  r  2  r  J  2  8  Us 

Substitution  of  the  above  equations  into  the  unsteady  Bernoulli  equation  for  the  translating 
sphere  gives  the  following  expression  for  the  pressure  distribution  on  the  sphere  surface: 

p{8,U,t)  =  ps  +\>pU{tJ^cos\e)-^  +  ^pR^j^-cos{e)  (8.6) 

)  '  " 

This  is  the  pressure  distribution  on  the  surface  of  the  sphere  moving  at  velocity  U(t)  in  a  fluid  at 
rest.  The  same  pressure  distribution  would  also  be  seen  if  the  sphere  is  fixed  and  the  flowfield  is 
moving  with  velocity  U(t). 

The  term  d<J>/dt  term  is  known  as  the  inertial  or  apparent  mass  term.  For  steady  flow  the 
inertial  term  vanishes  and  the  pressure  distribution  on  the  sphere  is  given  by  the  term  I  in 
equation  8.6.  However  for  unsteady  flows  the  inertial  term  will  be  non-zero  and  therefore,  in  the 
case  of  a  multi-hole  probe,  corrections  must  be  made  to  accurately  resolve  the  velocity 
magnitude  from  the  measured  port  pressures.  Term  1  in  equation  8.6  is  the  steady  contribution  to 
the  pressure  distribution  on  the  sphere  and  it  scales  with  the  dynamic  pressure  and  a  geometric 
parameter.  Term  II  is  only  present  in  time  dependent  flowfields,  is  the  unsteady  contribution  to 
the  pressure  distribution  and  scales  with  the  fluid  density,  the  velocity  rate  of  change  and  a 
geometric  parameter,  different  than  that  in  the  steady  term. 

p(O.U,t)  =  ^pf/(/)2f-(9cos(^)2 -5)  +\>pR  (8.7) 

~  cif _ v _ l  1  T/  " 

/ 

Equation  8.7  is  basically  equation  8.6  re-written  to  identify  the  steady  and  unsteady  geometric 
parameters,  while  the  static  pressure  term  ps  has  been  dropped,  leaving  the  surface  pressure  to  be 
described  as  a  differential  quantity  i.e.  with  respect  to  the  static  pressure.  The  geometric 
parameters  are  described  by  1  and  II  (and  also  R)  in  equation  8.7  and  it  will  be  assumed  that  the 
general  form  of  this  equation  is  valid  even  for  non-spherical  shapes,  such  as  hemispheres  or 
approximate  hemispheres.  The  only  terms  expected  to  change  are  the  geometric  terms  I  and  II. 
Thus  we  shall  adapt  this  general  form  to  describe  the  pressure  on  the  surface  of  the  probe: 
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(8.8) 


p(a,  fi,U,  t)  =  j  pU(tf  Cpsleadv  (aj)  +  X-pR  ^  CPms^{a,fi) 

Where  a  and  p  are  the  flow  pitch  and  yaw  angles  relative  to  the  probe  tip.  For  a  sphere,  Cpsteady  is 
identical  to  term  I  and  Cpunsteady  is  identical  to  term  II  in  equation  8.7: 


steady  =  \  (9  C0^f  ~  5)  CPuns,eady  =  M0)  ^ 

Equations  8.9  are  plotted  versus  cone  angle  in  fig.  8.2.  Notice  the  asymmetry  of  the  unsteady 
pressure  coefficient,  which  is  the  factor  that  contributes,  even  for  an  ideal  inviscid  flow,  to  a  drag 
on  the  sphere,  and  is  also  known  as  the  apparent  mass  or  inertial  contribution. 


1  5000  T 


Fig.  8.2.  Theoretical  Cpsteady  (solid  line)  and  Cpunsteady  (dotted  line)  for  a  sphere. 


For  the  sphere  the  inertial  contribution  has  now  been  identified  and  the  pressure 
anywhere  on  its  surface  can  be  calculated  for  a  steady  or  accelerated  flowfield.  The  magnitude  of 
the  inertial  contribution  compared  to  the  steady  contribution  of  the  pressure  on  the  sphere  surface 
depends  on  the  flow  velocity,  rate-of-change  of  velocity  and  the  sphere  size.  To  demonstrate  the 
effects  of  the  inertial  term,  consider  a  2  mm  sphere  in  a  sinusoidally  oscillating  air  stream  with  a 
mean  velocity  of  60  m/s,  30%  amplitude  and  frequency  20  kHz.  The  true  dynamic  pressure  of 
the  flow  (as  in  the  absence  of  the  sphere)  is  given  directly  by: 
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(8.10) 


p*.  = 

The  pressure  that  would  exist  at  the  forward  stagnation  point  on  the  sphere  surface  is  given  by 
equation  8.7  (for  9=0).  Plotting  these  two  pressures  versus  time  reveals  that  the  sphere  pressure 
is  larger  in  amplitude  and  leads  the  flow  dynamic  pressure  in  phase  (fig.  8.3).  It  is  also  seen  that 
the  sphere  pressure  crosses  the  true  dynamic  pressure  at  the  peaks  and  in  the  valleys,  where  the 
velocity  derivative  is  zero. 


Fig.  8.3.  The  pressure  at  the  forward  stagnation  point  (dotted  line)  versus  the  true  total 
pressure  of  the  fluid  in  the  absence  of  the  probe  (solid  line). 

In  the  above  example  the  surface  pressure  on  the  sphere  was  calculated  for  a  known 
flowfield.  however  the  purpose  of  a  multi-hole  probe  is  to  treat  the  flowfield  as  unknown  and 
resolve  the  angularity  and  velocity  magnitude  from  the  measured  port  pressures.  Before  all  of  the 
information  required  to  resolve  such  an  unknown  flowfield  can  be  processed,  it  is  necessary  to 
study  the  probe  surface  pressure  behavior  in  a  known  flowfield. 


Comparison  of  Theoretical  and  Real  Probe 

A  multi-hole  probe  typically  has  a  central  pressure  port  and  4  or  6  peripheral  pressure 
ports.  Equation  8.8.  can  be  modified  such  that  each  of  the  pressure  ports  has  an  associated 
expression  that  relates  the  flow  velocity  and  angularity  with  the  measured  port  pressure.  Note 
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that  the  pitch  and  yaw  angles  (a,  p)  are  global,  i.e.  with  respect  to  the  probe,  not  local,  i.e.  with 
respect  to  the  individual  ports: 


p,  (a,  fi,  U,  t)  =  i  p  U(t)2  Cpsteadyi  (a,  (3)  +  X-p  R  ^  CPunste3d> ,  (a,  0) 


(8.11) 


where  i  indicates  the  ith  port  of  the  multi-hole  probe.  A  theoretical  multi-hole  probe  can  be 
modeled  as  a  sphere  with  ports  at  known  angular  locations.  If  this  theoretical  probe  is  placed  in  a 
flowfield  with  given  incidence  angle,  velocity  and  rate-of-change  of  velocity  the  corresponding 
port  pressures  can  be  found  by  modifying  equation  8.1 1  to  account  for  the  angular  offset  in  port 
locations.  Denoting  pressure  port  i  with  P,  the  forward  center  port  with  C  and  the  stagnation 
point  with  X,  the  problem  reduces  to  finding  0xp  from  fig.  8.4. 


P 


Fig.  8.4.  Finding  the  individual  port  pressures  as  a  function  of  incidence  angle. 


In  figure  8.4,  “CT  denotes  the  center  of  the  sphere  and  all  lengths  OC,  OP  and  OX  are  equal  to 
the  radius  of  the  sphere,  R.  From  geometry,  angle  0XP  is  given  by: 


0W  =  2sin' 


sin 


0D 


-t-sin 


-2  sin 


V  ^  ) 


v  2  j 


sin 


V  2 


COS 


U>xp) 


(8.12) 


where  0P  and  0X  is  the  cone  angle  position  of  the  pressure  port  and  the  stagnation  point, 
respectively.  <f>XP  is  the  difference  between  the  roll  angles  of  the  port  location  and  the  stagnation 
point.  To  investigate  the  assumption  that  a  multi-hole  probe  behaves  in  a  manner  similar  to  a 
sphere,  a  theoretical  5-hole  probe  based  on  a  sphere  was  created.  This  theoretical  probe  had  a 
center  port  at  0  =  0  deg.,  and  4  peripheral  ports  located  at  a  fixed  cone  angle,  0  =  33  deg.  and  roll 
angles  of  0,  90,  1 80  and  270  deg.  (Fig.  8.5). 
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Fi«.  8.5.  Port  numbering  and  definition  of  angle  system  for  theoretical  5-hole  probe. 


The  steady  pressures  on  the  surface  of  this  probe  were  then  compared  with  the  calibration  file  for 
a  real  3.2  mm  hemispherical  tipped  probe  with  port  numbering  identical  to  that  o  lg.  .  an 
pressure  port  diameter  of  0.3  mm.  The  probe  is  hemispherical  within  the  fabrication  limitations, 
i  e  its  shape  deviates  from  a  perfect  hemisphere  and  each  pressure  ports  is  not  a  point,  but  rather 
spans  a  finite  range  of  angles  (due  to  the  port  diameter  which  is  about  1/11  of  the  probe 
diameter),  with  the  port  center  approximately  located  at  a  cone  angle  of  0  33  deg.  This  probe 

was  calibrated  in  a  wind  tunnel  at  30  m/s  using  a  cone  and  roll  angle  system.  The  theoretica 
model  was  used  to  calculate  the  5  port  pressures  for  the  same  angle  combinations  as  in  the  actual 
calibration  tile.  In  figs.  8.6  to  8.8  the  calculated  and  experimental  pressures  for  the  center  po 
and  ports  2  and  3.  are  compared  directly.  Very  reasonable  agreement  is  seen  for  all  pressures. 
Bearinu  in  mind  that  for  such  a  small  probe  tip  the  shape  is  only  nearly  hemispherical  and  that 
the  pressure  ports  are  not  points,  but  rather  span  a  finite  angle,  the  agreement  is  quite  good. 


Onlv  modifications  in  the  steady  Cp  coefficient  for  the  sphere  given  in  equation  8.9  are 
necessary  to  identically  match  the  steady  results  for  a  perfect  hemisphere.  However,  for  a  real 
probe,  calibration  is  necessary  to  create  a  Cp  curve  that  accounts  for  all  of  the  manufacturing 
idiosyncrasies.  The  following  discussion  will  assume  a  probe  with  a  tip  that  behaves  like  a 
sphere  (thus  known  steady  and  unsteady  Cp)  to  derive  a  data  reduction  procedure  to  resoJve  e 
flow  angle  and  velocity  in  an  unknown  unsteady  flowfield.  In  a  later  section  the  calibration 
necessary  to  find  the  steady  and  unsteady  Cp  for  a  real  probe  will  be  discussed. 
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Fig.  8.6.  Theoretical  and  experimental  center  port  pressure  for  roll  angle  of  zero  degrees. 
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Fig.  8.7.  Theoretical  and  experimental  port  2  pressure  for  roll  angle  of  zero  degrees. 
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Fig.  8.8.  Theoretical  and  experimental  port  3  pressure  for  roll  angle  of  zero  degrees. 
Parameters  of  Unsteady  Flowfields 

Some  assumptions  must  be  made  at  this  point  to  ensure  the  validity  of  the  above 
equations.  We  assume  that  there  are  no  spatial  ffeestream  velocity  gradients  over  the  probe 
diameter.  This  leads  to  the  restriction  that  the  wave  length  of  the  oscillations  in  the  oncoming 
fluid  must  be  much  larger  than  the  size  of  the  probe  (Kovasznay  et  al.,  1982): 

kR  «  1  (8-13) 

where  k  is  the  wave  number  of  the  traveling  disturbance/wave  and  R  is  the  radius  of  the  probe. 
Furthermore  it  shall  be  assumed  that  the  flow  oscillations  are  purely  axial,  i.e.  there  are  no 
angular  oscillations  in  the  flowfield.  There  are  no  inertial  effects  caused  by  angular  oscillations. 
Moreover,  in  an  aerodynamic  design  study  of  probe  geometries,  Humm  and  Gossweiler  found 
that  for  cylinders  there  is  negligible  circulation  induced  forces  from  angular  oscillations. 
Assuming  that  these  results  are  also  valid  for  a  sphere  or  a  hemisphere,  the  probe  will  be  able  to 
resolve  flows  in  which  angular  oscillations  are  present,  assuming  again  that  there  are  no 
significant  gradients  over  the  probe  diameter.  To  characterize  unsteady  flows,  a  non-dimensional 
frequency,  (o*  (similar  to  Strouhal  number)  has  traditionally  been  used: 


However  for  a  more  general,  non-periodic  flow,  a  rate-of-change  parameter  K  is  better  suited  to 
non-dimensionalize  equation  8.8: 


K  = 


R 

dt _ 

U2 


(8.15) 


With  this,  equation  8  8  reduces  to: 


Cp{a,/3,K)  = 


piaJ^U/) 


=  Cpsleady{a,p)+KCp 

unsteady  [a,P) 


(8.16) 


where  again  for  a  sphere,  Cps,eady  and  CpUnsteady  are  given  by  equations  8.9.  The  K  parameter  is 
descriptive  of  the  magnitude  of  the  unsteady  or  inertial  effects  seen  by  the  probe.  The  K 
parameter  for  a  periodic  flow  will  also  be  periodic  hence  it  is  not  a  constant  like  the  non- 
dimensional  frequency,  co  . 

Figure  8.9  shows  the  steady  and  unsteady  pressure  contributions  for  a  given  K  value.  For 
a  K.  value  of  0.1  the  measured  pressure  at  the  forward  stagnation  point  is  10  %  higher  than  the 
true  dynamic  pressure  (in  the  absence  of  the  probe).  From  the  expression  in  equation  8.8  the 
error  made  in  the  estimate  of  the  pressure  coefficient,  by  ignoring  the  inertial  term,  is  linearly 
proportional  to  the  probe  size  and  the  rate-of-change  of  velocity  and  inversely  proportional  to  the 
square  of  the  velocity.  To  further  demonstrate  the  point,  consider  a  typical  fast  response  probe 
with  a  hemispherical  tip  (will  be  considered  spherical  for  this  example).  The  probe  has  a  tip 
diameter  of  2  mm  and  is  placed  in  a  oscillating  air  stream  at  zero  incidence  angle.  The  velocity 
signal  is  sinusoidal  at  2  kHz,  with  a  mean  of  60  m/s  and  30%  amplitude.  Figs.  8.10  and  8.11 
shows  the  true  velocity  signal  and  the  calculated  K-coefficient  for  the  time  history.  Fig.  8.12 
shows  the  true  dynamic  pressure  of  the  flow  and  also  the  pressure  that  would  be  measured  at  the 
forward  stagnation  point.  If  the  inertial  effects  are  ignored,  the  error  made  in  the  magnitude  of 
the  pressure  is  equal  to  the  value  of  the  rate-of-change  coefficient.  For  example,  fig.  8.1 1  shows 
a  maximum  K-value  of  0.075,  which  means  that  for  the  2  mm  probe  in  the  described  flowfield  a 
measurement  error  in  the  port  pressure  of  7.5%  is  expected  if  the  inertial  effects  are  not 
accounted  for.  If  the  same  probe  is  placed  in  a  flowfield  oscillating  at  20  kHz  the  effect  is  shown 
in  figs.  8. 1 3  to  8. 1 5  and  one  can  see  an  increase  in  the  error  from  7.5%  to  75%. 


In  light  of  these  plots  one  must  realize  that  both  steady  and  unsteady  probe  calibrations 
are  valuable,  depending  on  the  application.  For  a  range  of  applications  where  the  K  value  is 
sufficiently  small  a  quasi-steady  data  reduction  can  be  used  with  a  high  degree  of  accuracy.  As 
the  K.  value  increases,  the  need  for  unsteady  calibration  becomes  more  and  more  obvious. 
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Fig.  8.9.  The  steady  and  unsteady  contributions  to  the  pressure  coefficient  Cp,  vs.  angle 
from  the  forward  stagnation  point  (0),  and  with  the  rate-of-change  coefficient,  K,  as 

parameter. 
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Fig.  8.10.  Flow  velocity  with  mean  60  m/s,  amplitude  30%  and  frequency  2  kHz. 
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Fig.  8.11.  Rate-of-change  coefficient,  K. 
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Fig.  8.12.  True  dynamic  pressure  and  pressure  that  would  be  measured  at  the  forward 

stagnation  point  on  the  probe. 
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Fi=.  8.15.  True  dynamic  pressure  and  pressure  that  would  be  measured  at  the  forward 

stagnation  point  on  the  probe. 


Calculation  of  Flow  Angle 

Steady  probe  calibration  (see  section  7)  is  performed  to  determine  the  relationship 
between  the^ort  pressures  and  the  flow  incidence  angle.  Two  non-dimensional  pressur 
coefficients  (b!  and  Bp)  are  used  to  describe  this  relationship  and  are  found  from  expenmenta 
calibration  of  the  probe  in  a  steady  flowfield  with  known  total  and  static  pressures  The  probe 5  is 
nh  h  "d  and  vaweS  through  a  range  of  angles  to  simulate  all  possible  angle  inclinations  and  fo 
e  ch  tch  anule  the  port  pressures  are  recorded  and  the  coefficients  calculated^  Polynomial 
surface^  fits  are  created  that  relate  the  incidence  angle  (a  or  f»  to  the  independen  pressure 
coefficients  (B„  and  Bp).  For  steady  data  reduction  of  an  unknown  flowfield  the  independen 
pressure  coefficients  Ba  and  Bp  are  calculated  from  the  measured  port  pressures  and  the  pitch  and 
vaw  angles  of  the  flow  are  given  directly  by  their  individual  polynomial  expressions  This 
procedure  is  well  established  for  steady  probe  calibration  and  data  reduction,  but  in  “ 
or  accelerated  flowfield  the  individual  pressures  that  compose  these  coefficients  also  contain 
inertial  effects  (eq  8  11)  The  contribution  of  the  inertial  term  in  the  measured  pressure  can  be 
ImmllcanX  8T5)  and  .he  effect  .his  has  on  .he  mdependen.  coefficients  must  thus  be 
analyzed.  For  the  port  numbering  in  fig.  8.5  the  definitions  of  B„  and  Bp  are  given  as  (from 
section  7): 
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P5  ~Pa 


P,  -i(p2+P3+p4+P5) 


(8-17) 


Pi  “i(P2  +P3  +P4  +Ps) 


(8.18) 


As  discussed  in  section  7  an  additional  set  of  independent  pressure  coefficients  can  be 
defined  for  high  angle  flows,  however  the  present  discussion  will  be  limited  to  low  angle  ^ws 
(i.e.  where  the  central  pressure  port  sees  the  highest  pressure).  The  functions  in  eqns.  8.17  and 
8  1 8  when  plotted  against  the  pitch  and  yaw  angle  for  the  steady  theoretical  model  reveal  that  Ba 
depends  mostly  on  the  pitch  angle  and  is  nearly  independent  of  the  yaw  angle.  Similarly  Bp 
depends  mostly  on  the  yaw  angle  and  is  nearly  independent  of  the  pitch  angle  This  is  a  resu 
geometric  symmetry  and  potential  flow.  For  a  well-made  probe  the  coefficients  are  also  very 
nearly  independent.  Figs.  8.16  and  8.17  show  the  steady  theoretical  surfaces  for  a  sphere: 


Fig.  8.16.  Ba  surface  vs  pitch  (a)  and  yaw  (P)  angles  for  a  theoretical  5-hole  probe  based  on 

a  sphere. 


70 


Fig.  8.18.  Ba  surface  vs  pitch  (a)  and  yaw  (P)  angles  for  a  real  hemispherical  5-hole  probe 


19.  Bp  surface  vs  pitch  (a)  and  yaw  (P)  angles  for  a  real  hemispherical  5-hole  probe 


Fie 


8.21.  Yaw  (p)  surface  vs  Ba  and  Bp  for  a  real  hemispherical  5-hole  probe. 


Ficrs  8  18  and  8.19  show  the  independent  pressure  coefficients  for  a  real  hemispherical 
tipped  5-hole  probe.  Comparing  figs.  8.18  and  8.19  with  figs.  8.16  and  8.17  the  same  trends  are 
seen  however,  for  a  real  probe,  there  is  a  slight  correlation  between  the  two  coefficients. 
Similarly,  the  angles  can  be  plotted  versus  the  Ba  and  Bp  coefficients,  indicating  how ^we  !  these 
surfaces  behave  and  their  suitability  for  polynomial  surface  fitting  (figs.  8.20  and  8._1 ). 

The  independent  pressure  coefficients  Ba  and  Bp  are  defined  in  terms  of  the  port 
pressures  p„  Using  the  same  expressions  and  dividing  throughout  with  the  dynamic  pressure 
(1  the  coefficients  can  be  described  in  terms  of  pressure  coefficients  according  to  equation 

8  16  The  theoretical  sphere-based  probe  is  used  to  generate  two  sets  of  independent  pressure 
coefficients-  a  steady  set  is  identical  to  what  is  seen  in  figs.  8.16  and  8.17,  the  other  includes  the 
inertial  term  with  its  magnitude  given  by  the  rate-of-change  parameter,  K.  Fo^  K-value^of  zero 
the  steady  and  unsteady  definitions  are  identical,  but  tor  increasing  K-values  at  large  yaw  angles 
the  steady  and  unsteady  values  diverge  (fig.  8.22). 

The  results  in  fig.  8.22  are  quite  remarkable.  The  Bp  coefficient  show  very  little 
dependence  on  the  inertial  term  for  yaw  angle  up  to  about  30  degrees  even  for  very  large  values 
of  K  As  mentioned  earlier  the  low  angle  definition  of  Bc  is  never  used  for  angles  larger  an 
about  half  the  cone  angle  to  the  peripheral  ports.  In  fig.  8.23,  the  data  of  fig.  8.22  ts  plotted  again 
as  the  difference  between  the  steady  and  unsteady  coefficrents  as  a  percentage  of  the  range  of  Bp 
for  a  limited  range  of  yaw  angles. 
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Fio  8  22  The  steady  and  unsteady  definitions  of  simplified  Bbeta  vs.  yaw  angle  for  a 
simulated  5-hole  probe  with  rate-of-change,  K  as  parameter. 


} 

0  1  1 


Yaw  Angle  (deg] 


Fjo  8  23  The  difference  between  the  steady  and  unsteady  definitions  of  simplified  the  Bp 
vs.  yaw  angle  for  a  simulated  5-hole  probe.  The  error  is  given  as  a  percentage  of  the  range 

of  the  Bp  coefficient. 


Fig  8  23  shows  the  error  in  Bp  as  a  percentage  of  the  range  of  Bp  for  yaw  “ 

pV  Ssures,  which  may  coLn  significant  inertia.  effects  indtvidua  ly  can  be  used  m 
calculate  the  independent  pressure  coefficients  directly  from  eqns.  8.  7  and  8.18.  Ihese 
independent  coefficients  can  be  used  to  find  the  flow  angles  from  the  polynomial  surface  it 
from  the  steady  calibration  directly.  Hence,  no  inertial  correction  is  necessary  to  find  the  flow 

angles  using  this  procedure. 


(8.19) 

(8.20) 


The  fact  that  the  inertial  contribution  is  negligible  is  remarkable  and  simplifies  the  task  of 
resolving  the  fiowfield  considerably.  For  a  range  of  pitch  and  yaw  angles  the  error  in  the 
independent  coefficients  behave  as  in  figs.  8.24  and  8.25. 


O 

m 

CD 


Fig.  8.24.  Comparison  of  steady  and  unsteady  definitions  of  Ba  for  a  K  value  of  1.0  vs.  pitch 
and  yaw  angle.  The  error  is  given  as  a  percentage  of  the  range  of  Ba. 
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Fig.  8.25.  Comparison  of  steady  and  unsteady  definitions  of  Bp  for  a  K  value  of  1.0  vs.  pitch 
and  yaw  angle.  The  error  is  given  as  a  percentage  of  the  range  of  Bp. 


At  this  point  it  must  be  reiterated  that  a  K-value  of  1.0  is  very  large  (for  moderate  flow 
velocities)  and  the  errors  observed  are  quite  extreme.  The  actual  error  in  degrees  that  results  from 
the  error  in  independent  pressure  coefficients  is  dependent  on  the  actual  flow  angle.  However  as 
seen  there  is  very  small  dependence  even  for  very  large  values  of  K.  Consider  a  theoretical 
spherical  5-hole  probe  with  a  tip  diameter  of  2  mm,  placed  in  a  flow  with  a  mean  velocity  of  30 
m's  and  a  sinusoidal  oscillation  of +/-20%  and  frequency  of  1 1  kHz.  The  flow  incidence  angle  is 
at  zero  degree  pitch  and  15  degrees  yaw.  A  time  series  of  data  points  is  created  for  this  flow  and 
steady  independent  pressure  coefficients  are  calculated.  Fig.  8.26  shows  the  velocity  signal  for 
the  example.  At  this  relatively  low  velocity  and  large  frequency,  the  maximum  value  of  the  rate- 
of-changc  coefficient,  K.  is  +/-0.5.  Fig.  8.27  shows  the  5  calculated  port  pressures  for  this 
velocity  and  flow  angle.  Note  that  port  pressures  4  and  5  are  coinciding  due  to  zero  pitch  angle 
and  perfect  symmetry  of  the  sphere.  Port  pressures  1  and  2  are  nearly  identical,  due  to  the  flow 
incidence  angle  of  15  degrees  in  yaw  which  is  nearly  half  the  angle  between  ports  1  and  2  (33 
deg  /  2).  Fig.  8.28  shows  the  port  pressures  that  would  be  seen  if  there  were  no  inertial  effects. 
The  independent  pressure  coefficients  Ba  and  Bp  are  calculated  from  the  pressures  in  fig.  8.27 
(that  include  the  inertial  effects)  using  the  polynomial  expressions  for  the  flow  angles  (figs.  8.18 
and  8.19).  The  predicted  and  exact  flow  angles  are  shown  in  fig.  8.29  and  the  difference  between 
the  two  in  fig.  8.30. 


76 


Pressure  (PaJ 


0  0E+O0  2  0E-02  4.0E-02  6.0E-02  8.0E-02  1.0E-01  1.2E-01  1.4E-01  1.6E-01  1.8E-01 

Time  [ms] 

Fig.  8.26.  Flow  velocity  with  mean  30  m/s,  amplitude  20%  and  frequency  11  kHz. 
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Fig.  8.27.  The  five  port  pressures  as  calculated  from  the  theoretical  model.  Pressures  from 
ports  4  and  5  are  coinciding  due  to  perfect  symmetry  of  the  probe. 
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8.28.  The  5  port  pressures  that  would  be  seen  by  the  probe  if  there  were  no  inertial 

effects. 
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Fig.  8.29.  The  predicted  pitch  and  yaw  angles  in  degrees. 
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0.15 


. 

different  from  zero.  The  B„  in  terms  of  pressure  coefficients  is  given  . 

/  /I  \  \ 

(8.21) 


Cps^gs^-Cps^gsygj+KlCpu^^gPHlfei^ 
B/f («,/?.K)=  -  5  M.Jrnn^flUiVCouk 


Cps,(a^Vitci»i(«^)+K  (cPu.(«^)-iiCPUi(a^) 

■vherc  Cps  and  Cpu  denote  .he 

equation  8.21  the  rate-ol-change  c°efpic’en  PP  f  .  essure  coefficients  for  ports  2  and  3  are 
zero  flow  incidence  angle,  the  steady  defmit'°  Pg  the  numerat0r  in  equation  8.21  is  zero 

equal  and  also  the  unsteady  definihons .  are  eq  •  of  flow  incidenee  angle,  the  influence  of 
regardless  ot  the  magnitude  of  K.  For  all  o  with  moderate  K 

the  unsteady  term  depends  both  on  the  angle and  K,  For  mos.Jl^  of  ,he  probe, 

determined. 
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The  data  in  the  figures  above  are  purely  22£faf.S 

imperfect  hemisphere  of  a  rail*  ^^should  alsfbe  valid  for  a  real  probe  granted 
experimental  values  for  stea  y  ,  P  bl  t  believe  that  the  small  errors  in  fig.  8.30 

accurate  calibration  data  is  available  It  is -s  was  rformed  where  each  of  the 

longer  present  The  new  pressure  port  loeahons 


were  chosen  as: 


Table  8.1.  Original  and  perturbed  port  locations. 


_ — - 

Original 

Perturbed 

Port  # 

_ - - - 

Cone  [deg] 

Roll  rdegl 

Cone  [deg] 

Roll  [deg] 

i 

0 

0 

1  ^ 

0 

2 

33 

0 

37 

4 

33 

180 

28 

170 

4 

33 

90 

35 

93 

i 

L5 _ 

33 

270 

32 

268 

independent  pressure  coefficients  are  shown  in  figs.  8.33  and  8.3  . 


Fig. 


8.31.  Pitch  calibration  surface  for  the 


spherical  probe  with  perturbed  port  locations. 
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Fig.  8.34.  Comparison  of  steady  and  unsteady  Bp  vs.  pitch  and  yaw  angle  for  the  perturbed 
"  probe.  The  K-value  is  1.0  and  the  error  is  given  as  a  percentage  of  the  range  of  Bp. 


Creating  a  time  series  of  data  with  the  same  parameters  as  in  the  previous  example,  data 
reduction  (using  the  new  polynomials  for  pitch  and  yaw)  can  subsequently  be  performed.  The 
new  calculated  port  pressures  are  seen  in  fig.  8.35.  The  independent  pressure  coefficients  Ba  and 
Bp  are  calculated  from  the  pressures  in  fig.  8.35  using  the  polynomial  expressions  tor  the  flow 
anules.  The  error  in  the  predicted  pitch  and  yaw  angles  is  seen  in  fig.  8.36.  For  the  unperturbed 
probe  there  was  no  error  in  the  predicted  pitch  angle,  however  for  the  perturbed  probe  a  small 
periodic  pitch  error  is  observed.  An  important  observation  is  that  the  range  of  the  yaw  error  does 
not  increase  from  the  unperturbed  to  the  perturbed  case  (the  range  of  yaw  error  actually  has 
decreased  slightly).  This  shows  that  the  prediction  capabilities  are  not  significantly  dependent 
upon  port  location  symmetry  (as  long  as  accurate  calibration  is  available). 
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Fig.  8.36.  The  five  port  pressures  as  calculated  from  the  theoretical  model.  Comparing  with 
fig.  8.27  it  can  be  seen  that  pressures  from  ports  4  and  5  are  no  longer  coinciding  due  to  the 

asymmetry  in  the  port  locations. 


Time  [ms] 


Fig.  8.37.  Error  in  predicted  pitch  and  yaw  angles  in  degrees.  Due  to  non-symmetric  port 
locations  an  error  shows  up  in  the  pitch  angle.  Worth  noticing  is  that  the  maximum 
observed  errors  do  not  increase  with  the  non-symmetric  port  locations. 


83 


•t  w  HSSSSSrii 

a  real  probe.  Each  of  the  5-port  pressures  from  the  perturbed  probe ^ts ^random  ^“r^d  y  f 

tu 

fig.  8.39  and  are  in  the  range  of  0.5  degrees. 
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Fie  8  38  The  five  port  pressures  as  calculated  from  the  theoretical  model  in  addition  a 
random  magnitude  up  to  5%  is  added  to  each  of  the  individual  port  pressures. 


Calculation  of  Velocity  Magnitude 

Determination  of  the  velocity  magnitude  for  a  conventional  multi-hole  probe  is  typically 
done  by  fi  nding  the  probe  local  total  and  static  pressures.  The  challenges  thus  to  determ, ne 
toe  two  p  e  sures  from  the  5  port  pressures.  Dunng  calibration,  all  of  the  port  pressures,  as 
:  ^=r^,a,,c  pressure  are  known.  By  relating  the  total  pressure  to  the s  quast- 
dynamic  pressure  formed  by  the  port  pressures  a  total  pressure  coefficient  can  be  defined. 
SWHySc  pressure  can  also  be  related  to  the  port  pressures  ustng  a  static  pressure 
coefficient  There  are  a  number  of  ways  such  coefficients  can  be  defined;  the  best  definitions  are 
those  which  show  only  slight  dependence  on  Mach  and  Reynolds  number.  One  set  of  def.ntt.ons 
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(8.22) 


A  Pi-P, _ 

'  P, -i(P:  +P3+P4+Ps) 


A.  - 


P,  -Ps 


5  Pl-i(P2+P3+P4+P5) 


(8.23) 


Fig.  8.39.  Error  in  predicted  pitch  and  yaw  angles  in  degrees.  The  errors  in  the  pressures 
propagate  into  a  random  error  in  the  calculated  angles,  however  nowhere  is  the  data  seen 

to  diverge  due  to  the  noise  in  the  pressures. 

A,  and  As  denote  the  total  an  static  pressure  coefficients  respectively.  During  steady 
calibration  all  of  the  port  pressures  and  also  the  total  and  static  pressures  for  all  flow  incidence 
armies  are  known  and  surface  fits  are  created  for  At  and  As  versus  either  the  pitch  and  yaw  angle 
(or  equivalently  the  independent  pressure  coefficients  Ba  and  Bp).  In  steady  data  reduction  the 
pressures  from  an  unknown  flowfield  are  first  used  to  determine  pitch  and  yaw  angle  (or  Ba  and 
Bp)  then  surface  fitted  values  for  A,  and  As  are  found  from  the  calibration  curves.  Once  A,  and  As 
are  known,  eqns.  8.22  and  8.23  can  be  solved  for  the  total  and  static  pressures.  For  an  unsteady 
data  reduction  the  total  and  static  pressure  coefficients  are  strongly  influenced  by  the  inertial 
effects  seen  by  the  probe  and  there  would  be  significant  difficulty  in  first  finding  each  of  the 
“corrected”  port  pressures,  that  is,  the  port  pressures  minus  the  inertial  effects.  For  this  work  the 
static  pressure  is  assumed  to  be  known  and  constant.  The  flow  will  further  be  assumed  to  be 
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incompressible  such  that  constant  density  and  Bernoulli’s  equation  can  be  used  directly  to  relate 
the  pressures  and  the  velocities.  The  center  port  pressure  is  then  given  as: 


p,(or,^,U,t)  =  —  p  U2Cpsteadyi(or,/?)  +  R  ^  Cp^^^or,^) 


(8.24) 


From  the  steady  calibration  a  steady  pressure  coefficient  Cps,eady  can  be  found  versus  the  pitch 
and  yaw  angle  as: 


CpSI<3dv.  («>/?) : 


(8.25) 


For  a  perfect  sphere  using  the  cone  and  roll  angle  system,  the  Cpsteady  is  given  in  equation 
8  9  Similarly  using  the  cone  and  roll  angle  system  the  unsteady  pressure  coefficient  Cpunsleady 
can  be  found  from  equation  8.9.  The  experimental  determination  of  the  unsteady  pressure 
coefficient  is  much  more  complex  and  will  be  discussed  in  a  following  chapter  but  for  now  it 
will  be  assumed  that  such  an  expression  exists.  During  data  reduction  a  time  history  of  port 
pressures  p,(t)  is  recorded  and  the  pitch  and  yaw  angles  are  found  for  each  point.  Thus  for  any 
time  instant  both  angles  are  known  and  thus  the  value  of  the  steady  and  unsteady  pressure 
coefficients  Cpsteadv  and  Cpunsteady  can  be  determined.  The  problem  then  reduces  to  solving 
equation  8.25  which  is  a  non-linear,  first-order,  ordinary  differential  equation.  Such  equations 
can  easily  be  solved  for  a  time  history  of  data  using  numerical  methods.  A  modified  Euler 
predictor-corrector  scheme  is  used  to  solve  the  following  equation  for  the  velocity  U: 


■  ir(,)=  u(i):  Cp“*'(a(4ML-Pl(t) 

dt  RCp^,eadv.(tf(t),Mt)) 


(*(t),/?(t))  P|V  pRCPumteadyi(«(t),^(t)) 


(8.26) 


The  first  step  in  obtaining  a  solution  for  the  velocity  for  the  time  history  is  to  find  the  best 
possible  prediction  of  the  velocity  at  the  start  of  the  time  series.  However  with  no  a  priori 
knowledue  of  the  fiowfield  a  good  prediction  of  the  starting  velocity  is  nearly  impossible.  As  i 
will  be  shown,  having  a  relatively  high  sampling  rate  of  the  data,  reasonable  starting  guesses  wi 
help,  but  is  not  required  to  accurately  determine  the  velocity.  The  starting  values  will  be  set  as: 


The  predictor-corrector  scheme  is  then  as  follows: 
Predictor:  u(t  j+1  )=  u(tj_l)+2hU'(tJ) 

..l  \  \ .  u'(tJ+i)+u'(tj) 


(8.27) 


Corrector: 


ufr.FuOh- 


(8.28) 


(8.29) 
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where  h  is  .he  ..me  spacing  in  between  .he  data  *££>**£ 

senes.  The  errors  made  in  .he  predictor  and  correcto  steps  re  on  .he  order  o  *  ^ 

y  — s„e 

for  the  data  redaction  us.ng  the  above  method  .0  be  accurate. 

Considering  a  probe  in  a  sinusoidally  ^  h^Odata". 

maximum  K-value  for  the  probe  in  this  °w  is  .  are  shown  jn  fig.  8.40  revealing 

period  and  the  normalized  measured  an  o  P  .  Qft^e  time  history  is  a  problem 

significant  inertial  effects.  As  mentione  ear  ler  e  .  series  The  velocity  prediction 

ama  and  thus  two  penods  »  “L  numerical  approach  are  poor 

reveals  significant  mors :  and  P  Jhe  sample  rate  such  that  there  are  now  20 

for  this  sampling  rate  (fig.  8.41,  8.4  )..  g  ,  ,  is  expected  to  drop  by  a 

- — — - 

period  increased  significantly. 
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■in.  8.40.  Normalized  sphere  pressure  and  total  pressure  of  the  flow  with  10  points  per 

period. 
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Fig.  8.43.  Normalized  sphere  pressure  and  total  pressure  of  the  flow  with  20  points  per 

period. 
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Fig.  8.44.  Error  in  percent  for  the  predictor-corrector  scheme  with  20  point  per  period 
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Fig.  8.45.  Velocity  error  with  20  points  per  period. 


Further  doubling  of  the  sampling  rate  shows  that  for  40  point  per  period  there  are  small 
errors  due  to  the  predictor-corrector  scheme  (fig.  8.46).  It  is  thus  desired  to  a  have  a  relatively 
hiuh  sampling  rate  for  the  predictor  corrector  method  to  work  well.  However,  as  most 
experimental  data  is  low-pass  filtered  the  accuracy  of  the  method  can,  for  low  point  densities,  be 
increased  by  interpolation,  thus  virtually  increasing  the  point  density  of  the  sampled  data. 


Experimental  Determination  of  Steady  and  Unsteady  Cp 

Experimental  determination  of  the  steady  and  unsteady  pressure  coefficients  is  sought. 
During  steady  calibration,  the  total  and  static  pressure  as  well  as  the  port  pressures  are  known; 
hence  the  steady  Cp  is  easily  calculated  as: 


QW,  (“«/*) 


P  ,(«>/?) 


(8.30) 


for  each  of  the  ports,  i,  at  each  calibration  point.  It  is  only  necessary  to  determine  one  coefficient 
pair  for  only  one  of  the  ports  (e.g.  port  1)  to  be  able  to  determine  the  velocity  magnitude  from 
measured  pressures.  Plotting  Cpsteady  vs.  the  pitch  and  yaw  angle  shows  that  these  surfaces  are 
well  behaved  and  are  well  suited  for  sector  wide  polynomial  curve  fitting  (fig.  8.47). 
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From  the  curve  fit  of  the  data  the  following  is  known: 


,(a,/3)=  po\y{a,/3) 


(8.31) 


Similarly  for  conventional  calibration  parameters  increased  accuracy  can  be  achieved  using 
localized  surface  fitting,  LLS.  Additionally,  the  steady  Cp  might  be  dependent  on  Reyno  ds 
number  (as  was  found  for  the  independent  and  dependent  pressure  coefficients).  Reynolds 
number  effects  are  usually  most  pronounced  for  probes  where  there  is  an  obstruction 
immediately  downstream  of  the  probe  tip,  such  as  for  L-shaped  or  C-shaped  probes  where  the 
probe  sting  alters  the  flowfield  impinging  on  the  probe  face.  Similar  to  the  method  described  in 
section  7,  either  a  Reynolds  number  coefficient  can  be  introduced  or  alternatively  the  probe  can 
be  calibrated  at  multiple  Reynolds  numbers  and  interpolation  in  between  predictions  can  be 

performed. 


Experimental  determination  of  the  unsteady  pressure  coefficient,  Cpuns,eady,  is  more 
challenging  than  the  steady  pressure  coefficient.  The  theoretical  value  is  given  from  potential 
flow  and  follows  cos(6)  for  axisymmetric  flow  over  a  sphere  (fig.  8.48). 


Fig.  8.48.  Theoretical  Cpu„s,ead>  for  the  central  port  on  a  sphere  based  probe. 

The  theoretical  potential  flow  based  model  determines  the  Cpunsteady  coefficient  to  equal 
one  for  zero  incidence  angle.  A  partially  theoretical  and  experimental  study  undertaken  by 
Kovasznay  et  al.  found  that  this  coefficient  for  a  sphere  should  be  3  at  the  forward  stagnation 
point.  Kovasznay’s  theoretical  results  are  based  on  the  sum  of  three  potentials;  the  velocity 
potential  for  the  steady  flow  over  the  sphere,  the  velocity  potential  due  to  the  superimposed 
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velocity  disturbance  (assumed  small)  and  the  velocity  potential  for  the  compensating  flow 
(introduced  to  satisfy  the  boundary  conditions). 

For  direct  experimental  determination  of  Cpunsteady,  the  probe  must  be  inserted  into  a 
flowfield  with  known  angularity  and  velocity.  In  addition  the  flowfield  must  be  fluctuating  or 
have  a  controlled  acceleration  that  yields  a  significant  rate-of-change  coefficient,  K.  The 
unsteady  pressure  coefficient  for  each  port  can  be  found  from: 


(-P unsteady,  (°b  /^) 

or  equivalently 


p[a,p)-^ pU(tf  Cpslead>.  {a, p) 


2  dt 


(-P  mislead \ 


— - Cpstead  {a ,P) 

pU(t)2 


K{t) 


(8.32) 


(8.33) 


Again,  only  the  pressure  coefficient  for  the  central  port  is  needed  to  resolve  the  velocity 
magnitude.  The  numerator  in  equation  8.33  will  tend  to  zero  for  negligible  inertial  effects  (as 
wilt  the  denominator  for  steady  flow).  If  a  periodically  varying  flowfield  is  used  to  calculate 
Cpunsteady  special  caution  must  be  exerted  to  ensure  that  only  data  points  where  the  gradient  of  the 
velocity  is  large  is  used.  l.e.  the  peaks  and  valleys,  where  dU/dt  is  zero  must  be  avoided  (fig. 
8.49). 


Generally  any  data  point  along  the  time  history,  except  where  dU/dt  is  zero  can  be  used 
to  determine  Cpunst«idy,  however  in  the  vicinity  where  dU/dt  is  small  differences  between  the 
measured  and  the  true  pressure  are  also  small.  With  given  uncertainty  and  noise  in  the 
measurements,  one  should  avoid  these  parts  of  the  curves  and  rather  use  a  conditional  approach 
to  only  use  values  where  both  the  numerator  and  denominator  have  significant  values. 
Technically  only  one  point  is  required  to  estimate  the  Cpunsteady,  but  again  due  to  experimental 
errors  averaging  the  data  for  a  number  of  test  points  is  recommended.  In  fig.  8.49  a  sinusoidal 
velocity  signal  is  presented  and  the  rate-of-change  parameter,  K,  is  calculated.  Only  data  points 
where  the  magnitude  of  K.  is  significant  (inside  the  two  rectangles)  should  be  considered.  The 
predicted  Cpunsu.-ady  for  each  such  point  can  be  calculated  and  averaged.  The  procedure  is  repeated 
for  all  values  of  flow  angles.  In  a  later  section  the  experimental  determination  of  Cpunsteady  is 
performed  on  data  from  water  tunnel  experiments. 
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9.  DEVELOPMENT  OF  AN  UNSTEADY  FLOW  FACILITY  FOR 
THE  CALIBRATION  OF  FAST-RESPONSE  PRESSURE  PROBES 


General 

A  facility  has  been  developed  to  calibrate  fast-response,  multi-hole  pressure  probes  in 
both  steady  and  unsteady  flowfields.  The  response  of  pressure  probes  in  fluctuating  flows  is 
dramatically  different  than  in  steady  flows.  Unsteady  effects  such  as  inertial  or  apparent  mass 
effects  result  in  pressure  measurements  that  cannot  be  used  directly  without  correction  to  arrive 
at  the  true  velocity  and  pressure  of  the  flow.  This  effect  is  quantifiable  and  in  this  work  we  show 
that  potential  flow  solutions  can  predict  it,  however  similarly  to  steady  probe  calibration  the 
probe  should  also  be  calibrated  in  an  unsteady  flow  to  accurately  determine  the  unsteady  effects. 
An  accurate  and  repeatable  fluctuating  flow  is  required  to  experimentally  determine  the  unsteady 
pressure  coefficients,  and  a  facility  using  a  jet  of  air  and  a  variable  speed  “flow-pulsator”  has 
been  developed.  Repeatable  fluctuating  flows  are  generated  and  axial  velocity  fluctuation  is 
recorded  with  a  hot-wire  anemometer.  The  hot-wire  signal  is  used  as  the  reference  or  true 
velocity  and  compared  with  the  pressures  recorded  by  a  5-hole  probe.  The  central  port  of  the 
probe  at  zero  incidence  angle  shows  a  dramatic  increase  in  the  pressure  lead  and  magnitude  with 
increasing  frequency,  and  become  non-negligible  at  relatively  low  non-dimensional  frequencies. 

A  theoretical  and  experimental  investigation  of  the  pressure  distribution  around  a  sphere 
in  an  unsteady  flowfield  was  presented  by  Kovasznay  et  al.  (1982).  They  found  that  the  pressure 
on  the  surface  of  the  sphere  was  composed  of  a  term  proportional  to  the  mean  velocity  and  a 
term  proportional  to  the  rate  of  change  of  velocity.  Based  on  this  method  Matsunaga  et  al.  (1980) 
developed  a  theoretical  procedure  for  calibrating  a  five-hole  probe  in  unsteady  conditions.  The 
theoretical  part  of  their  algorithm,  which  consisted  of  the  calculation  of  the  perturbation  potential 
around  a  perfect  hemispherical-tip,  was  not  properly  corrected  to  account  for  fabrication 
idiosyncrasies  and  imperfections  of  the  specific  probe.  It  is  now  well  established  that  the 
pressure  distribution  over  the  probe  tip  is  sensitive  to  construction  defects.  Correction  of  such 
effects  can  only  be  derived  by  coupling  the  theoretical  calculations  to  measurements  of  the 
specific  probe  behavior.  The  unsteady  effects  must  be  either  determined  by  experimental 
methods  or  if  determined  by  theoretical  or  numerical  methods,  the  response  must  be  verified  in  a 
controlled  unsteady  flowfield.  Kovasznay  et  al.  developed  a  jet  facility  with  a  dual  nozzle  and  a 
perforated  spinning  disk.  For  their  experiments,  the  mean  velocity  was  20m/s,  the  oscillation 
amplitude  was  up  to  6m/s  peak-to-peak  and  the  frequency  up  to  500  Hz.  A  large  number  of 
averages  (1000-2000)  was  performed  to  reduce  the  random  fluctuations  in  the  jet  and  the 
resulting  hot-wire  velocity  was  sine-like. 

Humm  (1994)  designed  a  cart  that  used  a  DC  motor  to  create  a  sinusoidal  motion  of  the 
probe  holder  either  longitudinally  or  in  pitch  or  yaw  angle.  This  cart  was  towed  in  a  water 
channel  and  an  oscillation  in  the  velocity  was  imposed  on  the  mean  towing  velocity  or  oscillation 
of  the  pitch  or  yaw  angle  was  generated.  A  scaled  up  (30mm)  probe  was  used  to  match  the 
Reynolds  number  and  non-dimensional  frequency  range  typically  encountered  in  turbomachinery 
applications.  For  oscillations  in  pitch  and  yaw  angle  large  dynamic  effects  were  identified  for 
wedge-shaped  probes,  while  for  cylindrical  or  half-cylinder  shaped  probes  these  effects  were 
much  less  pronounced.  For  longitudinal  oscillations  large  dynamic  errors  were  identified  for  all 
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probe  shapes  and  increased  with  both  frequency  and  size  of  probe.  Following  Kovasznay,  Humm 
postulated  a  method  of  correction  of  dynamic  effects  based  on  the  acceleration  of  the  fluid  using 
an  inertia  coefficient. 

As  was  found  by  Kovasznay,  Matsunaga  and  others,  the  unsteady  effects  increase  with 
probe  size,  thus  miniaturization  of  the  probe  tip  is  desired  to  reduce  the  aforementioned  dynamic 
effects.  In  some  instances  where  frequencies  are  restricted  to  a  few  hundred  Hz,  pressure  tubing 
can  be  utilized  and  transducers  can  be  placed  a  few  inches  away  from  the  tip.  At  lower 
frequencies  the  dynamic  effects  (inertial)  from  the  external  probe  geometry  can  be  neglected, 
however  pressure  transmission  effects  from  the  probe  tip  to  the  pressure  transducer  must  be 
corrected  (Iberall,  1950;  Bergh  and  Tijdeman,  1965;  Rediniotis  and  Pathak,  1999). 

To  aid  in  the  development  of  the  facility  and  subsequently  in  the  development  of 
unsteady  probe  calibration  theory  and  algorithms,  a  high-frequency-response,  5-sensor  probe  was 
developed.  It  is  designed  to  house  5  Kulite  pressure  transducers.  The  relatively  large  probe  tip 
(6mm  diameter)  is  large  enough  to  have  significant  unsteady  effects  at  moderate  velocities  (30- 
lOOm/s)  and  frequencies  (<1000  Hz).  The  Kulite  pressure  transducers  have  a  high  frequency 
response  (20  kHz)  and  a  pressure  range  of  ±5  psid.  A  drawing  of  the  assembled  probe  is  shown 
in  figure  8.1 .  The  miniature  pressure  sensors  are  located  near  the  tip  of  the  probe  to  minimize  the 
channel  length  and  thus  the  time  lag  induced  by  the  volume  from  the  probe  surface  to  the  sensor 
diaphragm,  as  well  as  move  the  Helmholtz  resonance  frequency  well  above  the  transducer 
frequency  response.  The  pressure  attenuation  was  calculated  following  Bergh  and  Tijdeman  and 
the  resonance  frequency  is  estimated  to  be  well  above  30kHz. 


Figure  9.1.  Cross-section  of  the  assembled  5-sensor  probe. 


Steady  and  Unsteady  Probe  Calibration  Facility 

Multi-hole  probes  must  be  calibrated  in  a  steady  jet  in  order  to  determine  the  steady 
pressure  coefficients  needed  to  reduce  unknown  data  from  a  steady  flowfield.  It  is  also  desired  to 
have  a  jet  that  can  generate  a  controlled  repeatable  fluctuating  jet  of  air  for  the  calibration  of  fast 
response  probes  in  an  unsteady  fashion.  A  steady  calibration  jet  was  developed  to  provide  a 
steady  flow  of  air  with  low  turbulence  and  flow  angularity.  A  pulsator  was  designed  to  fit  at  the 
exit  of  this  jet  to,  in  effect,  “pulsate”  the  steady  flow  of  air  from  the  jet.  Figure  9.2  presents  the 
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conceptual  design  of  the  calibration  jet  facility  and  air  supply  system,  illustrating  its  main 
components  and  structure. 

Due  to  availability  reasons,  the  air  supply  source  is  not  a  design  parameter  and  is  fixed  to 
150  psi,  with  the  capability  of  delivering  a  maximum  continuous  flow  rate  of  0.15  m  /sec.  These 
air  supply  specifications,  in  turn,  dictated  the  choice  of  the  air  supply  system  components  and 
specifications  illustrated  in  figure  9.2.  Before  the  calibration  jet  facility  was  dimensionally 
designed,  it  was  necessary  to  develop  a  way  to  relate  the  magnitude  ot  the  unsteady  probe 
calibration  effects  to  the  dimensional  and  operational  parameters  of  the  facility,  sucu  as  speed, 
exit  nozzle  diameter,  flow  oscillation  frequency  and  amplitude. 

Calibration  Jet  Facility  Design 

The  limitation  on  the  available  flowrates  dictate  the  maximum  size  of  the  exit  nozzle  to 
achieve  sufficient  flow  velocity,  while  the  size  of  the  probe  sets  the  minimum  size  of  the  exit  to 
avoid  excessive  flow  blockage.  The  selected  exit  diameter  is  38.1  mm,  which  give  a  velocity 
range  of  up  to  Mach  0.3  and  a  blockage  of  approximately  2.5%  for  the  6  mm  Kulite  probe. 
Through  the  use  of  carefully  located  screens,  the  turbulence  intensity  of  this  facility  has  been 
determined  from  hot  wire  measurements  to  be  <0.3%.  The  settling  chamber  pressure  is  measured 
using  a  high  accuracy  pressure  transducer  and  is  controlled  through  a  PC  with  a  PID  controller 
and  a  motorized  valve,  keeping  the  jet  velocity  within  0.2%  of  the  set  value.  The  jet  stagnation 
temperature  is  continuously  monitored  and  recorded.  The  flow  angularity  was  determined  by 
usinc  a  yaw  probe  in  a  “flip-over”  method  and  corrected.  A  three  axis  computer  controlled 
traversing  system  is  used  for  hot-wire  and  probe  positioning  during  flow  mapping  experiments. 


Probe  calibrations  typically  require  the  acquisition  of  data  from  a  wide  range  of  angle 
inclinations  of  the  probe,  and  a  complete  probe  calibration  may  take  several  hours  to  complete. 
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The  maximum  flow  velocity  is  dictated  by  the  air  provided  by  the  compressor  system,  and  as 
mentioned  above  this  airflow  is  limited.  The  required  flow  rate  for  an  exit  nozzle  of  .5  in 
diameter,  is  shown  in  figure  9.3.  Keeping  in  mind  that  the  maximum  airflow  that  can  be 
delivered  from  the  compressor  system  is  about  270  SCFM,  the  maximum  sustainable  Mac 
number  is  about  0.30.  Decreasing  the  jet  exit  diameter  to  1”  by  mounting  an  extension  pipe  to  the 
nozzle  increases  the  maximum  sustainable  Mach  number  to  about  0.75  with  the  current 
compressor  configuration. 


Figure  9.3.  The  calibration  jet  air  flow  in  SCFM  vs.  Mach  number.  The  upper  curve  is  for 
an  exit  nozzle  1.5”  in  diameter.  The  lower  curve  is  an  exit  nozzle  1”  in  diameter. 


The  facility  turbulence  intensity  was  measured  using  hotwire  anemometry.  The 
turbulence  intensity  is  defined  as: 

T  =  — 

u 

where  T  is  the  turbulence  intensity,  u’  the  rms  value  of  the  velocity  fluctuations  and  U  the  mean 
velocity.  The  data  was  low-pass  filtered  with  a  cut-off  frequency  of  6.2  kHz.  This  cut-off 
frequency  was  decided  upon  after  looking  at  the  power  spectrum  of  the  unfiltered  data  and 
seeing  that  no  significant  fluctuations  existed  at  frequencies  higher  than  that.  Table  1  gives  the 
turbulence  intensities  for  different  mean  velocities. 


Table  1.  Turbulence  intensity  values. 


Mean  velocity,  U  I'm/s] 

Turbulence  Intensity,  T 

47 

0.00346 

80 

0.00445 

130 

0.00376 
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The  calibration  jet  facility  is  equipped  with  a  fully  automated  probe  positioning  system 
(probe  indexer)  that  can  position  the  probe  at  a  wide  range  of  cone  angles  (0  to  1 50  deg.)  and  roll 
angles  (0  to  360  deg.)  with  respect  to  the  jet  velocity.  The  indexing  system  is  shown  in  figure 

9.4. 


Figure  9.4.  Probe  indexing  mechanism  at  the  jet  exit. 


The  flow  angularity  of  the  jet  can  be  determined  by  using  a  5-hole  probe.  The  flow 
amiularity  was  determined  by  yawing  the  probe  through  a  set  of  angle  increments  (cone  angles, 
as  shown  in  tig.  9.5),  the  pressures  from  ports  1,  3  and  5  (refer  to  fig.  7.1.1  for  port  numbering) 
are  recorded.  Then  the  probe  is  rolled  180  degrees  and  the  same  procedure  is  repeated.  By 
plottinu  a  properly  defined  pressure  coefficient  vs.  the  yaw  angle  for  both  configurations  (fig. 
9.6).  the  flow  angularity  is  the  angle  that  corresponds  to  the  intersection  of  the  two  curves.  The 
pressure  coefficient  is  defined  as: 


where  pJ%(.  is  the  average  pressure  recorded  by  the  three  ports.  The  stepper  motor  controller 
enables  very  precise  movement  of  the  probe  in  small  angle  increments.  The  data  in  figure  9.6 
indicates  that  the  flow  angularity  is  0.065  degrees. 


Steady  Calibration  and  Test  of  Kulite  Probe 

The  Kulite  probe  was  statically  calibrated  in  the  facility,  at  a  mean  velocity  of  50m/s 
throutih  a  ranine  in  cone  angle,  0,  from  0  through  64.8  degrees  in  2.7  degree  increments.  The 
range  in  roll  angle.<t>.  was  a  full  360  degrees  in  5.4  degree  increments.  The  resulting  calibration 
database  thus  contains  1675  data  points.  A  test  of  the  quality  of  the  calibration  was  performed  by 
removing  one  data  point  at  a  time  from  the  calibration  file,  treating  that  point  as  an  unknown  test 


99 


point  and  using  the  LLS  algorithm  to  predict  the  angles  with  the  remaining  calibration  data.  The 
difference  in  the  predicted  angles  and  velocity  and  the  recorded  angles  and  velocity  is  a  measure 
of  the  quality  of  the  calibration.  For  the  steady  calibration  of  the  Kulite-based  fast-response 
probe  the  following  error  histograms  were  obtained  (figures  9.7).  The' histograms  show  that  for 
steady  measurements  the  fast-response  probe  is  predicting  the  angles  and  velocities  with  high 
accuracy. 


Figure  9.5.  Experimental  setup  to  determine  flow  angularity. 


Figure  9.6.  Cp  vs.  theta  angle  for  0  and  180  degree  roll. 
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Fig.  9.7.  Calibration  quality  of  the  Kulite  probe  in  the  form  of  prediction  error  histograms. 
Flow  Oscillator  Design 

Unlike  the  design  in  Kovasznay  et  al.,  featuring  a  dual  nozzle  and  indirect  flow 
oscillations,  a  more  direct  approach  was  chosen.  The  idea  behind  the  design  is  to  periodically 
restrict  the  cross-sectional  area  of  the  flow  path  and  thus  also  change  the  velocity  proportionally. 
The  high  frequencies  (up  to  1  kHz)  restricted  the  design  parameters.  It  was  desired  to  have  a 
pulsating  jet  that  is  as  uniform  as  possible  across  the  entire  jet  exit.  The  current  design  has  been 
proven  to  perform  very  well.  In  figure  9.8  the  three  drawings  show  how  a  rotor  and  a  stator  with 
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three  “teeth”  that  protrude  into  the  flow  (normal  to  paper  plane)  are  combined  to  generate  a 
periodic  restriction  of  the  flow.  From  left  to  right,  figure  9.8  shows  the  most  open  position, 
followed  by  clockwise  rotation  of  the  rotor  and  a  slight  closing  of  the  open  area.  The  last  figure 
shows  the  flow  oscillator  in  its  fully  closed  position.  Due  to  the  design,  the  area  change  is  not 
sinusoidal,  but  rather  saw-tooth-like.  This  shows  up  in  the  spectral  analysis  of  the  hot-wire  trace, 
where  higher  order  harmonics  appear.  The  rotor  is  driven  by  a  dc  electric  motor,  and  the 
rotational  speed  can  be  varied  very  accurately  from  0  to  approximately  600  Hz  or  from  about  0 
to  1800  Hz  flow  pulsation.  An  optical  encoder  is  used  as  a  phase  reference. 

The  innermost  open  area  of  the  restriction  is  25.4  mm  in  diameter,  while  the  outer 
diameter  is  the  same  as  the  jet  exit  nozzle  38.1  mm.  The  total  change  in  area  is  thus  38%.  In 
figure  9.9  the  driving  gear  is  mounted  to  the  rotor  and  the  driven  gear  is  mounted  to  the 
housing/nozzle  with  a  65mm  id  ball  bearing.  The  5-hole  fast  response  probe  is  mounted  on  the 
xyz  traverse  system.  A  picture  of  the  entire  facility  is  also  shown. 


Experimental  Results  and  Discussion 

A  hot-wire  system  is  used  to  measure  the  axial  velocity  fluctuations.  The  measurement 
plane  is  set  25  mm  downstream  of  the  throat,  where  a  clean  signal  is  observed.  In  figures  9.10 
and  9.1 1  non-dimensionalized  velocity  fluctuations  are  seen  vs.  non-dimensional  time.  The  data 
shown  was  ensemble-averaged  over  eight  periods,  mostly  to  rid  the  data  of  electrical  noise.  In 
figure  9. 1 0,  at  400  Hz  the  velocity  fluctuations  are  seen  to  be  quite  uniform  with  large  amplitude 
for  the  entire  range  of  velocities,  apart  from  a  secondary  peak  emerging  at  increasing  velocities. 
In  figure  9.1 1,  at  1000  Hz,  the  magnitude  of  oscillation  is  low  for  M=0.1,  but  increasing  with 
increasing  velocity.  The  same  trends  are  also  seen  at  other  frequencies,  indicating  that  magnitude 
of  oscillation  is  proportional  to  velocity  magnitude  and  inversely  proportional  to  oscillation 
frequency. 


Figure  9.8.  The  flow  oscillator,  showing  from  left  to  right  fully  open,  closing  to  fully 

closed. 
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Figure  9.9.  (upper)  Flow  pulsator  in  it  most  open  position.  A:  Driving  gear,  B:  Driven 
gear,  C:  xvz  traverse,  D:  5-hole  probe.  (low  er)  Picture  of  the  entire  facility. 
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Figure  9.10.  Non-dimensional  velocity  fluctuations  for  f— 400Hz,  Mach  0.1-0.25. 
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Figure  9.11.  Non-dimensional  velocity  fluctuations  for  f=1000Hz,  Mach  0.1-0.25. 

For  lower  frequencies  and  higher  velocities  the  magnitude  of  the  velocity  fluctuation 
approaches  the  theoretical  maximum  value  of  38%  dictated  by  the  change  in  area  at  the  throat.  A 
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decrease  in  the  oscillation  magnitude  is  seen  at  higher  frequencies  and  lower  velocities,  while  the 
signal  still  remains  sine-like.  For  all  such  measurements  the  optical  phase  reference  is  recorded 
and  enables  this  reference  velocity  signal  to  be  superimposed  onto  data  from  e.g.  the  5-hole 
probe.  Data  is  acquired  using  a  simultaneous  sampling  and  hold  system  with  sampling 
frequencies  up  to  100kHz  for  all  channels.  The  data  is  ensemble-averaged.  The  ensemble 
averaging  is  used  with  the  pressure  data  to  get  rid  of  mostly  electrical  noise,  which  is  non- 
negligible  in  the  low  velocity  range  where  the  dynamic  pressure  fluctuations  are  small.  Whereas 
the  hot-wire  measures  the  velocity,  the  5-hole  probe  records  the  pressures  which  is  composed  of 
the  stagnation  pressure  and  the  acoustic  pressure  signal.  The  probe  is  mounted  downstream  of 
the  nozzle  exit  such  that  the  mean  static  pressure  equals  the  ambient  pressure.  The  pressures 
measured  by  the  probe  ports  is  thus  described  by  the  unsteady  Bernoulli  equation: 

H(t)  =  \/2pit)2  +p(t)  +  p^-  (9-1) 

dt 

where  H(t)  is  the  instantaneous  port  pressure  measured  by  the  probe,  v(t)  and  p(t)  the 
instantaneous  velocity  and  static  pressure  respectively  and  4>  is  the  velocity  potential  which 
describes  the  inertial  contribution  to  be  determined.  Thus  for  measurements  to  be  useful,  it  is 
necessary  to  accurately  determine  the  velocity  v(t),  which  is  performed  using  the  hot-wire 
anemometer,  and  the  static  pressure  p(t),  which  is  the  sum  of  the  mean  ambient  pressure  and  the 
acoustic  pressure,  which  is  measured  with  a  microphone  or  a  surface  flush  mount  pressure 
transducer  at  the  exit  of  the  jet.  From  Kovasznay  et  al.  the  pressure  measured  by  the  probe  can  be 
described  by: 


H(t)  =  p(t)  +  cp 


Mil 

2 


+  c 


inertial 


(9.2) 


where  cp  is  the  steady  pressure  coefficient  for  the  probe,  as  determined  by  steady  probe 
calibration.  cincn,ai  is  the  “unsteady'’  or  inertial  pressure  coefficient.  Both  of  these  pressure 
coefficients  are  unique  to  each  pressure  port  and  are  functions  of  the  relative  incidence  angle  of 
the  oncoming  unsteady  flowfield.  Kovasznay  et  al.  determined  these  coefficients  for  a  sphere  in 
an  unsteady  flowfield  to  be  functions  of  the  angular  position  on  the  surface  from  the  incidence 
point.  The  maximum  value  of  the  inertial  coefficient  was  found  at  the  forward  stagnation  point 
and  agreed  well  with  potential  flow  theory,  but  their  experimental  results  deviated  from  the 
potential  flow  predictions  at  higher  angles.  This  stresses  the  need  for  an  experimental 
determination  of  these  coefficients.  In  an  experimental  investigation  the  steady  pressure  term  is 
determined  from  probe  calibration  in  a  steady  flow  by  pitching  and  rolling  the  probe  through  a 
range  of  incidence  angles  and  recording  the  port  pressures  at  each  position.  Similarly  the  inertial 
pressure  coefficient  can  be  determined  by  probe  calibration  in  the  pulsating  flowfield.  Knowing 
the  exact  velocity,  v(t),  the  measured  port  pressure,  H(t),  and  the  pressure  coefficient  Cp  at  the 
particular  incidence,  the  inertial  coefficient  can  be  determined.  Thus  the  probe  is  calibrated  both 
in  steady  and  unsteady  fashion  and  can  be  used  to  measure  temporal  three-dimensional  velocity 
flowfields.  As  it  was  found  by  Kovasznay  et  al.  these  coefficients  are  believed  to  be  only  weakly 
dependent  on  Reynolds  number  and  nearly  independent  of  the  fluctuating  frequency.  Thus  a 
constant  frequency  calibration  covers  the  calibration  for  the  probe  over  a  wide  range  of  velocity 
and  frequencies. 
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Figure  9.12.  Hot-wire  velocity  converted  to  dynamic  pressure  and  central  port  of  5-hole 

probe,  at  zero  incidence  angle,  for  f=150Hz. 
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Figure  9.13.  Hot-wire  velocity  converted  to  dynamic  pressure  and  central  port  of  5-hole 

probe,  at  zero  incidence  angle,  for  f=250Hz. 
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Figure  9.14.  Hot-wire  velocity  converted  to  pressure  and  central  port  of  5-hole  probe,  at 

zero  incidence  angle,  for  f=350Hz. 

In  figures  9.12  to  9.14  the  time  trace  (eight-period  ensemble  averaged)  cf  the  hot-wire 
velocity  (converted  to  dynamic  pressure)  and  the  pressure  at  the  central  port  of  the  5-hole  probe 
for  Mach=0. 1  and  frequencies  150,  250  and  350  Hz,  are  shown.  The  data  is  recorded  at  zero 
incidence  angle,  such  that  the  central  port  sees  the  forward  stagnation  point  (where  the  inertial 
effects  are  the  most  pronounced).  As  can  be  seen  from  the  figures,  the  phase  lead  and  the 
magnitude  of  the  central  port  pressure  increases  with  increasing  frequency  (hence  also  increasing 
dv/dt).  The  same  trends  are  also  seen  at  higher  Mach  number  and  frequencies,  thus  verifying  the 
need  to  correct  the  pressures  even  at  relatively  low  non-dimensional  frequencies,  k. 
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10.  WATER  TUNNEL  EXPERIMENTS 


General 

In  section  8  the  determination  of  the  steady  and  unsteady  pressure  coefficients  was 
covered  and  it  was  found  that  the  factor  that  determines  the  unsteady  effects  is  the  non- 
dimensional  rate-of-change  parameter,  K.  It  was  also  found  that  the  unsteady  or  inertial  effects 
increase  with  increasing  magnitude  of  K.  In  all  experimental  work  there  are  always  experimental 
errors,  sensitivity  problems  and  background  (electrical)  noise  that  become  predominant  for  all 
instruments  when  very  small  physical  quantities  are  measured.  For  these  reasons  it  is  desired  to 
have  a  magnitude  of  K  as  large  as  possible  to  ensure  significant  and  distinguishable  inertial 
effects.  From  the  definition  of  K  as  given  in  eqn.  8.7,  this  can  be  obtained  in  three  different 
ways:  large  probe  size,  high  frequency  or  low  velocity.  For  air  tests  very  low  velocity  will  result 
in  poorly  read  pressure  signals  due  to  the  sensitivity  of  the  pressure  transducer  (most  miniature 
or  micro  pressure  transducers  have  ranges  on  the  order  of  psi).  High  frequency  and  moderate 
velocities  are  thus  the  answer  for  air  tests. 

As  it  will  be  discussed  in  a  later  section,  obtaining  a  repeatable,  periodic,  well-behaved, 
unsteady  air  stream  is  difficult  and  hence  alternative  methods  for  verification  of  the  methods  was 
sought.  In  water  the  much  higher  density  provides  significant  dynamic  pressures  at  low 
velocities.  Also,  using  a  large  probe  the  frequency  of  the  oscillation  can  be  kept  very  low  while 
still  matching  the  Reynolds  number  range  and  K  values  that  would  be  seen  for  a  real 
miniature  micro  multi-hole  probe  in  air.  A  spherical  probe  with  a  diameter  of  50.8mm  was 
designed  and  tested  in  a  water  tunnel  to  determine  the  unsteady  effects  and  validate  the  inertial 
correction  routine  proposed  in  section  8.  A  spherical  probe  was  chosen  to  verify  the  theoretical 
results  as  best  as  possible.  Further,  as  shown  in  section  8,  it  is  expected  that  such  a  spherical 
probe  will  behave  similarly  to  a  hemispherical  multi-hole  probe  for  moderate  angle  inclinations. 


Experimental  Setup 

A  system  consisting  of  a- crankshaft  and  a  pushrod  was  devised  to  oscillate  the  probe  in  a 
near-sinusoidal  manner.  By  oscillating  the  probe  in  a  steady  stream  of  water  the  flow  velocity 
relative  to  the  profile  is  the  mean  velocity  of  the  water  tunnel  plus  the  velocity  of  the  probe  itself 
due  to  its  oscillatory  motion.  Fig.  10.1  shows  the  conceptual  design  of  the  system.  The 
crankshaft  is  mounted  on  a  dc-motor  and  a  flywheel,  connecting  the  pushrod  to  the  linear  motion 
system.  The  probe  assembly  is  sliding  on  a  linear  bearing  that  allows  for  linear  translation  only. 
Fig.  10.2  shows  a  picture  of  the  system. 


108 


Fig.  10.1.  Schematic  of  the  crankshaft  linear  motion  system.  A:  dc-motor;  B:  flywheel;  C: 

pushrod;  D:  linear  bearing;  E:  potentiometer. 


Fig.  10.2.  Linear  motion  system. 


The  position  of  the  probe  mount  is  measured  using  a  potentiometer  with  a  gear  connected 
to  a  gear  rack  on  the  linear  bearing.  The  potentiometer  is  connected  to  a  10V  voltage  supply  and 
the  output  is  a  voltage  linearly  proportional  to  the  position  of  the  sliding  assembly.  The  probe 
velocity  is  calculated  as  the  time  derivative  of  the  position  given  by  the  potentiometer.  The  linear 
motion  of  the  sliding  assembly  is  not  exactly  sinusoidal  versus  time  for  a  constant  rotation  speed 
due  to  the  finite  length  of  the  crankshaft  (25.4mm)  and  the  pushrod  (304.8mm). 
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Fig.  10.3.  Schematic  of  the  water  tunnel  setup.  A:  linear  motion  system;  B:  vibration 
dampers;  C:  vertical  probe  mount;  D:  probe  shaft. 


Fig.  10.3  shows  the  schematic  of  the  probe  assembly  mounted  in  the  water  tunnel.  The 
vertical  probe  mount  is  connected  to  the  linear  motion  system  with  eight  rubber  vibration 
dampers.  It  was  found  that  without  these  dampers  high  frequency  (about  250  Hz)  structural 
vibration  was  transmitted  from  the  linear  ball  bearing  to  the  probe  shaft  and  a  significant  250Hz 
signal  was  observed  in  the  measured  probe  pressure.  The  vibration  dampers  cause  some  loss  of 
rigidity  in  the  vertical  mount,  however  the  displacement  of  the  end  of  the  bar  was  measured  for  a 
range  of  loads  (simulating  the  loads  from  the  acceleration).  Negligible  deflection  was  observed 
for  the  range  of  forces  corresponding  to  the  range  of  frequencies  of  testing.  The  probe  shaft  is 
mounted  to  the  vertical  mount  and  can  be  manually  set  to  any  angle  from  0  to  90  degrees 
downward  using  a  digital  inclinometer  with  a  0.1  degree  resolution  (Fig.  10.4). 

A  50.8  mm  diameter  spherical  probe  (fig.  10.5)  with  a  pressure  port  located  at  the 
forward  center  point  was  machined  from  aluminum.  The  probe  head  has  a  threaded  mounting 
port  for  the  pressure  transducer  and  also  threaded  mounting  for  the  probe  shaft.  A  modified 
Endevco  8510B-1  transducer  was  used  in  the  spherical  probe  assembly.  This  transducer  in  its 
original  design  is  a  fast-response  1  psig  transducer  with  very  high  sensitivity  (200  mV/psi).  The 
transducer  uses  a  four-arm  piezoresistive  bridge  mounted  on  a  sculptured  silicon  diaphragm  and 
features  an  internal  temperature  compensation  module.  The  original  sensor  was  modified  by 
Endevco  to  allow  for  use  in  water.  The  protective  screen  in  front  of  the  diaphragm  was  removed 
and  replaced  with  a  non-conducting  gel  (Endevco,  proprietary),  thus  ensuring  that  the  diaphragm 
is  not  directly  exposed  to  water.  Fig.  10.6  shows  pictures  of  the  spherical  probe  and  the 
transducer. 
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Fig.  10.4.  The  complete  probe  assembly  showing  four  of  the  eight  vibration  dampers 
that  connects  the  vertical  bar  to  the  linear  motion  system.  Probe  also  shown  at  zero 
and  20  degrees  pitch  angle  (dimensions  in  mm). 
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Fig.  10.5.  Schematic  of  the 
spherical  probe  (dimensions 
in  mm). 
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Fig.  10.6.  The  modified  Endevco  pressure  transducer  and  the  spherical  probe  head. 

The  modified  Endevco  transducer  is  not  in  production  quality  and  thus  it  was  expected 
that  frequent  calibration  for  zero  drift  and  non-linearity  compensation  would  be  necessary.  It 
was,  however,  observed  that  the  transducer  behaved  remarkably  well  and  kept  a  nearly  constant 
calibration  slope  for  both  air  and  water.  Significant  drift  in  the  zero-offset  was  observed  tor 
about  45  minutes  in  water,  however  after  this  “warm-up-time”  no  additional  zero-offset 
compensation  was  necessary.  Air  calibration  of  the  transducer  was  performed  by  placing  the 
probe  in  a  pressure  chamber  and  using  a  Barocel  pressure  transducer  as  the  reference.  Figure 
10.7  shown  the  probe  and  the  pressure  chamber.  The  sensor  output  was  amplified  using  an 
Entran  IMV-15  amplifier  with  gain  of  100+/- 10%.  From  the  design  values  the  slope  should  be 
around  20V  psi  or  2.9mV/Pa  =  345Pa/V+/-10%. 

The  air  calibration  of  the  transducer  is  shown  in  figure  10.8  and  exhibits  very  good 
linearity  and  small  zero  drift;  however  since  the  transducer  is  used  in  water  it  was  also  desired  to 
calibrate  the  sensor  in  water.  A  computer  controlled  traverse  was  used  to  submerge  the  probe 
into  the  water  tunnel.  For  the  first  point  the  probe  is  placed  such  that  it  touches  the  water  surface, 
then  it  is  submerged  in  1”  increments.  For  each  position  the  voltage  was  recorded  and  correlated 
to  the  pressure  (given  directly  in  inches  of  water).  Thus,  the  air  calibration  was  also  validated  in 
water. 


112 


Pressure  (PsJ 


Fig.  10.7.  Calibration  of  the  probe  in  pressure  chamber. 
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Fig.  10.8.  Calibration  of  the  modified  Endevco  transducer  in  air,  howing  very  good 
linearity  and  negligible  zero  drift  for  two  data  sets  taken  1  hour  apart  with  20  minutes 

warm  up  time  before  first  set. 


The  acceleration  of  the  probe  and  transducer  due  to  the  oscillatory  motion  causes  a  false 
periodic  signal  to  be  imposed  on  the  measured  pressure.  The  standard  version  of  the  transducer 
has  an  acceleration  response  equivalent  to  0.0002  psi/g  ~  1.4  Pa/g,  however  since  the  modified 
version  has  the  gel  directly  on  the  diaphragm  a  set  of  tests  were  performed  to  quantify  the 
magnitude  of  the  acceleration  effects.  The  probe  was  mounted  on  the  linear  motion  system  and 
data  was  recorded  for  oscillation  frequencies  from  1  to  6  Hz. 
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Fig.  10.9.  Effects  of  axial  acceleration  on  the  pressure  transducer. 


Fig.  1 0.9  shows  the  effects  of  acceleration  on  the  pressure  transducer.  The  acceleration  in 
m/s"  is  calculated  from  the  second  derivative  of  the  position  sensor.  For  a  frequency  of  3  Hz  the 
maximum  magnitude  of  acceleration  is  approximately  1  g  and  the  peak-to-peak  magnitude  of  the 
acceleration  (over  one  full  period)  is  about  30  Pa,  i.e.  a  response  of  about  15  Pa/g  or  one  order  of 
magnitude  larger  than  the  standard  version  of  the  sensor.  For  all  data  sets  the  curves  in  fig.  10.9 
were  used  to  correct  for  the  acceleration  effects  in  the  pressure  signals. 

The  Texas  A&M  University  Active  Flow  Control  Laboratory’s  2’  by  3’  water  tunnel 
facility  was  used  for  the  experiments.  This  water  tunnel  is  a  free  surface,  closed  circuit  facility 
that  holds  approximately  5000  gallons  of  water  and  has  a  24”  wide,  36”  deep  and  72”  long  test 
section.  The  tunnel  is  powered  by  a  25  Hp  pump,  with  flow  rates  as  high  as  7500  gallons  per 
minute  yielding  test  section  velocities  as  high  as  0.9  m/s.  The  tunnel  has  a  6:1  contraction  ratio 
and  less  than  1%  rms  turbulence  level,  +1-2%  in  velocity  uniformity  and  less  than  1  degree  flow 
angularity  in  both  pitch  and  yaw  angles. 
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Since  this  is  a  free  surface  facility  and  the  pump  controller  sets  the  flow  rate  in  gallons 
per  second  the  actual  water  level  in  the  tunnel  determines  the  velocity.  The  tunnel  was  calibrated 
to  relate  the  pump  controller  setting,  the  amount  of  water  in  the  tunnel  (water  level  in  test  section 
at  zero  velocity)  and  the  actual  test  section  velocity.  It  was  however  found  that  such  an 
expression  further  depends  on  the  model  blockage  in  the  test  section.  Thus  the  tunnel  velocity 
had  to  be  determined  with  the  probe  assembly  present  in  the  tunnel.  Determination  of  the  water 
velocity  was  done  by  injecting  dvc  in  the  water  (approximately  0.3m  below  the  surface)  and 
measuring  the  time  for  the  dye  to  travel  in  between  two  marks  placed  1.5  m  apart.  A  modified 
stopwatch  with  two  switches  for  start  and  stop  was  used,  one  person  starts  the  stopwatch  when 
the  dye  passes  the  first  line,  and  the  second  person  stops  the  timer  when  the  dye  passes  the 
second  line.  Naturally  such  measurements  potentially  have  errors  due  to  the  reaction  time  of  the 
persons  starting  and  stopping  the  timer.  There  is  also  some  diffusion  of  the  dye,  such  that  judging 
when  the  dye  passes  the  start  and  stop  lines  is  subject  to  some  interpretation.  For  the  tests,  40 
repeated  samples  were  taken,  to  provide  a  statistical  distribution  of  the  measurement. 
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Fig.  10.10.  Measured  times  for  the  water  tunnel  dye  tests. 

As  shown  in  figure  10.10,  the  mean  measured  time  for  one  velocity  setting  was  1.78  sec 
with  a  standard  deviation  of  0.064  sec.  Using  a  99%  confidence  interval  and  a  sample  size  of  40 
(no  samples  were  rejected  as  outliers)  the  velocity  was  determined  to  be  0.845  m/s  +/-  1.5%.  The 
true  velocity  is  possibly  slightly  different  from  the  estimated  mean,  but  it  is  believed  from  the 
experiments  to  be  within  the  error  range  given.  While  different  means  of  velocity  determination 
could  also  be  used,  such  as  our  PIV  system,  the  marginally  better  accuracy  did  not  warrant  the 
additional  complications,  especially  if  one  considers  the  comparative  nature  of  the  study. 
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As  mentioned  earlier  the  water  tunnel  test  section  has  a  free  surface,  which  means  that  the 
water  level  drops  significantly  from  zero  velocity  to  operating  velocity  conditions.  When  the 
sensor  is  placed  in  the  tunnel  the  offset  is  set  such  that  even  though  the  transducer  sees  a 
significant  positive  pressure  due  to  the  water  column,  the  pressure  given  by  the  calibration  slope 
is  zero.  For  each  millimeter  of  water  level  the  associated  pressure  is  about  10  Pa  hence  the 
change  in  water  level  (approximately  50mm)  from  zero  velocity  to  running  velocity  must  be 
accurately  known  and  the  probe  pressure  must  be  corrected  accordingly. 

During  tunnel  operation  waves  with  an  approximate  magnitude  of  5  mm  peak-to-peak 
and  wavelength  on  the  order  of  meters  were  observed.  Naturally,  this  periodic  increase  and 
decrease  in  water  column  above  the  probe  will  show  up  in  the  measured  pressure  and  hence  these 
waves  must  also  be  accounted  for.  A  static  pressure  sensor  was  thus  designed  to  measure  the 
water  column  without  measuring  the  dynamic  effects  of  the  water  velocity.  This  probe  uses  a 
Honevwell  40PC  amplified  transducer  with  a  range  of  1.8  psig.  (Figure  10.1 1).  The  probe  m  ig. 
10.1  f  is  placed  in  the  water  tunnel  with  the  pressure  port  at  approximately  the  same  depth  as  the 
spherical  probe.  The  exact  depth  is  not  crucial,  since  differential  quantities  are  sought  (figures 

10.12  and  10.13). 


Fig.  10.1 1.  The  static  pressure  probe. 
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The  motion  of  the  linear  motion  system  is  not  exactly  sinusoidal  for  a  constant  rotation 
speed  of  the  crankshaft.  Viscous  and  fluid  inertia  effects  will  further  contribute  and  cause  the 
rotation  to  be  non-constant  hence  further  diverging  from  the  sinusoidal  motion.  Since  the 
position  sensor  is  sampled  continuously  no  assumptions  are  made  on  the  motion,  but  it  is  rather 
measured  directly.  If  one  assumes  that  the  rotation  speed  of  the  crankshaft  is  constant  t 
experimental  envelope  is  as  shown  in  table  10.1. 


Freq. 
r  Hzl 

Mean  Vel. 

fm/sl 

Max.  Rel.  Vel. 
fm/sl 

Min.  Rel.  Vel. 
fm/sl 

Max.  Accs. 

rm/s2i 

Max.  K 
[-]  . . 

L 1  - 

1 

L  J  - 

0.85 

1.01 

0.69 

1.08 

0.04 

2 

0.85 

1.17 

0.53 

4.35 

0.20 

3 

0.85 

1.33 

0.37 

9.78 

0.67 

4 

0.85 

1.49 

0.21 

17.38 

2.49 

Table  10.1.  The  test  envelope  for  the  spherical  probe  in  the  water  tunnel. 


Important  parameters  in  table  10.1  are  the  mean  velocity,  providing  insight  into  the 
Reynolds  number  and  the  mean  dynamic  pressure  to  be  measured.  The  minimum  velocity  must 
never  go  below  zero  to  avoid  flow  reversal.  The  acceleration  is  never  above  values  where  t  e 
deflection  of  the  probe  mount  is  non-negligible  due  to  the  vibration  dampers.  The  K  parameter  is 
an  indicator  of  the  expected  inertial  effects  to  be  seen  by  the  probe.  Notice  the  very  large 
maximum  magnitude  of  this  parameter  for  f=3  and  f=4  Hz.  This  is  due  to  the  inverse 
proportionality  to  the  square  of  the  velocity  and  the  probe  relative  velocity  is  very  low  during  the 
downstream  motion  of  the  probe.  The  mean  Reynolds  number  for  the  probe  at  the  test  velocity  is 
43x10*  which  is  in  the  range  seen  by  miniature  multi-hole  probes  in  air  flows.  The  Rey™1^ 
number  is  also  sub-critical,  meaning  that  we  can  expect  to  see  laminar  separation  at  around  80 

deerees. 


Acquisition  of  data,  filtering  and  data  corrections 

The  three  basic  quantities  the  time  series  of  which  we  want  to  measure  are:  probe 
dynamic  pressure,  probe  relative  flow  velocity  and  probe  relative  flow  acceleration.  The  pressure 
siunals  from  both  the  static  probe  and  the  spherical  probe  are  both  offset  to  give  zero  pressure  for 
Zero  flow  velocity,  even  though  there  is  a  significant  pressure  due  to  the  water  column.  As  the 
flow  is  accelerated  the  water  level  drops,  the  static  pressure  sensor  will  thus  see  a  negative 
pressure  proportional  to  the  difference  in  water  column  drop.  Similarly,  the  sphere  probe  sees 
this  drop  in  pressure,  but  in  addition  it  also  measures  the  (for  zero  pitch  angle)  dynamic  pressure 
of  the  flow.  To  find  the  true  differential  pressure  for  the  sphere  probe  the  static  probe  pressure 
must  be  subtracted  from  the  measured  sphere  pressure.  For  the  entire  time  senes,  both  the  static 
and  sphere  probe  pressures  are  sampled  such  that  this  correction  is  done  on  a  point-by-point 

basis. 

The  position  sensor  is  calibrated  for  the  range  of  motions  where  the  maximum  and 
minimum  values  are  given  directly  by  the  radius  of  the  crankshaft.  As  with  all  digitized  data,  the 
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present  data  time  series  are  not  perfectly  smooth  for  two  reasons:  the  resolution  of  the  DAQ 
system  (10V  /  12  bit  =  2.44  mV)  and  background  electrical  noise  (on  the  order  of  10  mV  p-p). 
From  such  discretely  digitized  data  the  derivatives  cannot  be  calculated  without  first  smoothing 
or  low-pass  filtering  the  data.  Rather  than  using  analog  filters  where  phase  and  magnitude 
information  is  easily  lost,  digital  filtering  of  the  sampled  data  was  chosen.  The  topic  of  digital 
filtering  is  extensive  and  there  is  a  number  of  filter  parameters  that  have  to  be  decided  upon 
when  designing  a  filter.  For  example,  some  of  those  parameters  are:  required  kernel  length,  roll¬ 
off  rate  and  stop-band  attenuation.  Implementing  digital  filters  in  a  quasi-real-time  system 
requiies  a  comprehensive  study  on  the  speed  of  the  filtering  since  some  filters  are 
computationally  intensive  and  can  be  very  slow.  For  this  work,  no  optimization  or  quantification 
of  speed  and  performance  is  studied,  rather  a  stable  conventional  filtering  technique  was  chosen. 
The  method  uses  a  Fast  Fourier  Transform  (FFT)  convolution  technique  based  on  the  principle 
that  multiplication  in  the  frequency  domain  corresponds  to  convolution  in  the  time  domain.  The 
basic  function  is  to  transform  the  entire  time  series  into  the  frequency  domain  using  FFT,  then 
multiply  the  frequency  spectrum  with  the  frequency  response  of  the  filter  and  then  transform  the 
spectrum  back  into  the  time  domain  using  in  inverse  FFT.  Large  sample  sizes  (2  =  16384)  are 

used  for  all  of  the  acquired  data  with  200  points  per  period  (the  sampling  frequency  is  adjusted  to 
200  x  oscillation  frequency).  Thus  for  each  data  set  more  than  80  periods  of  oscillations  are 
recorded.  Filtered  and  corrected  quantities  are  shown  in  fig.  10.14  for  a  frequency  of  4  Hz  and 
zero  pitch  angle. 
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Fig.  10.14.  Data  for  a  frequency  of  4  Hz,  tunnel  velocity  of  0.85  m/s  and  zero  degrees  pitch 

angle. 
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Prediction  of  Steady  and  Unsteady  Pressure  Coefficients 

We  will  call  “true  dynamic  pressure”  the  stagnation  pressure  corresponding  to  the 
instantaneous  probe  relative  flow.  This  is  the  pressure  the  probe  would  measure,  at  zero  pitch 
angle,  if  there  were  no  inertial  effects.  However,  the  actually  measured  pressure  at  the  forward 
stagnation  point  has  larger  magnitude  and  leads  the  true  dynamic  pressure  in  phase  due  to  the 
inertial  effects.  It  should  also  be  noted,  as  seen  in  figure  10.14  for  zero  degrees  pitch,  that  the 
measured  sphere  pressure  does  not.  cross  the  true  dynamic  pressure  at  the  peaks  (point  where 
dU/dt  is  zero).  In  the  valleys  this  is  the  case,  however  at  the  peaks  the  sphere  pressure  appears  to 
cross  the  true  dynamic  pressure  at  a  later  point.  This  trend  has  been  observed  in  a  wide  range  of 
data  and  may  be  due  to  viscous  effects. 

The  steady  pressure  coefficient  is  calculated  from  the  pressures  seen  by  the  probe  in 
steady  flow  (probe  is  not  oscillated)  for  pitch  angle  from  0  to  90  degrees  (fig.  10.15). 
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Fig.  10.15.  The  steady  pressure  coefficient  calculated  from  the  experimental  sphere  data. 
The  data  is  curve  fitted  and  plotted  up  to  90  degrees.  The  Reynolds  number  is  sub-critical 

and  laminar  separation  is  observed. 
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|.16.  Calculated  unsteady  pressure  coefficient  from  experimental  data  at  f-4Hz. 


Fig.  10.17.  Standard  deviation  of  the  predicted  mean  unsteady  Cp. 
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The  determination  of  the  steady  pressure  coefficient  is  seen  to  follow  theory  well  and  the 
standard  deviation  of  the  measurements  is  low.  Determination  of  the  unsteady  pressure 
coefficient  is  significantly  more  challenging  than  finding  the  steady  pressure  coefficient  As 
discussed  in  section  8,  it  is  necessary  to  chose  data  from  a  time  senes  where  the  inertial  effects 
are  sienificant  (high  K-value).  For  each  point  in  the  time  senes  the  value  K  is  calculated  and  only 
data  points  that  are  above  a  certain  absolute  value  of  K  (e.g.  above  the  rms  value)  are  used  to 
find  an  average  unsteady  pressure  coefficient  for  that  angle.  The  results  are  shown  in  figure i  16. 
The  agreement  between  the  experimentally  calculated  pressure  coefficient  and  mat  predicted  by 
unsteady  potential  flow  is  remarkable,  if  one  considers  the  fact  that  the  theoretics,  curve  does  no 
take  into  account  viscous  effects,  steady  or  unsteady  and  that,  as  already  descnbed  earlier,  the 
experimental  setup  and  procedures  for  the  unsteady  measurements  are  very '  '  an 

elaborate  with  several  potential  sources  for  expenmental  error.  In  fig.  10.17  the  standard 
deviation  in  the  predicted  mean  value  for  the  unsteady  coefficient  is  seen  to  be  very  arge 
however  the  large  number  of  points  used  to  predict  the  mean  Cp  gives  a  99 /o  confidence  interval 

for  the  mean  value. 
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Fig.  10.18.  The  99%  confidence  interval  for  the  predicted  mean  unsteady  pressure 

coefficient. 


In  fig  10  1 8  it  is  seen  that  even  though  the  standard  deviation  and  hence  the  spread  in  the 
data  is  large  the  mean  is  predicted  within  a  narrow  range  due  to  the  large  number  of  data  points 
used  to  estimate  the  mean.  Increasing  the  accuracy  of  the  tunnel  velocity  by  using  a  continuous 
measurement  such  as  a  hot-film  probe  might  improve  the  accuracy  of  the  predicted  pressure 
coefficient,  however  the  largest  error  source  is  believed  to  be  the  probe  velocity  derived  from  the 
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position  sensor.  For  the  above  analysis  the  filtered  position  signal  is  differentiated  to  give  the 
velocity  of  the  linear  motion  system  directly.  Potential  error  sources  in  the  velocity  estimation 
are:  non-linearity  of  the  potentiometer,  sampling  error  and  the  differentiation  of  discrete  data. 

The  main  purpose  of  the  water  tunnel  tests  was  to  evaluate  the  feasibility  of 
experimentally  determining  the  steady  and  unsteady  pressure  coefficients.  However,  it  was  also 
desired  to  test,  using  the  water  tunnel  data,  the  velocity  prediction  routine  given  in  section  8.  The 
spherical  probe  has  only  one  pressure  sensor  and  predicting,  from  this  one  pressure  reading, 
simultaneously  the  instantaneous  velocity  and  flow  angle  (or  probe  pitch  angle)  is  impossible. 
For  this  reason  the  pitch  angle  was  assumed  constant  and  known,  and  determination  of  the 
velocity  magnitude  follow  the  procedure  outlined  in  section  8.  The  experimentally  determined 
steady  and  unsteady  pressure  coefficients  calculated  above  were  used  to  predict  the  velocity 
magnitude  for  several  time  series  of  corrected  sphere  pressures.  From  the  filtered  data  also  the 
“exact”  relative  velocity  is  known  and  is  used  as  a  reference. 

Test  Case  1:  Frequency  4  Hz  and  Pitch  Angle  0  Degrees 

The  first  test  case  is  for  frequency  4  Hz.  The  inertial  effects  for  this  test  are  very  large 
with  a  maximum  K.  value  of  about  2.5.  This  data  set  was  also  used  to  determine  the  unsteady 
pressure  coefficient  for  zero  pitch  angle.  The  filtered  probe  pressure  and  the  true  flow  dynamic 
pressure  are  shown  in  fig.  10.19.  The  data  in  fig.  10.20  show  that  the  velocity  magnitude  is 
predicted  with  reasonable  accuracy  from  the  measured  pressure. 
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Fig.  10.19.  Filtered  sphere  pressure  and  the  true  probe  relative  dynamic  pressure  of  the 

flow  for  f=4  Hz,  pitch  =  0  degrees. 
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V  elocity  prediction  using  the  modified  Euler  predictor-corrector  method  for  f-4 
Hz  and  pitch  angle  =  0  degrees. 
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Fig.  10.21.  Sphere  pressure  and  calculated  sphere  pressure  from  the  predictor-corrector 
method  for  f=4  Hz  and  pitch  angle  =  0  degrees. 
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Fig.  10.22.  Difference  between  measured  sphere  pressure  and  calculated  sphere  pressure 
from  the  predictor-corrector  method  for  f=4  Hz  and  pitch  angle  —  0  degrees. 

In  section  8  it  was  shown  that  the  accuracy  of  the  predictor-corrector  method  depends 
heavily  on  the  sampling  rate  or  time  between  data  points.  It  was  shown  that  the  error  is 
proportional  to  the  step  size  to  the  third  power  (Error  cc  h3)  thus  for  each  doubling  of  the 
sampling  frequency  (half  the  time  between  data)  the  error  is  expected  to  be  reduced  by  a  factor 
of  eight.  It  was  also  shown  that  with  20  points  per  period  for  a  sine  wave  the  expected  error  is 
around  5%.  The  data  in  these  tests  was  sampled  with  200  points  per  period  and  thus  very  small 
errors  are  expected  from  the  predictor-corrector  routine.  In  fig.  10.21  the  sphere  pressure  is 
shown,  and  also  the  calculated  sphere  pressure  from  the  velocity  magnitude  and  rate-of-change 
calculated  by  the  predictor-corrector  method.  Negligible  difference  between  the  two  pressures 
are  observed  and  plotted  in  fig.  10.22. 

Test  Case  2:  Frequency  4  Hz  and  Pitch  Angle  20  Degrees 

For  a  non-zero  pitch  angle  the  measured  pressure  has  a  completely  different  waveform 
and  phase  than  the  true  dynamic  pressure  of  the  flow.  For  the  tests  using  the  sphere  probe  the 
pitch  angle  is  known  such  that  the  steady  and  unsteady  pressure  coefficient  values  are  given 
directly  by  the  curve-fitted  data  from  figs.  10.15  and  10.16  (Cp  curves).  Fig.  10.23  shows  the 
filtered  sphere  pressure  and  the  true  dynamic  pressure  of  the  flow  for  a  pitch  angle  of  20  degrees. 
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Fig.  10.23.  Filtered  sphere  pressure  and  the  true  probe  relative  dynamic  pressure  of  the 

flow  for  f=4  Hz,  pitch  =  20  degrees. 
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Fig.  10.24.  Velocity  prediction  using  the  predictor-corrector  method  for  f-4  Hz,  pitch  -  20 

•  degrees. 
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In  fig.  10.23  large  amplitude  difference  between  the  sphere  pressure  and  the  true  dynamic 
pressure  of  the  flow  is  seen.  Using  the  predictor-corrector  routine  the  velocity  is  still  predicted 
well  (fig.  10.24). 

Test  Case  3:  Frequency  2  Hz  and  Pitch  Angle  0  Degrees 

For  frequency  2  Hz  the  inertial  effects  are  much  smaller  than  for  4  Hz,  but  still 
significant.  The  experimental  determination  of  the  unsteady  pressure  coefficient  used  data 
recorded  at  4  Hz.  Using  this  unsteady  pressure  coefficient  to  determine  the  velocity  magnitude  at 
a  different  frequency,  will  show  the  technique’s  independence  from  frequency.  In  fig.  10.25 
large  unsteady  effects  are  still  seen  for  this  lower  frequency  (as  compared  to  4  Hz).  Fig.  10.26 
shows  that  even  for  frequencies  different  from  the  calibration  frequency  the  method  works  well 
in  predicting  the  velocity  magnitude. 

Test  Case  4:  Frequency  2  Hz  and  Pitch  Angle  70  Degrees 

The  steady  and  unsteady  pressure  coefficients  are  continuous  and  well-behaved  up  to 
about  80  degrees  where  laminar  separation  causes  divergence  from  the  potential  flow  solution. 
The  steady  pressure  coefficient  is  negative  for  angles  above  approximately  42  degrees,  meaning 
that  a  steady  pressure  at  42  degrees  or  higher  will  be  negative. 
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Fig.  10.25.  Filtered  sphere  pressure  and  the  true  probe  relative  dynamic  pressure  of  the 

flow  for  f=2  Hz,  pitch  =  0  degrees. 


127 


[Pal 


o  r 


-0  2  - - 

0  0.2  0.4  0.6  0.8 

Time  [sj 


•  V  calculated 

I 

- V  exact 


1.2  1.4 


Fig.  10.26.  Velocity  prediction  using  the  predictor-corrector  method  for  f-2  Hz,  pitch  -  0 

deg. 
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Fig.  10.27.  Filtered  sphere  pressure  and  the  true  probe  relative  dynamic  pressure  of  the 

flow  for  f=2  Hz,  pitch  =  70  degrees. 
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Fig.  10.28.  Velocity  prediction  using  the  predictor-corrector  method  for  f-2  Hz,  pitch  70 

degrees. 

Fig.  10.27  shows  that  the  measured  pressure  and  the  true  dynamic  pressure  of  the  flow 
are  opposite  in  sign  with  their  absolute  values  very  similar.  For  this  high  angle  the  velocity 
magnitude  is  still  predicted  accurately  in  phase  (fig.  10.28),  but  significant  over  prediction  in 
magnitude  is  observed.  For  each  of  the  four  cases  considered  the  velocity  is  consistently  over¬ 
predicted  to  a  lesser  or  greater  degree.  This  over-prediction  may  be  due  to  a  number  of  reasons. 
The  indirect  method  of  measuring  the  probe  relative  velocity  can  introduce  errors,  which  means 
that  in  the  four  examples  given  above  the  error  might  not  be  in  the  predicted  velocity,  but  rather 
in  the  “exact”  or  reference  velocity.  Additional  refinement  could  also  be  done  in  the  starting 
points  for  the  predictor  corrector  method.  Due  to  the  non-linearity  of  the  governing  equation 
some  instability  problems  can  occur  in  the  starting  region  unless  proper  precautions  are  taken. 
For  the  above  tests  zero  values  were  used  as  starting  values  and  relatively  slow  convergence  to 
the  true  velocity  is  seen.  For  periodic  flows  this  may  not  impose  a  problem  since  a  long  time 
series  can  be  used  and  the  first  few  points  can  be  discarded,  however  for  non-periodic  flows 
further  refinement  of  the  starting  conditions  should  be  attempted. 
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11.  ANALYTIC  PREDICTION  OF  SURFACE  PRESSURES  OVER  A 
HEMISPHERE-CYLINDER  AT  INCIDENCE  AND  EXPERIMENTAL 
VALIDATION 

The  utility  of  the  hemisphere  cylinder  configuration  lends  itself  to  widespread 
application,  with  the  specific  application  of  interest  to  us  being  its  use  in  pressure  probes.  An 
explicit  method  to  estimate  the  surface  pressures  over  this  configuration  would  be  of  use  for  both 
conceptual  design  and  for  understanding  the  relation  of  the  design  variables.  Consequently,  an 
explicit  equation  is  developed  that  requires  only  the  hemisphere  cylinder  incidence  and  the 
location  of  the  point  of  interest  to  yield  the  final  surface  flow.  Surface  pressures  are  calculated 
using  perturbation  potentials  calculated  from  least  square  curve  fits  to  numerically  estimated 
potentials.  Comparisons  of  the  expression  with  experimental  data  show  good  agreement. 

Nomenclature 

Cp  =  pressure  coefficient 

fe  =  source  ring  strength 

Kf  =  kernel  function 

k  =  geometric  parameter 

1  =  body  length 

Pn  =  source  ring  influence  parameter 

r  =  orthogonal  coordinate 

R  =  hemisphere  radius 

U  =  freestream 

V,i  =  tangential  velocity 

\V  =  transverse  velocity 

w  i  =  lateral  velocity 

w;  =  axial  velocity 

x.y.z  =  cartesian  coordinates,  origin  at  hemisphere  nose 

x\y.z  =  cartesian  coordinates,  origin  at  hemisphere-cylinder  juncture 

p,  '  =  orthogonal  coordinates 

a  =  geometric  parameter 

>.  =  geometric  parameter 

<p  =  perturbation  potential 

(f>  =  potential 

On  =  hemisphere  cylinder  incidence  angle 

(K  =  angle  to  the  point  of  interest  measured  from  the  attachment  line 
0  =  spherical  coordinate  angle,  measured  from  nose  of  hemisphere 


General 

The  wide  range  of  applications  of  the  hemisphere-cylinder  (H-C)  configuration  has  led  to 
numerous  investigations  to  elucidate  its  aerodynamic  characteristics.  Hemisphere-cylinders  form 
the  baseline  shape  of  many  underwater  vehicles,  subsonic  missiles  as  well  as  measurement 
probes.  Both  experimental  (Hoang,  H.  T.,  1991;  Meade  and  Schiff,  1987;  Meier  and  Kreplin, 
19S0) 
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and  numerical  (Ying  et  al.,  1987)  studies  have  clarified  effects  of  incidence  and  Re  number  on 
surface  pressure  loads  and  on  and  off-surface  flow  topology.  Generally,  at  low  incidence  for -15 
<  0  <  1 5  deg,  the  effect  of  the  cylinder  on  the  surface  pressures  over  the  hemisphere  is  marginal, 
such  that  the  flow  resembles  that  over  a  sphere.  Note  that  9  -  0  deg  indicates  the  H-C  nose,  and  0 
.  =  90  deg  the  hemisphere-cylinder  junction.  For  larger  9’s,  the  source  like  effect  of  the  cylinder 
results  in  reduced  tangential  velocities  compared  to  the  sphere.  At  zero  incidence  in  the  laminar 
sub-critical  range,  the  minimum  recorded  pressures  for  the  H-C  generally  occur1  at  0  ~  67  (Re 
=  27.000)  -  76  (Re  >  290,000)  deg  compared  to  0  »  72  deg  for  a  sphere  (Schlichting,  1979)  (Re 
=  163,000).  At  these  Re  numbers,  the  minimum  recorded  pressure  coefficient  for  the  H-C  is 
typically  ~  -0.64  while  that  for  a  sphere  is  ~  -0.56.  Increasing  the  Re  past  critical  shows  an  aft 
movement  of  the  point  of  minimum  pressure  with  a  concomitant  increase  in  the  minimum 
pressure  attained. 

Viscous  effects  have  a  pronounced  effect  on  the  flow  behavior  over  a  H-C.  At  low 
incidence,  pressure  recovery  at  the  intersection  of  the  hemisphere  with  the  cylinder  generally 
causes  localized  flow  separation  in  the  form  of  a  ring  shaped  bubble  (Hoang,  H.  T.,  1991). 
Turbulent  transition  generally  closes  the  separation.  As  the  incidence  of  the  H-C  increases,  the 
separation  region  looses  axi-symmetry  and  moves  from  the  windward  side  towards  the  leeward 
side  of  the  H-C.  A  localized  separation  bubble  may  still  exist  on  the  leeward  surface,  at  x/R  ~  1, 
however  it  may  terminate  in  two  unstable  foci  which  mark  the  lift  off  location  for  two  “horn 
vortices”.  Further  down  the  cylindrical  body,  cross  flow  separation  also  results  in  the  formation 
of  vortices  (which  may  connect  with  the  aforementioned  horn  vortices).  This  vortex  formation  is 
dependent  on  the  state  of  the  cross  flow  boundary  layer  and  hence  Re.  Consequently,  the  flow 
over  a  H-C  at  incidence  may  be  considered  to  be  constituted  of  both  potential  (windward)  and 
viscous  flow  regions  (leeward)  with  the  boundaries  determined  by  the  operating  conditions,  e.g. 
incidence.  Re,  turbulence,  etc.  The  above  statement  combined  with  the  fact  that  in  the  use  of 
pressure  probes  it  is  mainly  the  pressures  of  the  windward  side  that  are  important,  viscous  effects 
are  of  secondary  importance.  Pointed  nose  axisymmetric  bodies  are  prone  to  asymmetric  wake 
development  for  large  angles  of  attack.  The  asymmetry  of  the  vortex  wake  can  be  caused  by  any 
slight  surface  perturbation.  H-C’s  are  generally  not  as  prone  to  vortex  asymmetry  as  sharp 
axisymmetric  bodies,  however,  a  moderately  small  surface  perturbation  in  the  nose  vicinity  of  a 
H-C  can  cause  asymmetrical  vortex  development.  For  H-C  incidence  angles  (0H)  greater  than  15 
deg  and  less  then  42  deg,  the  wake  of  the  cylinder  can  also  contain  unsteadiness.  The 
unsteadiness  is  due  to  periodic  heaving  of  the  vortices  as  they  convect  downstream  (Hoang,  H. 
T..  1 99 1 ).  For  incidences  greater  then  42  deg,  H-C’s  exhibit  vortex  shedding. 

The  wide  ranging  application  of  H-C  configurations  makes  it  valuable  for  the  designer  to 
have  a  simple  analytic  tool  that  would  allow  estimates  of  the  surface  pressures  over  a  H-C  at 
incidence.  Traub  (Traub,  1999;  Traub,  1997a;  Traub  1997b;  Traub,  2001)  has  shown  that 
analytic  prediction  methods  can  offer  simplicity  and  utility  to  the  designer,  and  allow  a  “feel”  for 
the  respective  design  variables.  Consequently,  an  analytic  method  has  been  developed.  The 
method  uses  the  surface  singularity  methods  of  Landweber  (Landweber,  1951)  and  Lotz  (Lotz, 
1932)  to  estimate  the  perturbation  potentials  for  axial  and  transverse  flow,  respectively.  These 
potentials  are  then  approximated  using  a  least  squares  curve  fit.  Potential  theory  is  then  used  to 
develop  a  final  single  expression  which  allows  for  pressure  estimation.  An  experimental  study 
was  also  undertaken  to  provide  data  for  comparison.  Numerous  theoretical  and  experimental  data 
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comparisons  are  presented.  Agreement  is  seen  to  be  very  good,  which  is  encouraging  considering 
the  simplicity  of  the  final  analytic  expression. 


Theoretical  Development 

As  Laplace's  equation  is  linear,  the  perturbation  potential  due  to  axial  flow  and  that  due  to 
transverse  flow  can  be  decomposed  and  solved  independently.  For  simplicity,  different  methods 
were  used  for  the  axial  and  transverse  flow  solutions.  A  brief  overview  of  these  methods  is 
presented.  Specific  details  may  be  found  in  the  cited  references. 


2x/d 


Fig.  1 1.1.  Effect  of  singularity  location  on  the  perturbation  potential  and  predicted  pressure 

coefficient  over  a  H-C. 


Axial  Flow 

Initially,  the  accuracy  of  surface  and  axis  distributed  singularity  methods  was  investigated. 
Figure  11.1  shows  comparisons  (the  axis  method  used  doublets,  the  surface  method  will  be  detailed 
below).  It  may  be  seen  that  for  this  type  of  body,  an  axial  distribution  of  singularities  does  not  yield 
an  accurate  representation  of  the  flow,  essentially  due  to  a  discontinuous  second  derivative  of  the 
surface  at  the  H-C  juncture.  It  was  thus  decided  that  the  surface  singularity  method  would  be  used  to 
model  the  flow  despite  a  significant  increase  in  complexity.  The  axial  flow  over  the  H-C  was  solved 
for  using  the  method  of  Landweber,  as  presented  by  Albone  (Albone,  1972).  Landweber  has  shown 
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that  by  applying  Green's  theorem  to  the  solution  of  the  boundary  value  problem  for  <J>,  an  integral 
expression  for  the  surface  velocity  may  be  obtained.  Thus,  the  method  consists  of  solving  the 
integral  equation  for  the  surface  velocity: 

.p U(.\)yfx  )ds_  =  j  wjiere  r(x,t)  =  Jix-rf  +y2  (11-1) 

2r(x,tf 

U(x)  is  the  total  fluid  velocity  on  the  body  surface  non-dimensionalised  by  the  free  stream 
velocity  and  t  is  the  location  of  a  unit  strength  source  at  an  arbitrary  location  on  the  bodies  axis  of 
symmetry.  This  equation  is  solved  by  iteration  to  minimise  an  error  function  within  a  user 
prescribed  tolerance  (see  Albone,  1972,  for  details).  This  method  is  more  rapid  than  other  surface 
singularity  methods,  but  yields  velocity  on  the  body  surface  only.  Within  the  user  prescribed 
tolerance,  the  method  is  exact.  The  perturbation  potential  was  found  by  integrating  the  perturbation 
velocity,  using  cubic  splines  to  describe  the  velocities.  Fig.  1 1 .2  shows  comparisons  between  the 
present  method  (i.e.  Landweber’s  method)  and  the  results  of  Vandrey  (Vandrey,  1953),  who  used  a 
surface  source  ring  method.  A  least  square  curve  fit  of  the  present  method’s  data  is  also  included. 
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Transverse  Flow 

The  transverse  flow  was  solved  for  using  the  more  general,  but  computationally  more 
expensive  method  of  Lotz.  This  method  uses  an  axial  distribution  of  surface  source/sink  rings  in 
combination  with  the  no  penetration  boundary  condition  to  determine  the  source  strengths.  The 
method  is  complicated  by  the  behaviour  of  the  kernel  or  core  functions  which  are  singular  when  the 
effect  of  the  element  on  itself  is  evaluated,  requiring  careful  implementation  of  suitable  limits.  The 
method  consists  of  calculating  the  geometric  Kernel: 


A"  =  7  =  —  (Gi  (k2)[(r  -  p)  -  r'(x  -  Q]  -  P  G2  (k2)])  ( 1 1  -2> 

\(  ct’  +  K) 

where  G,  and  G2  are  functions  of  complete  elliptic  integrals  of  both  the  first  and  second  kind: 


Gl  = 


(2-A2)E(A:) 

2(l-A-:) 


-K(k2) 


(11.3) 


G2  =  2^-^(£(A-)-A(A2))+(£(A2)-K(A;!))  O1-4) 

A 

with 

K(k:)~  [  =  elliptic  integral  of  the  first  kind 

„  VI  —  A 2  sin2  r 


/:( A 2 )  =  J vl  —  A 2  sin2  zdz 


elliptic  integral  of  the  second  kind 


u.  p.  k.  k.  x.  C  and  r  are  geometric  parameters  given  by: 


a:  =  (A  - :y  +  r  +  p:  A2  =  2 rp 

(11.5a) 

?;  =  and  A 2  =  1  -  A2 

(11.5b) 

a-  +  A 


The  method  then  consists  of  solving  for  each  P(x,r)  by  varying  the  running  point  RP(C,p),  taking 
care  to  evaluate  P=RP  so  as  to  avoid  a  singular  solution  (due  to  the  elliptic  integral  Gl),  (see  Fig. 
1 1 .3)  where 


Pjx.r)  =  i,nP'",^'P—d£  and  P](x,r)  =  \'0Ked£ 
P 


(11.6) 
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Fig.  1 1.3.  Theoretical  development  geometric  variables  and  calculated  velocity  components. 


The  solutions  of  the  preceding  equations  are  then  combined  in  a  rising  power  series  of  n  for  the 
source  ring  strengths  at  any  fixed  point  location: 


f(x,r)  =  fjx.r)- 


fl (x,r)  (  Pi(x,r)  p 2 (x, r)  +  p3(x,r) 


K 


K 


K 


(11.7) 


Finally,  the  perturbation  potential  at  any  point  in  the  flowfield  is  found  using: 
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(11.8) 


<j>'  =  -4W  cos8,\l„ 


V«'?  +  k2 


Gy{\C)P&<; 


where  W  is  the  transverse  velocity,  G3  is  a  function  of  complete  elliptic  integrals  of  the  first  and 
second  kind,  i.e. 


G3  =  4  [(2  -  A'2  )K(k2 )  -  2 E(k2 )]  ( 1 1  -9) 

Jc 

0V  is  the  angle  to  the  point  of  interest  measured  from  the  attachment  line.  Although  tedious,  the 
method  does  yield  essentially  exact  solutions.  Fig.  11.4  shows  comparisons  of  the  transverse 
potential  between  the  present  method  and  the  results  of  Vandrey,  who  used  a  surface  source  ring 
method.  A  polynomial  curve  fit  is  also  presented. 


Prediction  of  Pressures 

Using  the  axial  and  transverse  perturbation  potentials  determined  using  the  surface 
singularity  methods  above  allows  the  determination  of  the  attached  flow  surface  pressures  at  any 
location  on  the  H-C  as  will  be  detailed.  As  mentioned  previously,  the  contributions  of  the  axial  and 
transverse  flow  can  be  determined  separately  due  to  the  linear  nature  of  Laplaces'  equation. 

Velocity  Due  to  Axial  Flow:  0  <  x/R  <  1 

Figure  1 1 .3  shows  the  variables  used  in  the  present  development.  For  utility,  the  formulation 
uses  the  position  variable  9  for  location  over  the  hemisphere  body  (rather  than  x/R).  A  least  squares 
curve  fit  of  the  perturbation  potential  in  Fig.  11.2  yields,  using  x/R=l-cos(0)  with  x'=x-R  (after 
some  manipulation): 


</>'=  LRcos(8H  ) 


sin(6»)(0. 1 375  -  0.0744  cos(<9)  -  0. 1 869  cos2  (8)  -  0.0457  cos3  (8) 

+  0. 1 276 cos4  (8)  +  0.06404  cos5  ( 8 )  -  0.0608cos6  (8)  -  0.0658  cos7  (8) 
-  0.0220  cos"  (8)  -  0.0026  cos9  (8))  +  0. 1 650 8 


(11.10) 


The  tangential  velocity  is  then 

r  =I£4l  (11.11) 

"  R  c8 

where  $o1  is  the  freestream  potential  (=  -URcos(0)cos(0H))  plus  the  perturbation  potential. 
Evaluation  yields,  where  Ucos(0H)sin(0)  is  the  freestream  contribution 
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v9  =U  cos(6»w) 


sinf#)  +  0.5115  cos($)  -  0.0 1 1 5  cos2  (9)  - 1 .07 1 4  cos3  (0)  -  0.5032  cos4  (< 9 ) 
+ 1 ,003cos5 (0)  +  0.8445cos6 (0)  -  0.2496cos7 (0)  -  0.5029 cos3  (0) 


-  0. 1 982cos  V)  -  0.026cosl0(<9)  +  0.2394 


(11.12) 


Velocity  Due  to  Transverse  Flow:  0  <  x/R  <  1 

The  calculation  of  the  induced  velocities  due  to  the  transverse  component  of  the 
decomposed  freestream  is  straightforward  but  contains  a  subtlety.  The  transverse  flow  induces 
two  velocity  components  on  the  hemisphere  surface:  one  lateral  (wi)  and  one  axial  (w2)  such  that 
it  opposes  the  velocity  due  to  axial  decomposition  of  the  freestream.  It  is  this  component,  w2, 

that  is  responsible  for  the  rearward  movement  of  the  attachment  line  stagnation  point  with 
incidence. 


Using  the  numerical  data  in  Fig.  1 1.4  gives  a  transverse  perturbation  potential  of 


<fi'=  URsm(9H  )cos((9r) 


0.7146  -  0.2789cos(<9)  -  0. 1 396cos:(<9)  -  0.0802cos3(<9)  -  0. 1 802cos4  (0) 
+  0. 1 363COS5  (9)  +  0.4 1 77 cos6 (9)  +  0.0 1 94cos ’(9)  - 0.3272cos8  (9) 

-  0.2033cos9  (9)  -  0.0369  cos 10  ((9) 


(11.13) 


The  lateral  velocity  component  is  found  using 

1  Red,  01.14) 


where  is  the  freestream  potential  (=  URcos(0v)sin(0H)sin(e))  plus  the  perturbation  potential. 
Evaluation  yields 


u- 


=  )sin(6^(  ) 


0.7 1 46  -  0.2789 cos (9)  -  0. 1 396cos 2 (9)  -  0.0802 cos'  (9)  -  0. 1 802 cos4  (9) 
+  0. 1 363 cos'  (9)  +  0.4 1 77  cos6 (9)  +  0.0 1 94 cos7  (9)  -  0.3272  cos8  (9) 

-  0.2033 cos0  (9)  -  0.0369 cos'°(0)  +  sin(0) 


(11.15) 


The  axial  component  w2  is  determined  using 

1  dd> 

W  - _ ZJUL 

2  R  c0  0116) 


Evaluation  of  gives 
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W, 


L:sin(^//)cos(^l  ) 


0.2407  cos2  (0)  sin(0)  +  0.7208cos5  (< 0 )  sin(<9)  -  0.68 1 5  cos4  (0)  sin(<9) 

-  2.5059cos5  (0)  sin(0)  -  0. 1 355  cos6  (0)  sin(£)  +  0.2793  cos(0)  sin(0) 

+  O.2789sin(0)  +  cos(0)  +  2.6 1 79  cos7  (0)  sin(0)  + 1 .8297  cos8  (6>)sin(0) 
+  0.3698cos9  (0)  sin(<?) 


(11.17) 


The  surface  pressure  coefficient  is  then  found  using 


Cp=l- 


/(i;-vv:)2+h,2A 

u2 


(11.18) 


Surjace  Velocities j  <  x/R  <  2 

A  similar  procedure  is  used  for  the  after-body,  noting  that  for  this  region,  w2  =  d(j\Jd\  and 
Vy  =  d(j\ o,/cx.  The  resulting  expressions  for  the  three  velocity  components  are: 


V0  =  U  cos(0H ) 


0.0359  +  —  2.4668-(— )21 1 . 1 589  +  (— )3  32.7894  —  (— -)4  57.1212 
R  R  R  R 

(— )5  58.7740 -(—)637.0220  +  (—)7 14.4878 -(—)83.441 8- (—)9  0.4549 
R  R  R  R  R 

-0.0257(— )'°  +1 
R 


(11.19) 


\\\  =  -Usin(0H  )sin(<9, ) 


0.0141  +  — 3..0142-(— )21 1.5727  +  (— )330.2474-(— )J48.8443 
R  R  R  R 


(— )3  50. 2109- (—)6  33. 4521  +  (—)7 14.3547 -(—)8  3. 8209  + (—l0  0.5731 
R  R  R  R  R 

-(-)'°  0.0369  +  1 
R 


(11.20) 


u\  =  U  cos(0,  )sin(0ll ) 


3.0142-  — 23. 1454  + (—)2  90. 7422- (—)3 195. 3772  + (—)4  25 1.0545 
R  R  R  R 

-(— )5  200.7126  +  (—)6 100.4829  — (—)730.5675  +  (—)85. 1577 

V  R  R  R 

—  t—)9  0.3698 
R 


(11.21) 


As  before,  pressures  on  the  cylinder  are  estimated  by  substituting  Eqs.  (1 1.19)  -  (1 1.21)  into  Eq. 
(11.18). 
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x/R 

Fig.  11.4.  Predicted  transverse  perturbation  potential  over  a  H-C. 


Experimental  Equipment  And  Procedure 

The  wind  tunnel  model  was  manufactured  from  Aluminum.  Relevant  dimensions  are 
shown  in  Fig.  11.5.  The  H-C’s  diameter  was  1.5"  (38.1mm)  to  accommodate  the  pressure 
tappings.  The  hemisphere  had  25  tappings  in  three  rows  of  8  (spaced  20  deg  apart)  in  addition  to 
a  center  tap.  The  pressure  ports  were  spaced  at  A0  =  10  deg  intervals  along  the  periphery  of  the 
nose.  The  internal  diameter  of  the  tappings  was  0.01"  (0.25mm).  The  tappings  were  as  small  as 
possible  to  minimize  their  effect  on  the  flow.  In  order  to  determine  the  length  of  the  H-C  such 
that  the  influence  of  its  blunt  base  would  be  minimized,  numerical  experiments  were  undertaken 
to  determine  the  effect  of  a  blunt  aft  portion.  The  simulation  was  conducted  using  the  surface 
vortex  ring  method  to  simulate  the  axial  flow,  and  a  surface  source  ring  method  to  simulate  the 
transverse  flow,  as  described  above.  The  numerical  data  suggested  that  the  effects  of  the  cylinder 
base  (on  the  hemisphere)  were  minimal  for  base  locations  greater  than  6  cylinder  diameters  from 
the  front  of  the  model.  The  model  was  attached  to  a  pitching  mechanism  to  allow  accurate 
incidence  variation  of  the  model  from  0  to  45  deg.  The  model  could  be  set  to  0H  within  0.05  deg 
of  the  required  value. 


139 


0.01”  tappings  @  10° 


Fig.  11.5.  Wind  tunnel  model  details. 

The  tests  were  undertaken  in  the  Texas  A&M  University  3’  x  4'  continuous  wind  tunnel  at 
velocities  of  10.4  and  20.5m/s,  corresponding  to  Re  =  26,000  and  53,000  based  on  the  diameter 
of  the  H-C  At  these  velocities  the  turbulence  intensity  is  typically  <  0.3%.  The  wind  tunnel  jet 
velocity  uniformity  is  typically  within  0.1%.  The  tunnel  has  active  cooling  and  is  normally 

maintained  at  20  °C  for  the  duration  of  a  run. 

Pressures  were  recorded  using  an  ESP  32-port  electronic  pressure  scanner  with  a  range  of 
±2500  Pa.  The  signals  from  the  ESP  were  digitized  using  a  12-bit  A/D  board  giving  a  resolution 
of  ±0  24%  of  full  scale.  The  AdD’s  sampling  frequency  was  2kHz.  The  ESP  was  monitored  using 
a  factory  calibrated  Air  Neotronics  digital  micro-manometer  with  a  resolution  of  0.1  Pa.  Before 
each  test  the  ESP  was  recalibrated  to  reduce  errors.  Repeated  data  runs  yielded  an  estimated 
uncertainty  of  the  data  of  0.3%  of  full  scale  for  a  95%  (2a)  confidence  interval.  During  the 
testin'1,  after  the  model  was  pitched  to  a  new  incidence,  approximately  10-1 5s  was  allowed  to 
elapse  to  allow  the  pressures  to  reach  their  steady-state  values.  The  model  was  pitched  through  0, 
15,  30  and  45  deg.  At  each  0H,  the  ESP  was  sampled  200  times  and  averaged.  No  corrections  to 
account  for  wall  effects,  i.e.  solid  and  wake  blockage,  were  applied  to  the  data,  as  a  large 
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majority  of  the  test  cases  would  encompass  significant  extents  of  separated  flow  making  accurate 
application  of  corrections  uncertain.  Furthermore,  for  the  worst  case  scenario,  0h  -45  deg,  the 
combined  blockage  of  the  model  and  mount  is  less  than  1.4%  suggesting  that  wall  ettects  wou 

be  negligible. 


pressure  coefficient  measured  over  a  hemisphere  cyltnder  a,  zero 
incidence  using  Landwebers  method  and  Eq.  (11.18)  are  shown  in  Fig.  11.6.  Agreement  with  die 
present  experimental  data  is  seen  to  be  good.  Also  included  in  the  figure  is  the  potential  solution 
die  flow  over  a  sphere  (=  l-9/4sin2(0))  as  well  as  an  empirical  modification  to  this  formula 
account  for  the  effect  of  the  cylinder  on  the  hemisphere  (=  l-2.O7sin2(0)).  As  noted  prior,  for  0  = 
+15  deg  the  presence  of  the  cylinder  has  a  negligible  effect  on  the  hemisphere  surface  pressure.  For 
greater the  cylinder  acts  as  a  downstream  source,  retarding  the  surface  velocities  thus  causing 
comparatively  higher  surface  pressures.  The  empirical  relation  is  seen  to  accurately  estimate  the 
surface  pressures  over  the  forward  0  =  55  deg  of  the  hemisphere. 
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Hoang  performed  a  comprehensive  study  on  the  behavior  of  a  H-C  at  incidence.  His  data 
included  surface  pressure,  surface  flow  topology,  as  well  as  Hot  Wire  and  LDV  measurements. 
Consequently,  Hoang’s  data  (Re=  42,000),  in  addition  to  the  present  experimental  effort,  will  be 
used  for  prediction  validation.  To  correctly  evaluate  the  potential  of  the' present  expression,  it  is 
necessary  to  know  its  natural  limitations  following  from  the  unique  inherent  viscous 
characteristics  of  a  H-C.  Consequently,  these  characteristics/flow  behaviors  will  be  discussed 
briefly  although  touched  upon  in  the  introduction.  At  the  Re  range  of  the  experimental  data 
included  in  this  study,  the  surface  flow  displays  a  marked  and  systematic  variation  with  0H  as 
elucidated  by  Hoang.  At  zero  incidence,  surface  skin  friction  patterns  indicate  the  existence  of  an 
axisvmmetrical  closed  separation  bubble  (as  mentioned  prior)  propagating  from  the  H-C 
juncture.  Incidence  causes  an  asymmetry  of  this  bubble  with  a  leeward  displacement  of  the 
separation  borders.  Increasing  0H  to  10  deg  sees  the  formation  of  two  horn  vortices  (representing 
unstable  foci)  from  the  upper  lateral  edges  of  the  bubble  at  0V  ~  ±130  deg.  Two  symmetric  cross 
flow  separation  lines  are  also  apparent  on  the  cylinder  at  this  incidence  and  indicate  the  possible 
existence  of  leeward  vortices.  These  separation  lines  are  clearly  distinct  from  the  hom  vortices 
and  originate  approximately  2R  aft  of  the  hom  vortices.  Increasing  incidence  shows  a  leeward 
displacement  of  the  separation  region  located  at  the  hemisphere-cylinder  juncture.  Skin  friction 
patterns  from  Hoang1  are  reproduced  in  Fig.  1 1 .7b-l  1 .7c  representing  the  H-C  at  0H  =  20  deg,  as 
this  is  the  incidence  of  most  of  the  data  comparisons  presented  in  this  study.  A  summary  of  the 
surface  flow  features  is  also  presented,  Fig.  7a.  The  cross  flow  separation  line  is  clearly  seen 
running  along  the  side  edge  of  the  cylinder.  This  separation  point  is  seen  to  move  progressively 
windward  with  increasing  x/R.  A  trace  of  the  surfaces  pressures  experienced  along  a  skin  friction 
line  originating  from  x/R  =  1,  0V  =  0  deg  and  x/R  =  5,  0V  =  0  showed  that  the  movement  of  this 
separation  line  to  smaller  0v  (i.e.  windward)  with  increasing  x/R  is  not  due  to  a  more  favorable 
pressure  distribution  downstream  (the  large  x/R  pressure  distributions  are  more  favorable).  The 
trajectory  of  this  separation  line  is  thus  probably  due  to  the  increasing  boundary  layer  thickness 
downstream  increasing  the  tendency  for  separation.  Two  darker  lines  running  over  the  top  of  the 
H-C  are  identified  as  vortex  induced  separation  lines,  suggesting  the  presence  of  two  vortices  per 
side,  a  primary  and  secondary  separation  vortex.  The  primary  vortex  causes  the  secondary  flow 
separation.  Vortex  induced  pressure  gradients  convect  fluid  laterally  outwards  under  the  primary 
vortex  core,  such  that  the  fluid  encounters  an  adverse  pressure  gradient  which  causes  the 
boundary  layer  to  separate.  The  ensuing  free  shear  layer  rolls-up  and  forms  a  vortex  of  opposite 
rotation  (to  the  primary).  The  skin  friction  lines  emanating  from  the  attachment  line  are  seen  to 
progressively  reduce  in  inclination  relative  to  the  body,  see  Fig.  1 1.7c,  and  at  x/R  >  4.8  they  are 
inclined  at  40  deg  to  the  freestream.  This  condition  corresponds  to  Munk’s  (Munk,  1923)  “2a” 
type  of  flow  (where  local  lift  development  assuming  no  flow  separation  is  proportional  to 
2a:  here,  0h  =  a)  and  suggests  that  over  this  region  of  the  H-C,  the  flow  is  essentially  inviscid. 
Fie.  1 1 .7d  shows  a  sketch,  proposed  by  Maskell  (Maskell,  1955),  showing  a  3D  representation  of 
the  off  surface  flow  features  detailed  above. 

Hoang’s  skin  friction  data  indicate  that  the  vortex  induced  flow  separation  lines 
(associated  with  the  leeward  vortices)  gradually  approach  the  hom  vortices  and  at  0h  ~  25  deg 
these  flow  features  connect.  The  cross  flow  separation  lines  also  gradually  move  towards 
larger  0V  values  (the  back  of  the  cylinder)  with  incidence  as  the  axial  surface  flow  component 
reduces  relative  to  the  transverse  (effectively  increasing  the  cross  flow  Re  number).  Beyond 
about  33  deg  incidence,  the  presence  of  the  hom  vortices  cannot  be  established. 
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Cross  flow  separation  line 


(c) 


Horn  vortices 


Fig.  11.7.  Flow  patterns  over  a  H-C,  0H  =  20  deg:  (a)  Skin  friction  pattern  summary,  (b) 
Surface  skin  friction  patterns,  top  view,  (c)  Surface  skin  friction  patterns,  side  view,  (d) 
Three  dimensional  off-surface  flow  reprasentation. 
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Theoretical  and  experimental  comparisons  for  a  H-C  at  20  deg  incidence  (=  0h)  are 
presented  in  Figs.  1 1.8-1 1.17.  Values  for  6V  from  0  to  180  in  20  deg  increments  are  presented  to 
clearly  demonstrate  the  accuracy  of  the  predictions  (i.e.  Eq.  (1 1 . 1 8))  as  the  flow  develops.  Figure 
8  shows  predictions  of  the  surface  pressure  coefficient  along  the  attachment  line.  Good 
agreement  over  the  forward  envelope  of  the  cylinder  is  seen.  The  minimum  recorded  pressures 
am  somewhat  under-predicted.  The  pressure  recovery  region  is  relatively  well  captured. 
Downstream  pressures  on  the  cylinder  (x/R  >  1.5)  are  well  approximated.  Notice  that  although 
the  location  of  the  minimum  pressure  region  is  predicted  slightly  too  far  aft,  the  form  of  the 
theoretical  distribution,  with  a  sharp  pressure  recovery  following  the  suction  peak,  is 
representative. 


x/R 


Fig.  11.8.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0h  =  20  deg,  0V  =  0  deg.  Experimental  data  from  Hoang. 

Similar  trends  are  seen  in  Figure  9  (0V  =  20  deg).  Increasing  0V  to  40  deg,  Fig.  11.10, 
shows  an  over-prediction  and  under-prediction  respectively  of  the  maximum  and  minimum 
measured  pressures,  although  the  general  form  of  the  pressure  distribution  is  well  captured  as  are 
the  after-body  pressures.  0V  =  60  deg  shows  similar  characteristics,  see  Fig.  11.11.  Increasing  0v 
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beyond  60  deg.  Fig.  11.12,  shows  good  correlation  of  predicted  pressures  with  experiment, 
except  for  small  x/R  where  pressures  are  over-predicted.  Pressures  on  the  cylinder  after-body  are 
well  captured.  Also  note  that  the  x/R  location  of  the  minimum  pressure  is  more  accurately 
captured  than  for  lower  6V,  where  the  predicted  minimum  pressures  are  further  aft  than  that  of 
the  experiment  data.  Increasing  0V  shows  increasing  dominance  of  the  cross  flow  w,  velocity 
term  (oc  sin(0v))  and  a  reduction  in  the  W2  («:  cos(0v))  term  which  opposes  V9. 


Fig.  11.9.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0h  =  20  deg,  0V  =  20  deg.  Experimental  data  from  Hoang. 
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Pressure  Coefficient 


1.2 


x/R 


Fio.  H.IO.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  =  20  deg,  0%  =  40  deg.  Experimental  data  from  Hoang. 


Pressure  Coefficient 


Fia.  11.11.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  «  20  deg,  0V  =  60  deg.  Experimental  data  from  Hoang. 


Fij>.  11.12.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  =  20  deg,  0V  =  80  deg.  Experimental  data  from  Hoang. 


For  0v  >  90  deg,  the  experimental  data  shows  evidence  of  separation  effects  (x/R  *  1.25, 
see  Fig.  11.13),  with  Hoang’s  data  indicating  the  presence  of  a  closed  separation  bubble  laterally 
terminating  in  two  “horn”  vortices,  see  Fig.  1 1.7.  These  flow  effects  are  viscous  in  origin,  and 
could  not  be  captured  by  the  present  inviscid  method.  The  form  of  the  pressure  distribution,  i.e. 
flat,  between  1.25<  x/R  <  1.6  is  clearly  that  of  a  closed  separation  bubble  (despite  the  horn 
vortices).  However,  for  0V  <  140  deg,  pressures  over  the  forward  region  of  the  hemisphere  as 
well  as  the  minimum  pressure  region  are  well  estimated  (Figs.  1 1.13-1 1.15)  as  are  the  final  after¬ 
body  pressures.  Examination  of  Figs.  11.8-11.15  indicates  that  Eq.  (11.18)  describes  the 
changing  form  of  the  pressure  recovery  region  well,  from  a  sharp  initial  recovery  following  the 
point  of  minimum  pressure  for  small  0V,  see  Figs.  8-10,  to  a  milder  recovery  (Figs  11.11-11.15) 
for  larger  0v. 
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Pressure  Coefficient 


Fig.  11.13.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  =  20  deg,  0V  =100  deg.  Experimental  data  from  Hoang. 
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Pressure  Coefficient 


x/R 

Fig.  11.14.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  =  20  deg,  0V  =  120  deg.  Experimental  data  from  Hoang. 
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Pressure  Coefficient 


For  0v  =  160  and  180  deg  (Figs.  1 1.16  and  11.17)  pressures  over  the  forward  portion  of 
the  hemisphere  are  still  well  captured  (9  <  55  deg).  Interestingly,  pressures  over  the  cylinder  are 
well  estimated  despite  the  presence  of  separated  flow.  This  is  probably  due  to  the  mutual 
downwash  from  the  leeward  vortices  creating  a  region  of  attached  flow  between  them,  which  is 
approximately  potential,  as  is  also  seen  in  delta  wings  at  moderate  angles  of  attack. 
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Fio.  H.16.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  =  20  deg,  0V  =  160  deg.  Experimental  data  from  Hoang. 


It  is  instructive  to  explicitly  investigate  the  ability  of  the  theory  to  predict  pressure  as  a 
function  of  0v  at  a  particular  axial  location.  This  data  is  presented  in  Fig.  11.18  along  with  data 
from  Hoang.  The  predictions  faithfully  capture  the  magnitude  and  dependence  of  the  pressure 
coefficient  on  0V  although  accuracy  improves  for  larger  x/R.  Comparisons  of  the  method  with 
the  current  experimental  data  at  higher  incidence,  0H  =  30  and  45  deg  are  presented  in  lgs. 
11  1 9  and  1 1 .20.  Even  at  these  extreme  incidences,  close  accord  is  demonstrated  for  moderate  0V 


The  experimental  data  used  for  comparison  in  this  study  was  acquired  at  relatively  low 
Re  number,  which  may  cast  doubt  as  to  the  validity  of  the  comparisons  at  higher  Re.  However, 
the  theoretical  development  is  inviscid  and  thus  would  be  representative  for  higher  Re  flows. 
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Pressure  Coefficient 


Fig.  1 1.17.  Comparison  of  predicted  (Eq.  (11.18))  and  experimental  pressure  coefficients 
over  a  H-C,  0H  =  20  deg,  0V  =  180  deg.  Experimental  data  from  Hoang. 


In  summary,  a  potential  flow  based  equation  was  developed  to  estimate  the  surface 
pressures  over  a  hemisphere  cylinder.  The  expression  used  least  square  regression  curve  fits  of 
numerically  generated  axial  and  transverse  perturbation  potentials.  These  potentials  were 
calculated  using  surface  singularity  methods.  Numerous  comparisons  of  surface  pressure 
estimates  using  the  resulting  expression  with  experimental  data  are  presented.  The  equation 
showed  the  ability  to  closely  predict  incidence  effects  on  pressure  around  the  hemisphere 

cylinder’s  surface. 
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Pressure  Coefficient  Pressure  Coefficient  Pressure  Coefficient  Pressure  Coefficient 
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0v,  deg 


Fig.  11.18.  Effect  of  0V  on  predicted  (Eq.  (11.18))  and  experimental  surface  pressure 
coefficients,  0H=  20  deg.  Experimental  data  from  Hoang. 
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Pressure  Coefficient  Pressure  Coefficient  Pressure  Coefficient 


Fig.  11.19  Effect  of  0V  on  predicted  (Eq.  (11.18))  and  experimental  surface  pressure 
coefficients,  0H=  30  deg.  Present  experimental  data. 
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x/R 

Fig.  1 1.20.  Effect  of  0V  on  predicted  (Eq.  (11.18))  and  experimental  surface  pressure 
coefficients,  0h=  45  deg.  Present  experimental  data. 
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12.  METHODOLOGY  TO  DETERMINE  EXPERIMENTALLY  THE 
POTENTIAL  OF  A  HEMISPHERE  CYLINDER  RESULTING  FROM 
ERRORS  IN  MANUFACTURING 

Nomenclature 

Cp  =  pressure  coefficient 

p,  =  static  pressure  at  port  i 

R  =  hemisphere  radius 

t  =  time 

U  =  freestream 

V,i  =  tangential  velocity 

V,  =  total  velocity  at  port  i 

W  =  transverse  velocity 

W|  =  lateral  velocity 

w;  =  axial  velocity 

x.v.z  =  cartesian  coordinates,  origin  at  hemisphere  nose 

x\y,z  =  cartesian  coordinates,  origin  at  hemisphere-cylinder  juncture 

f  =  perturbation  potential 

(p  =  potential 

0H  =  hemisphere  cylinder  incidence  angle 

0V  =  angle  to  the  point  of  interest  measured  from  the  attachment  line 
0  =  spherical  coordinate  angle,  measured  from  nose  of  hemisphere 


Experimental  Determination  of  <f> 

The  potential  cannot  be  measured  directly,  but  it  can  be  determined  from  the  surface 
pressures,  and  in  tum  the  surface  velocities  (as  V  -  V<p ),  for  specific  orientations  of  the  probe.  The 
axial  potential  is  a  function  of  U,  R,  0H  and  0  while  the  transverse  potential  is  a  function  of  U,  R,  0H, 
Ov  and  0.  The  total  potential  is  composed  of  two  components,  an  axial  and  a  transverse  component. 
As  Laplace's  equation  is  linear,  these  components  can  be  added  to  yield  the  total  potential.  Suitable 
orientation  of  the  probe  in  a  steady  freestream  should  allow  determination  of  the  2  potential 
components. 

Velocity  and  Potential  due  to  Axial  Flow:  0  <  x/R  <  1 

Figure  12.1  shows  the  variables  used  in  the  present  development.  For  utility,  the  formulation 

uses  the  position  variable  0  for  location  over  the  hemisphere  body  (rather  than  x/R).  A  least  squares 
curve  fit  of  the  perturbation  potential  in  Fig.  12.2  (left)  yields,  using  x/R=l-cos(0)  with  x=x-R 
(after  some  manipulation): 
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Equation  (12  2)  includes  the  free  stream  contribution  (-  -URcos(e)cos(6„)).  t  is  assumed 
in  Ea  (no)  that  errors  in  the  potential  are  due  to  geometry,  and  hence  scale  linearly  with 
Lension2 ^^'l"correc,io„Pcons,an.  for  this  component  k„„,  is  included.  The  tangenttal 

velocity  is  then 


1  tot-cixtal 

~R  59 


(12.3) 


Evaluation  yields,  where  Ucos(0H)sin(0)  is  the  freestream  contribution 


"sin(60  +  0.51 1 5cos(#) - 0.01 1 5cos2 (#)  - 1 .07 1 4cos3 (9)  0.5032cos  (9)  ^ 

t;  =  kixhllUcos(9H )  + 1.003  cos5  (0)  +  0.8445  cos6  (0)-O.2496cos7(0)-O.5O29cos8(0)  (12-4> 

-  0. 1 982cos9  (9)  -  0.026cos'°  (9)  +  0.2394 


Velocity  Due  to  Transverse  Flow:  0  <  x/R  <  1  ,  , 

The  calculation  of  the  induced  velocities  due  to  the  transverse  compone 
decomposed  freestream  is  straightforward  but  contains  a  subtlety.  The  transverse  flow  induces 
two  velocity  components  on  the  hemisphere  surface:  one  lateral  (w.)  and  one  axial  (w2 I  such  that 
it  opposes  the  velocity  due  to  axial  decomposition  of  the  freestream  It  is  this  component  w2 
that  L  responsible  for  the  rearward  movement  of  the  attachment  line  stagnation  point  with 
Incidence  Using  the  numerical  data  in  Fig.  12.3  gives  a  transverse  perturbation  potential  of 

0.7 1 46  -  0.2789cos(<9)  -  0. 1 396cos:  ( 9 )  -  0.0802cos ’  (0)  -  0. 1 802cos  (9) 

<p'=  URsm(9H)cos(9,  )  +O.1363cos5(^)  +  O.4177cost(0)  +  O.O194cosT^)-O.3272cos8(0)  (l2'5) 

-  0.2033COS9 (9)  - 0.0369cos'° (9) 

The  total  potential  (including  the  freestream  potential  (=  URcos(0v)sin(0H)sin(0)),  and  assuming 
a  correction  constant  ktransv  is  given  by: 

0.7146-0.2789fcos(i9)-0.1396cos:(#)-0.0802cos(#)-0.1803cos  (9) 

2  =k  i’Rs\n(9ll)cos(9,)  +0A363cos\9)+0A\llcoi(9)+0m9^(9)-03212coi{9)  (126) 

-0.2032cos{9)~0.036(ko^(9)+s\n(9) 


The  lateral  velocity  component  is  found  using 
U|  R  59, 


(12.7) 


0.7 1 46 -  0.2789cos($)  -  0. 1 396cos:  (9)  -  0.0802cos'  (9)  - 0. 1 802cos  (9) 

-<„.„!.'!i'n((l„)sin(d,)+0,l363cos>(tf)  +  0.4177cos>(a)  +  0.0194coSI(9)-0.3272coS'(«)  '  1 

-  0.2033cos‘>  (6)  - 0.0369cos'°  (9)  +  sin(0) 
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The  axial  component  w2  is  determined  using 


_  1  8f '^iol~transv_ 

U’:  "  R  86 


(12.9) 


Evaluation  of  w2  gives 


l/sin(0w)cos(0r) 


'0.2407  cos'  ( 0 )  sin  (0)  +  0.7208  cos?  (0)sin(0)  -  0.68 1 5  cos4  (0)  sin(0) 

-  2.5059cos5  {0)  sin(<9)  -  0. 1 355cos6  (0)sin(0)  +  0.2793cos(6l)  sin(0)  (12.10) 

}  +  O.2789sin(0)  +  cos(0)  +  2.6 1 79  cos7  (0)  sin(0)  + 1 .8297  cos8  (0)  sin(0) 

+  0.3698cos9  (0)  sin(#) 


Determination  of  constants  k!ransv.  and  kaxiai 
1  •  kaxiai 

a.  Set  the  probe  with  9h  =  0°.  Then  (jn  ransv.  0- 

b.  V  =  U2  +  — —  where  Apt  =  p*  -  p, 


(12.11) 


c.  Measure  Ve .  Calculate  kaxial,  for  ports  2-5  (9  *  42°  typically).  Average  the  values 
to  get  single  kaxiai. 

k,T  Set  the  probe  with  9H  =  90°  and  align  a  lateral  port  with  the  flow  so  9V  =  0°.  Then 
4>axial=  0.  Thus  V0  =  0.  Also  w,  =  0  for  the  port  facing  the  oncoming  flow.  Rotate 
the  probe  through  90°  after  measurement  to  find  k,ransv-i  for  the  next  lateral  port,  i. 
2— >5. 

b.  m\  =  ft '  •  +  — where  Api  =  px  -  Pi  (12.12) 

c  Measure  w, .  Calculate  ktransv,  for  ports  2-5  (9  *  42°  typically).  Each  port  will 
have  its  own  klransx,  value.  These  values  will  then  be  curve  fitted  to  provide  a 
global  map  for  all  9H  and  9V  (this  may  not  be  necessary,  as  coefficients  are 
determined  using  differences  for  specific  port  locations,  e.g.  P2-P4  and  P3-P5 
etc). 

Basic  Concept  -  Dynamic  Determination 

Assume  a  fluctuating  freestream.  Application  of  the  unsteady  Bernoulli  equation  yields. 


//(/)  =  \  pif'Y  +  p/fi+  P  =  \  Pv.  (02  +  Pi  (0  ■ +  P  yfy 


(12.13) 


where  i  refers  to  port  i.  Freestream  properties  are  determined  using  a  Hot  Wire.  The  small  wire 
diameter  eliminates  inertial  effects.  A  similar  definition  of  the  potential  to  the  static  case  is  then 

used. 


Deter  ruination  of  constants  ktransv.  and  kaxiai 
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1. 


k  axial 


a. 


Set  the  probe  with  0H  =  0°.  Then  <twv .=  0.  As  the  front  port  is  a  stagnation  port, 
Vi  =  0.  However  <j>i(t)  *  0.  Bernoulli’s  equation  follows  as: 


\pU(t)2=Pi(t)  +  p^jp-  and 
2  dt 


sin(0)(O. 1375  -  0.0744cos(£)  -  0. 1 869 cos: (0)  -  0.0457 cos'(^) 

+  0.1276cos'l(#)  f  0.06404cos5(6')-0.0608cos6((9)-0.0658cos  (0) 
-  0.0220coss(<9)  -  0.0026cos9(<9)) +0. 1 6500  - cos(0)  -  0.59 
with  0  =  0°.  Thus  the  equation  simplifies  to: 


L  ,„*/(')  =  4(0  =  kmapr{t)Rcos{0H) 


(12.14) 

(12.15) 


„,«>  =  (>  «)  =  -!•  nk^JJW 


(12.16) 


Substitition  of  Eq.  (12.16)  into  Eq.  (12.14)  allows  determination  of  knXjai.  Note  this 
method  is  using  the  front  port  only. 


2.  A -transv.-i 

a.  Set  the  probe  with  0H  =  90°  and  align  a  lateral  port  with  the  flow  so  0V  =  0°.  Then 
4>axiai=  0-  Thus  Ve  =  0.  Also  w,  =  0  for  the  port  facing  the  oncoming  flow.  Rotate 
the  probe  through  90°  after  measurement  to  find  klransv-i  for  the  next  lateral  port,  i: 
2— >5.  Bernoulli’s  equation  gives: 

\pUi,,y  P-pH-atf  +  PA‘)+ 02.17) 

b.  Calculate  u-?_,-( t)  and  <f>i(t) 


».  m  =A ..... 


0.2407  cos 2  ( 0 ) sin(  0 )  +  0 .7208  cos !  ( 9 ) sin(  G )  -  0 . 68 1 5  cos 4  ( 0 )  sin(  8 ) 

-  2.5059  cos5(0)sin(<9)-  0.1355  cosfrtflsint  8)  +  0.2793  eos(  <9) sin(  8) 

+  0.2789  sin(<9)  +  cos(#)  +  2.6179  cos’(<?) sin(6>)  +  1 .8297  cosll(^)sin( 0) 


(12.18) 


+  0.3698  cosv(#)sin(0) 


where  0H  =  90°  and  0V  =  0°.  0  is  the  location  of  the  lateral  port  tapping  and  is 
known.  Also,  the  potential  is  given  by: 


0, 


(/)  =  «>  (/)  =  *„,„ 


,L'(r)Rsin(.On  )cos(0,  ) 


0.7 1 46  -  0.2789 cos( 0)  -  0. 1 396 cos 2(0)- 0.0802  cos'(0)  -  0. 1 802 cosV) 
+  0. 1 363cos'(0)  +  0.4 1 77  cos‘'(0 )  +  0.01 94  cos \0)  -  0.3272  cos'(0) 

-  0.2033cos  V)  -  0.0369  cos"’(0)  +  sin(0) 


(12.19) 


U(t)  is  measured  by  the  H/W  and  p,(t)  is  measured  by  the  pressure  transducer. 
Evaluate  k,ransv..i  for  ports  2-5.  Then  add  the  axial  and  transverse  potentials 
together. 
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13.  PRESSURE  LINE  ATTENUATION 


Discussion  of  Available  Techniques 

A  pressure-measuring  instrument,  such  as  a  5  or  7-hole  probe,  has  a  dynamic  pressure 
response  that  is  dependent  upon  the  geometric  tubing  that  connects  the  measurement  point  (at  the 
tip  of  the  probe)  to  the  transducer  diaphragm,  the  gas  or  fluid  properties  and  the  temporal  rate-of- 
change  of  the  measured  pressure.  For  a  given  tubing-transducer  system  the  dynamic  response,  or 
transfer  function,  can  be  determined  either  from  theoretical  models  or  experimental  data. 
Theoretical  models  use  the  exact  geometric  dimensions  of  the  tubing  and  transducer  system,  the 
fluid  properties  and  the  time  history  of  the  pressure  signal.  In  the  measurement  of  periodic 
pressures,  the  tubing  system  can,  for  an  underdamped  system,  resonate,  resulting  in  higher 
measured  pressures  than  the  true  pressure  at  the  measuring  point.  The  first  studies  were 
performed  on  resonating  tubes  seen  in  musical  instruments  such  as  organs  and  flutes  (Helmholtz, 
1885;  Rayleigh,  1894). 


I2r  _ 

V 

Pr 

;  t 

* - 

-  1  - > 

Fig.  13.1.  Schematic  of  the  system,  with  inlet  pressure  ps(t),  tube,  transducer  volume  (V) 

and  pressure  transducer  (pr). 


Figure  13.1  shows  a  schematic  of  the  basic  system,  a  pressure  measuring  transducer 
connected  to  a  tubing  system  of  length  L  and  diameter  2r.  The  true  pressure  ps(t)  is  the 
instantaneous  true  pressure  at  the  measuring  point,  while  the  measured  pressure  pr(t)  will  be 
distorted  in  amplitude  and  phase.  The  acoustic  time  lag  for  such  a  tubing  system,  using  pure 
acoustical  theory  is  given  by  (Helmholtz,  1885): 


r  = 


L 

a 


(13.0) 


where  a  is  the  speed  of  sound.  For  the  tubing  system  alone  the  resonance  frequency  is  given  by: 


a  3 a  5a 
4L’  4L  ’  4Z, 


(13.1) 


The  combination  of  the  tubing  and  volume  will  act  as  a  Helmholtz  resonator  with  resonance 
frequency  (for  a  long  cylindrical  tube,  connected  to  a  spherical  volume): 
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(13.3) 


with  other  similar  relations  existing  for  other  tube  and  volume  shapes. 

Since  the  1920’s  there  has  been  extensive  research  on  aircraft  pneumatic  systems,  where 
long  pressure  lines  connect  the  measurement  point,  e.g.  a  Pitot  probe  to  a  manometer  (Hemke, 
1927;  Wildhack,  1937;  Huston,  1946;  Whitmore  et  ah,  1987,  1988,  1990,  1990,  1991.  . 1991; 
Franke  and  Pletcher,  1985).  The  response  of  such  systems  has  also  been  studied  at  very  low 
pressures  (high  Knudsen  number)  associated  with  high  altitude  flight  (Davis,  1958;  Whitmore  et 
ah,  1991).  Another  area  of  research  has  been  on  pressure  measuring  systems  for  high-speed 
blow-down  wind  tunnels  with  very  short  operating  times.  For  these  wind  tunnel  systems  usually 
some  length  of  small  diameter  steel  or  rubber  tubing  is  used  to  connect  the  model  to  an  external 
pressure  transducer  (see  e.g.  Sinclair  and  Robins,  1952;  Bergh  and  Tijdeman,  1965;  Franke, 
1986;  Franke  and  Chepren,  1987). 

In  recent  publications  pressure  attenuation  models  have  been  applied  to  fast-response 
pressure  probes  that  use  tubing  from  the  probe  tip  to  the  transducer  (Rediniotis  and  Pathak,  1999; 
Gizzi  and  Gyaramthy,  1998;  Paniagua  and  Denos,  2000).  The  theoretical  models  are  typically 
divided  into  models  that  use  a  step  or  a  ramp  in  the  measured  pressure  (Wildhack,  1937;  Hougen 
et  ah,  1963;  Rediniotis  and  Pathak,  1999)  and  models  that  assume  sinusoidally  varying  pressures 
(Hemke,  1927;  Nichols,  1962;  Karam  and  Franke,  1967;  Tijdeman,  1969;  Strunk,  1971;  Holmes 
and  Lewis,  1987;  Benade  and  Ibisi,  1987).  The  first  models  used  laminar  Poiseuille  flow  for 
ramped  input  pressures  to  describe  the  transfer  function  of  the  system  (Wildhack,  1937).  This 
model  was  followed  by  electrical  transmission  line  analogies  for  sinusoidally  varying  pressure 
inputs  (Taback,  1949).  Mechanical  spring-mass-damper  systems  have  also  been  used  to  describe 
the  tubing  response  to  pressure  inputs  (Huston,  1946). 

Further,  some  researchers  have  studied  purely  overdamped  systems  (Sincalir  and  Robins, 
1952),  while  others  have  discussed  both  underdamped  and  overdamped  systems  (Hougen  et  ah, 
1963),  specifying  criteria  that  need  to  be  satisfied  for  the  system  to  fall  under  one  of  these 
categories.  In  the  early  NACA  work  for  manometer  readings  in  aircraft,  Hemke  (1927)  used 
small  diameter  tubing  with  large  lengths  (20-226  feet).  The  experimental  measurements  used  two 
pressure  sensors  where  one  was  acting  as  the  reference.  Hemke  found  empirical  correction 
curves  for  time  lag  and  attenuation  as  a  function  of  tubing  length  and  pressure  signal.  Wildhack 
(1937)  developed  a  theory  based  on  laminar  Poiseuille  flow: 


Ps  -Pr 


;  dPr(') 

A - 

dt 


(13.4) 


where  ps  is  the  actual  pressure  at  the  inlet,  pr  is  the  measured  pressure  and  the  lag  constant,  X,  is 
defined  as: 


128//  LV 
n dA  p 


(13.5) 
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where  ji  is  the  viscosity  of  the  fluid,  L  and  d  are  the  length  and  diameter  of  the  tube  respectively, 
V  is  the  combined  volume  of  the  transducer  cavity  and  the  tube  and  p  is  the  mean  pressure.  For  a 
given  tubing  and  transducer  system  the  lag  constant  of  the  system  can  either  be  determined  from 
the  above  equation  or  using  experimental  methods  (Huston,  1946;  Rediniotis  and  Pathak,  1999). 
For  complex  tubing  systems  the  theoretical  determination  of  A.  can  be  difficult  and  potentially 
inaccurate.  Experimentally,  the  lag  constant  can  be  determined  using  a  reference  transducer 
measuring  the  pressure  ps  at  the  inlet  of  the  tubing  system  with  a  step  input  while  continuously 
monitoring  the  measured  pressure  pr.  The  lag  constant  for  the  tubing  assembly  can  then  be 
determined  from: 


/,  = 


Ps  -  Pr 

dpr(0 


dt 


(13.6) 


The  criterion  that  need  to  be  satisfied  to  assume  a  first  order  model  (always  overdamped)  is: 


co  « 


32/r 

d2p 


(13.7) 


Fig.  13.2  shows  the  response  of  a  tubing  system  using  a  first  order  model.  The  tubing 
system  used  is  a  1 53mm  long  1 ,96mm  ID  steel  tube  in  air  at  standard  conditions.  The  dimensions 
for  transducer  volume  are  based  on  an  Endevco  8507C-2  transducer,  with  Vtrans=0.8mm3.  The 
calculated  co  for  this  tube-transducer  system  is  125rad/s  i.e.  the  assumption  for  first  order  model 
for  this  tubing  system  is  only  valid  for  frequencies  much  lower  than  20Hz. 

Huston  used  the  analogy  of  a  one-degree  of  freedom  damped  spring-mass  system, 
identifying  parameters  that  need  to  be  satisfied  to  assume  an  underdamped,  critically  damped  or 
overdamped  system.  Such  a  mechanical  system  is  governed  by  the  equation  (13.8): 

mp,  (l)+Rpr(t)  +  (13.8) 

where  m  is  the  mass  of  the  medium  in  the  tube,  and  R  represents  the  viscous  damping  while  1/C 
is  the  elastic  constant.  For  small  volumes  and  small  diameter  tubes  the  volume  and  hence  the 
mass  is  negligible  thus  the  mass  term  can  be  ignored  and  the  system  is  governed  by  viscous 
effects.  For  overdamped  systems  Huston  arrived  at  the  same  basic  relation  as  Wildhack  who  the 
Poiseuille  laminar  flow  model.  Taback  used  electrical  transmission  line  analogy  to  describe  the 
pressure  attenuation  and  lag  in  pressure  tubes.  Table  13.1  gives  equivalence  between  electrical 
and  acoustic  terms.  These  theories  assume  sinusoidally  varying  pressures  applied  to  a  tubing 
system  and  an  instrument  volume. 
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Fig.  13.2.  The  first  order  system  response  to  step  inputs.  The  solid  line  is  the  input  step  ps 
while  the  dotted  line  is  the  first  order  response,  pr.  The  data  shown  is  for  a  153mm  long 
tube  with  1.96mm  inner  diameter,  with  a  lag-constant,  A.=3.473E-5s. 


Table  13.1.  Electrical-pneumatic  equivalent  terms. 


Electrical 

Equivalent  Acoustical 

Inductance 

Inertance  (mass) 

Capacitance 

Volumetric  Capacity 

Resistance 

Flow  Resistance 

Current 

Volume  Flow 

Voltage 

Pressure 

Using  this  analogy  Taback  arrived  at: 

ps  -Jsinh:(«C)  +  cos:(/?Z,)  +  Z0  -JsiiTTaZ)  +  sin 2  w  (139) 

pr  tan"'(tan07Z,)tanh(oi))  Z.  tan"'(tan(/?l)/tanh(aL)) 

where  a  is  the  attenuation  per  unit  length  and  p  is  the  phase  lag  per  unit  length.  Z0  and  Zr  are  the 
characteristic  impedances  for  the  tube  and  the  transducer  volume,  respectively.  For  a  very  small 
transducer  volume,  negligible  air  flows  at  the  transducer  end  of  the  tube  and  Zr  approaches 
infinity,  hence  for  negligible  transducer  volume  the  above  equation  simplifies  to: 
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—  =  cosh(«L  +  ifiL) 
Pr 


(13.10) 


Iberall  (1950)  derived  similar  expressions  for  sinusoidally  varying  inlet  pressures  based 
on  fluid  dynamics  rather  than  electrical  transmission  line  theory.  Similarly  to  Wildhack  he 
started  with  laminar  Poiseuille  flow,  but  later  expanded  it  to  include  large  fluid  accelerations,  end 
effects  and  heat  transfer.  Bergh  and  Tijdeman  (1965)  expanded  upon  Ibearll’s  theory  to  include 
multiple  tubes  with  varying  cross  sectional  areas  connecting  multiple  volumes.  This  model  was 
derived  from  the  N-S  equations  assuming:  small  sinusoidal  disturbance,  circular  tube  with  radius 
much  smaller  than  its  length  and  laminar  flow  throughout  the  system.  For  a  single  tube  volume 
system.  Bergh  and  Tijdeman  found  the  following  relation: 


k  = 


+ 


/  - 1  Pr 

r 


(13.11) 


where  k  is  the  polytropic  factor,  y  is  the  ratio  of  specific  heats,  J0  and  J2  are  Bessel  functions  of 
the  first  kind  of  order  zero  and  two  respectively.  Pr  is  the  Prandtl  number  and  s  is  the  shear  wave 
number  defined  as: 


s  =  r 


(13.12) 


where  r  is  the  inner  radius  of  the  tube,  co  the  oscillation  frequency,  u  the  viscosity  and  p  is  the 
mean  density  of  the  gas.  The  propagation  constant,  T,  is  defined  as: 


T  =  (a  +  //?)  =  — 
a 


JoiTs)  y 
J-y(i  's)  k 


-|l  2 


(13.13) 


where  again  a  and  p  are  the  attenuation  and  phase  angle  per  unit  length,  respectively.  The 
pressure  attenuation  can  also  be  written  as: 

^--cosh(rL)  +  — -TLsinh(rL)  (13.14) 

Pr  K  r 

where  V  is  the  tube  volume  and  V,  is  the  transducer  volume.  If  one  assumes  negligible 
transducer  volume  the  above  equation  reduces  to  a  solution  identical  to  that  of  Taback  who  used 
electrical  transmission  line  theory.  Figures  3  and  4  show  the  gain  and  phase  angle  curve, 
respectively,  using  Bergh  and  Tijdeman’s  model. 
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Fig.  13.3.  Pressure  gain  vs.  frequency  for  153mm  long,  1.96mm  ID  steel  tube  for  air  at 
standard  conditions  using  Bergh  and  Tijdeman’s  model. 


Fig.  13.4.  Phase  angle  vs.  frequency  for  153mm  long,  1.96mm  ID  steel  tube  for  air  at 
standard  conditions  using  Bergh  and  Tijdeman’s  model. 


As  seen  in  figures  13.3  and  13.4,  unless  this  tube  is  used  for  very  low  frequencies, 
massive  gain  and  phase  angle  shift  will  occur.  The  first  resonance  frequency  as  predicted  with 
this  method  is  525Hz  with  a  gain  of  8.8.  Also,  Whitmore  and  Leondes  (1990,  1991)  and  Holman 
(1994)  arrived,  based  on  the  N-S  equations,  at  similar  solutions  as  those  by  Bergh  and  Tijdeman, 
but  used  an  inverse  Laplace  transformed  solution  that  holds  an  infinite  number  of  harmonic 
terms.  They  further  truncated  this  solution  to  only  include  the  first  harmonic.  Thus  for  a  tube 


167 


connected  to  a  finite  size  transducer  volume,  they  ignored  higher  order  resonance  frequencies. 
From  Holman  (1994): 


Rl 

Pr 


- 

/  \ 

2 

2 

(  \ 

CO 

+  4/j2 

CO 

1- 

— 

VL 

1  vnJ 

(13.15) 


where  co  is  the  frequency,  with  the  natural  frequency  for  the  system,  co,,  and  the  damping 
coefficient,  h,  given  by: 


co.. 


3 fV 
V  4 LV 


(13.16) 


h  = 


2/.i  jl Tv_ 

par 3  V  it 


(13.17) 


The  phase  angle,  according  to  Holman,  is  given  by: 


(f>  =  tan 


-2h(co  /  con) 
\-(co/con  )\ 


(13.18) 


Holman’s  method  does  not  predict  well  the  properties  of  the  153mm  tube  in  combination  with 
the  Endevco  transducer  used  in  the  above  example  since  the  transducer  volume  is  negligible 
when  compared  with  the  tubing  volume.  However  for  a  second  example,  a  53mm  long,  0.25  mm 
ID  tube  good  predictions  can  be  made. 

Chepren  and  Franke  (1988)  developed  a  numerical  technique  for  determining  the  pressure 
distribution  in  a  straight  tube,  using  a  finite  difference  model.  A  number  of  features  were 
compared  such  as  laminar  and  turbulent  flow,  linear  and  nonlinear  effects,  for  several 
waveforms,  sinusoidal,  steps  and  ramps.  Good  agreement  with  a  few  experimental  cases  was 
shown. 


Critical  Design  Parameters  for  Pressure  Tubing  System  for  Fast-Response  Pressure  Probes 

A  Pitot  or  multi-hole  probe  is  an  intrusive  flow  measurement  technique  and  derives  its 
flow  measurement  from  disrupting  the  flowfield  in  an  adiabatic  stagnation  or  deceleration.  The 
presence  of  the  probe  will  alter  the  measured  flow  hence  minimization  of  the  probe  size  is 
desirable.  One  of  the  limiting  factors  for  the  design  of  fast-response  probes  is  the  availability  of 
small,  sensitive  transducers.  The  smallest  commercially  available  transducers  are  on  the  order  of 
1mm  diameter,  thus  mounting  5  or  7  of  these  transducers  in  a  probe  creates  a  probe  that  will 
have  a  diameter  of  at  least  4-5mm. 
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In  several  cases,  where  a  probe  frequency  response  of  a  few  hundred  Hz  is  sufficient,  a 
tubing  system  can  be  used  from  a  very  small  probe  tip  (on  the  order  of  1mm)  to  the  transducers 
mounted  downstream  in  a  larger  body.  Such  a  tubing  system  must  be  carefully  designed  and 
analyzed  to  be  able  to  fully  reconstruct  the  measured  pressure  at  the  probe  tip.  In  any  process  that 
involves  miniaturization,  fabrication  accuracy  and  tolerances  become  important.  The  relative 
importance  of  some  of  these  parameters  will  emerge  in  a  comprehensive  uncertainty  analysis, 
however  the  purpose  here  will  be  to  show  how  these  parameters  change  the  theoretical  gain  and 
phase  angle  curves.  Fig.  13.5  shows  the  basic  tubing  system  that  could  be  used  in  a  fast-response 
probe.  The  scale  is  shown  for  an  Endevco  8507C-2  transducer  with  outer  diameter  of  2.3mm. 
The  inner  diameter  of  the  tube  is  0.25mm,  and  could  be  used  in  a  5-hole  probe  with  a  tip 
diameter  of  1mm  to  1.5mm  and  a  downstream  body  diameter  (about  50mm  downstream)  of  8- 
10mm. 

Transducer  Cavity 
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Fig.  13.5.  Typical  mounting  of  a  miniature  pressure  transducer  to  a  small  pressure  tube. 

The  scale  shown  is  for  a  0.25mm  ID  tube  and  a  2.3mm  OD  pressure  transducer  (length  of 

tubing  is  not  shown  to  scale). 

The  connection  between  the  small  diameter  tubing  to  the  larger  pressure  transducer 
results  in  a  small  cavity  in  front  of  the  transducer,  usually  in  the  form  of  a  cone,  from  the  drill  bit 
that  was  used  to  make  the  hole.  The  total  transducer  cavity  will  be  the  cavity  inside  the 
transducer  itself  (0.8mm2  for  the  Endevco  transducer)  in  addition  to  the  cavity  immediately  in 
front  of  the  transducer.  The  following  will  be  an  example  of  the  dimensions  and  tolerances  in  fig. 
13.5.  The  numbers  are  used  as  example,  but  the  dimensions  and  tolerances  are  collected  from  the 
manufacturers'  catalogs.  The  Endevco  transducer  outer  diameter  and  tolerance  is  given  as: 
2.34mm  0.08mm.  Inner  diameter  and  tolerance  for  the  stainless  steel  tubing  is  given  as 

0.254mm  +0.0254mm  /  -0.0127mm,  or  +10%  /  -5%.  The  drill  bit  used  for  the  cavity  is  2.58mm, 
with  a  tip  angle  of  110  degrees,  assumed  constant,  but  will  certainly  be  dependent  on  the 
sharpness  of  the  drill  and  the  quality  of  the  hole  drilled.  The  actual  mounting  of  the  transducer  to 
the  part  will  also  be  subject  to  some  uncertainty  and  for  the  sake  of  argument  this  number  is 
assumed  to  be  +0.2mm  /  -0.0mm.  The  tubing  length  is  taken  as  53mm  +/-  0.1mm.  Most 
uncertainty  analyses  use  the  most  probable  error  and  would  use  an  expected  error  based  on 
standard  deviations  for  the  above  measurements.  Here,  however  the  extremes  will  be  calculated 
for  the  numbers  presented  above  using  the  theory  of  Bergh  and  Tijdeman.  As  seen  in  fig.  13.6a 
and  1 3.6b  the  tubing  diameter  has  a  very  large  effect  on  the  response  of  the  system. 


169 


Fig.  13.6a.  Effect  of  tubing  diameter  on  gain.  The  dotted  line  corresponds  to  the  design 
alue,  the  solid  line  to  the  minimum  tube  diameter  while  the  dashed  line  corresponds  to  the 

maximum  tubing  diameter. 


Fig.  13.6b.  Effect  of  tubing  diameter  on  phase  angle.  The  dotted  line  corresponds  to  the 
design  Value,  the  solid  line  to  the  minimum  tube  diameter  while  the  dashed  line 
corresponds  to  the  maximum  tubing  diameter. 
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Fig.  13.7a.  Effect  of  transducer  volume  on  gain.  The  solid  line  corresponds  to  the  minimum 
calculated  volume  based  on  the  design  values  and  the  dotted  line  to  the  maximum  volume. 


Fig.  13.7b.  Effect  of  transducer  volume  on  phase  angle.  The  solid  line  corresponds  to  the 
minimum  calculated  volume  based  on  the  design  values  and  the  dotted  line  to  the 

maximum  volume. 


Increasing  the  tube  diameter  will  increase  the  resonance  frequency  and  also  the  maximum 
gain  significantly.  Varying  the  tubing  length  within  the  prescribed  uncertainties  does  not  change 
the  gain  and  phase  curves  noticeably,  but  the  general  effect  for  larger  changes  (tube  length 
increase)  is  a  lowering  of  the  resonance  frequency  and  maximum  gain.  Increasing  the  transducer 
volume  will  also  lower  the  resonance  frequency  and  the  maximum  gain  (figs.  13.7a  and  13.7b). 
The  combined  effect  of  both  tubing  diameter  and  transducer  volume  is  shown  in  figs.  13.8a  and 
13.8b. 


The  dramatic  effect  of  the  tolerances  is  shown  in  figs.  13.8a  and  13.8b.  For  the  design 
values  the  system  acts  slightly  underdamped,  however  for  a  smaller  tube  diameter  and  larger 
transducer  volume,  the  gain  curve  shows  that  the  system  is  overdamped  for  all  frequencies.  A 
number  of  other  factors  could  also  complicate  the  theoretical  determination  of  the  gain  and  phase 
angle  curves,  such  as  discontinuities  in  the  tubing  cross  sectional  area  due  to  bends.  For  larger 
tubing  systems,  the  relative  importance  of  tolerances  is  less  pronounced.  For  the  1 ,96mm  ID 
steel  tube  the  tolerances  are  the  same  as  for  the  0.25mm  ID  tube,  and  the  effect  of  these 
tolerances  is  not  visible  in  the  gain  and  phase  angle  plots. 

The  results  from  these  figures  shows  that  there  is  an  increasing  effect  of  the  uncertainty 
in  the  transducer  volume  for  decreasing  tubes  sizes,  and  that  for  capillary  sized  tubes  accurate 
theoretical  determination  of  the  gain  and  phase  angles  might  be  impossible.  This  impact  of  the 
uncertainties  call  for  a  method  of  determining  the  gain  and  phase  angle  curves  experimentally  on 
the  complete  tubing-transducer  system. 


Fig.  13.8a.  Combined  effect  of  tubing  diameter  and  transducer  volume  on  gain.  The  dotted 
line  corresponds  to  the  design  values,  the  solid  line  to  the  minimum  tube  diameter  and 
maximum  transducer  volume,  while  the  dashed  line  corresponds  to  the  maximum  tubing 

diameter  and  minimum  transducer  volume. 
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Fig.  13.8b.  Combined  effect  of  tubing  diameter  and  transducer  volume  on  phase  angle.  The 
dotted  line  corresponds  to  the  design  values,  the  solid  line  to  the  minimum  tube  diameter 
and  maximum  transducer  volume,  while  the  dashed  line  corresponds  to  the  maximum 
tubing  diameter  and  minimum  transducer  volume. 


In  the  design  of  a  fast  response  probe  that  uses  some  tubing  system,  one  must  also 
consider  transducer  sensitivity/resolution  issues,  since  the  pressure  sensed  by  the  transducer  is 
significantly  attenuated  at  high  frequencies.  Even  though  accurate  gain  and  phase  angle  curves 
for  very  high  frequencies  are  obtained  the  system  might  still  be  useless  in  this  region  due  to  the 
attenuation  of  the  pressure  sensed  by  the  transducer.  For  example,  for  the  tubing  system  in  figs. 
8a  and  8b  the  attenuation  at  2kHz  leaves,  at  the  trasducer,  only  about  38%  of  the  input  pressure 
magnitude.  Thus,  to  resolve  small  scale  pressures  the  transducer  resolution  must  be  considered 
and  becomes  increasingly  important.  At  even  higher  frequencies,  such  as  10kHz  the  attenuation 
is  even  more  pronounced,  leaving  very  little  pressure  to  be  measured.  Thus,  the  specific  probe 
design,  which  is  overdamped  for  almost  all  frequencies,  might  be  difficult  to  use  for  e.g. 
turbomachinery  flows  where  frequencies  of  5-1 5kHz  are  typical  (fig.  13.9). 

For  fast  response  pressure  measurements,  an  underdamped  tubing  system,  with  a  larger 
diameter  tube,  could  be  used,  since  there  is  hardly  any  pressure  attenuation  at  the  transducer.  For 
example,  the  1 53mm  long,  1 ,96mm  ID  tube  with  the  Endevco  transducer  can  be  used  up  to  very 
high  frequencies  with  little  attenuation  in  pressures  (fig.  13.10).  Of  course  for  this  specific 
system,  care  should  be  taken  such  that  the  amplification  of  the  pressures  at  resonance  frequencies 
does  not  overload  the  transducer. 
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The  above  discussion  aims  to  illustrate  the  point  that  the  tubing-transducer  should  be 
carefully  designed,  depending  on  the  frequency  range  it  intends  to  measure.  The  system  shown  in 
fig.  13.10  has  a  relatively  large  size  and  can  not  be  used  in  some  flowfields  where  small  length 
scales  are  to  be  resolved.  However  a  combination  of  two  or  more  tubes  with  different  lengths  and 
diameters  (for  example  small  tube  diameter  at  the  tip,  expanding  to  a  larger  diameter  at  a  small 
distance  from  the  tip)  can  be  designed  to  meet  the  frequency,  transducer  resolution  and  spatial 
resolution  needs. 


Experimental  Determination  of  Gain  and  Phase  Angle  Curves 

As  noted  above,  the  importance  of  accurately  knowing  the  exact  volumes  and  tubing 
dimensions  makes  a  theoretical  model  nearly  impossible  to  attain  for  small  diameter  tubes. 
Furthermore,  the  assumptions  for  e.g.  Bergh  and  Tijdeman’s  model  include  circular  cross-section 
and  laminar  flow,  which  might  not  be  satisfied  for  many  tubing  applications.  A  facility  was 
designed  to  be  able  to  accurately  determine  the  frequency  response  of  tubing  systems  that  are 
used  in  miniature  fast-response  pressure  probes.  Two  pressure  transducers  are  used,  one  at  the 
inlet  of  the  tubing  system  (ps)  and  one  at  the  transducer  end  of  the  tubing  (pr),  while  an 
oscillatory  pressure  is  generated  by  a  loudspeaker.  A  mid-range  loudspeaker  with  a  frequency 
range  of  300-5000Hz  was  chosen  as  the  driver  for  the  system.  This  loudspeaker  is  mounted  one 
of  the  walls  of  a  closed  cavity.  On  the  opposite  wall,  two  holes  were  drilled,  equidistant  from  the 
center  of  the  loudspeaker.  The  reference  pressure  transducer  is  mounted  in  one  hole  while  the 
test  tubing  is  connected  to  the  other  hole  (fig.  13.11). 


Fig.  13.1 1.  Loudspeaker  system  for  the  determination  of  gains  and  phase  angles  for 

pressure  tubes. 


A  wide  range  of  frequencies  is  scanned  by  the  system  (typically  10-5000Hz  in  10Hz 
increments),  and  for  each  frequency  the  ratio  of  pr/ps  as  well  as  the  phase  angle  is  determined 
from  the  nearly  simultaneously  sampled  pressures.  The  data-acquisition  system  (National 
Instruments  PCI-MIO-16E-1)  is  used  to  generate  the  output  signal  (+/-10V)  to  the  speaker  power 
amplifier  and  acquire  the  pressure  transducer  signals.  The  two  channels  are  sampled  sequentially 


175 


with  a  delay  of  10’6  seconds  for  the  frequency  span  (up  to  5kHz).  This  delay  will  only  cause  a 
miscalculation  of  phase  angle  of  less  than  3.6  degrees  for  a  5kHz  signal,  or  0.72  degrees  per 
1000Hz.  Since  the  delay  time  is  known  and  constant  the  time  stamps  are  adjusted  accordingly. 

The  data  is  sampled  at  a  rate  proportional  to  the  test  frequency,  typically  200-1000  times 
the  actuation  frequency.  A  voltage  signal  is  generated  by  the  data-acquisition  system  as  a  series 
of  values  that  form  a  sine  wave  (or  any  other  waveform)  and  is  connected  to  the  loudspeaker 
through  a  power  amplifier.  A  PID  loop  continuously  monitors  the  input  pressure  ps  and  adjusts 
the  amplitude  of  the  signal  wave  to  maintain  a'  constant  rms  pressure  signal.  The  rms  pressure 
lev  el  that  the  loudspeaker  can  give  at  very  low  frequencies  (<500Hz)  is  in  the  range  of  800Pa, 
however  at  higher  frequencies  (>2kHz),  the  maximum  rms  pressure  that  can  be  generated  in  the 
system  is  approximately  30Pa.  For  a  constant  rms  pressure  response  the  ainplitude  of  the  driving 
signal  is  adjusted  over  a  wide  range  (from  less  than  0.05Vrms  to  more  than  14Vrms).  The  output 
signal  is  connected  to  a  Kepco  BOP36-12M  voltage  proportional  power  amplifier.  This  amplifier 
has  a  fixed  gain  of  3.6,  i.e.  a  IV  input  signal  will  produce  a  3.6V  output  signal,  DC  to  20kHz 
(tigs.  12.  13). 


Fig.  13.12.  Schematic  of  loudspeaker  tubing  test  system.  The  signal  amplitude  is  adjusted  at 
each  frequency  to  maintain  constant  pressure  rms. 
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Fig.  13.13.  Pictures  of  the  loudspeaker  assembly,  arrows  showing  the  reference  transducer 
measuring  the  input  pressure  ps  and  the  location  of  the  port  for  connecting  the  tube  to  be 

tested. 

The  reference  or  input  transducer  and  the  connection  for  the  tube  to  be  tested  are 
connected  using  standard  NPT  threaded  plugs.  Fig.  13.14  shows  some  of  the  tubes  tested  as  well 
as  the  mounting  plugs.  The  Endevco  8507C-2  transducer  is  also  shown. 


tfi.fi  li  i  l 1 :  • ' 


Endevco 

Transducer 


Fig.  13.14.  Different  tubes  tested.  Picture  also  shows  the  Endevco  8507C-2  pressure 
transducer  used  in  the  experiments.  1)  L=  1 53mm,  ID=1.96mm,  2)  L=51mm,  ID=T.96mm,  3) 

L=53mm.  ID=0.25mm,  4)  L=25mm,  ID=0.25mm. 
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The  Endevco  pressure  transducer  has  the  capability  of  resolving  static  and  dynamic 
pressures  up  to  about  1 5kHz  and  has  a  diaphragm  resonance  frequency  of  70kHz.  The  pressure 
range  is  +/-  2psi,  with  sensitivity  of  approximately  150mV/psi.  The  signals  from  the  transducers 
are  amplified  using  Entran  amplifiers  with  a  gain  of  100.  The  combined  sensitivity  is  calculated 
approximately  as  2mV/Pa.  The  sensors  are  frequently  calibrated  to  a  Barocel  pressure  reference 
and  the  zero  offset  is  recorded  before  each  test.  The  two  ports  are  mounted  equidistant  from  the 
center  of  the  loudspeaker  thus  equal  response  was  expected  for  both  transducers  when  flush 
mounted  in  the  ports.  The  expected  gain  should  show  a  flat  response  of  1 .0  and  the  phase  angle 
should  always  be  0  degrees.  The  measured  results,  however  show  that  there  is  an  increasing 
difference  between  the  two  measured  pressures  from  very  low  frequency  up  to  about  1400Hz 
where  a  significant  jump  is  seen  and  the  two  ports  see  different  pressures  (fig.  13.15). 


Fig.  13.15a.  Experimental  gain  for  transducer  mounted  side-by-side  for  three  tests. 


Fig.  13.15b.  Experimental  phase  angle  for  transducer  mounted  side-by-side  for  three  tests. 
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The  design  of  the  facility  and  the  quality  of  the  loudspeaker  may  be  responsible  for  this 
discrepancy  in  the  measured  pressures.  In  figs.  13.15a  and  13.15b  three  tests  were  performed  for 
the  same  ps  rms  ■=  50Pa.  The  three  tests  show  that  the  discrepancy  in  the  measured  pressures  is 
repeatable  for  all  tests.  It  is  further  assumed  that  this  is  the  case  for  all  tests  such  that  the  curves 
in  figs.  13.15a  and  13.15b  can  be  used  as  a  correction  to  all  subsequent  tests.  In  any  subsequent 
test,  the  actual  recorded  gain  is  therefore  divided  by  the  gain  found  for  the  transducers  mounted 
side  by  side  and  the  recorded  phase  angle  is  subtracted  from  the  phase  angle  curve  corresponding 
to  the  transducers  mounted  side  by  side. 

Figs.  13.16a  and  13.16b  show  the  recorded  gain  and  phase  angle  curves  for  the  53mm 
long.  0.25mm  ID  tube  tested  in  the  facility.  The  data  was  recorded  with  ps_rms=50Pa  in  the  range 
of  frequencies  from  f=10  to  2kHz.  The  step  size  was  10  Hz.  The  solid  lines  in  figs.  13.16a  and 
13.16b  are  the  recorded  gain  and  phase  angle,  respectively.  The  dotted  lines  are  the  corrected 
curves  using  the  data  in  figs.  13.15a  and  13.15b.  The  dashed  lines  show  the  theoretical  gain  and 
phase  angles  from  Bergh  and  Tijdeman’s  theory,  using  the  design  parameters  of  the  system.  The 
difference  in  the  theoretical  model  and  the  corrected  experimental  results  further  illustrates  the 
need  for  an  experimental  procedure.  Better  quality  signals  could  not  be  obtained  in  this 
loudspeaker  facility,  but  we  are  currently  carefully  redesigning  the  facility  with  much  better 
quality  loudspeaker  components  and  anechoic  features.  The  new  design  uses  different 
loudspeakers  for  different  frequency  ranges,  such  as  a  woofer  for  low  frequencies,  a  mid-range 
for  medium  frequencies  and  a  tweeter  or  compression  driver  for  high  frequencies. 


Fig.  13.16a.  Corrected  gain  curves  for  a  L=53mm,  ID=0.25mm  tube.  Solid  line  is  raw  gain 
curve,  dotted  line  is  corrected  gain  curve,  while  dashed  line  is  the  theoretical  gain  as 
predicted  by  Bergh  and  Tijdeman  model. 
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Fig.  13.16b.  Corrected  phase  angle  curves  for  a  L=53mm,  ID=0.25mm  tube.  Solid  line  is 
raw  gain  curve,  dotted  line  is  corrected  gain  curve  while  dashed  line  is  the  theoretical  gain 

as  predicted  by  Bergh  and  Tijdeman  model. 


Pressure  Reconstruction  Routine 

The  purpose  of  a  correction  routine  for  a  pressure  sensing  system  is  to  accurately 
reconstruct  the  instantaneous  pressure  at  the  measurement  point  from  the  pressure  measured  by 
the  transducer.  As  discussed  above  there  might  be,  depending  on  the  tubing-transducer  system, 
significant  pressure  attenuation  and  pneumatic  lag  in  such  systems  and  a  procedure  is  needed  to 
reconstruct  the  pressure  using  the  tubing-transducer  transfer  function.  Whether  the  transfer 
function  is  found  by  theoretical  models  (not  recommended  for  very  small  diameter  tubes)  or  by 
experimental  means,  the  accuracy  of  this  function  will  determine  the  quality  of  the  reconstructed 
signal. 


Data  reconstruction  has  typically  been  divided  into  post-processing  and  real-time 
techniques.  Post-processing  is  typically  the  method  used  in  laboratory  work  and  is  most  common 
for  fast-response  probe  measurements.  Real-time  methods  are  such  as  those  required,  for 
example,  in  the  control  system  in  a  fighter  jet,  and  require  a  continuous  flow  of  real-time  data.  In 
the  past  rigorous  correction  routines  have  been  avoided  to  ensure  that  near-real-time,  or  “quasi- 
real-time”  is  achieved.  This  is  due  to  the  fact  that  they  are  computationally  intensive.  However, 
using  modem  computers  this  might  no  longer  be  the  limiting  factor.  Thus,  “quasi-real-time  non- 
parametric  spectral  methods,  though  computationally  expensive,  can  be  used  at  very  high 
frequencies.  One  method  to  increase  the  speed  of  FFT  transformations  is  the  “one-in-one-out” 
method.  The  method  results  in  significant  lag  only  for  the  first  sampled  array  (2N  points),  while 
any  subsequent  data  point  is  added  to  the  end  of  this  array  while  erasing  the  first  entry  of  the 
array.  This  way  2N  points  are  always  kept -in  the  array.  For  each  sampled  point,  the  FFT  can  be 
calculated  and  the  spectrum  is  used  as  part  of  a  correction  routine. 
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Theoretical  or  experimental  parametric  models  have  the  advantage  that  only  a  few 
parameters  are  needed  to  describe  the  transfer  function,  but  often  they  fail  to  describe  the  system 
response  accurately  for  high  frequencies  or  beyond  the  first  harmonic  frequency  (Whitmore  and 
Leondes.  1990).  The  gain  and  phase  angle  parameters  can  be  determined  experimentally  using  a 
reference  transducer  at  the  inlet  of  the  system,  in  addition  to  a  transducer  at  the  end  of  the 
system.  Making  sure  that  the  system  is  over-determined  (more  states  than  coefficients)  the 
coefficient  values  in  the  transfer  function  can  be  estimated  using  a  least-squares  fit.  The 
procedure  outlined  in  Paniagua  and  L)enos  (2000)  promises  to  reconstruct  the  pressure  signal 
with  a  high  degree  of  accuracy  in  particular  for  parameter  determination  using  step  or  ramp  tests, 
rather  than  sinusoidal  inputs.  This  method,  or  the  simpler  method  outlined  by  Rediniotis  and 
Pathak  [30]  can  be  used  for  non-periodic  flowfields  where  the  pressure  value  at  the  end  of  a  test 
sample  is  at  a  different  level  than  that  at  the  beginning  of  the  sample.  For  these  methods  special 
care  must  be  taken  when  calculating  the  time  derivative  of  the  pressure  for  digitally  sampled 
data,  since  this  type  of  data  is  inherently  jagged. 

For  periodic  flows,  where  the  pressure  signal  fluctuates  around  a  mean  value,  a  spectral 
reconstruction  technique  is  proposed.  Whitmore  and  Moes  (1991)  developed  a  spectral 
deconvolution  method  for  a  high  AOA  flush-airdata  sensing  system  (HI-FADS)  where  pressure 
ports  are  located  on  the  nosecone  of  a  F-18.  The  pressure  reconstruction  scheme  is  described  in 
fig.  13.17.  The  method  of  Whitmore  and  Moes  was  not  used  exclusively  on  periodic  flows,  but 
was  altered  to  also  reconstruct  non-periodic  flows,  with  the  restriction  that  it  now  was  a 
parametric  model,  not  purely  a  non-parametric  model.  For  the  present  discussion  the  first  step  of 
the  model  will  be  analyzed  and  applied  to  periodic  flows. 
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FFT  pr(f) 

1 - 

_ 

' 

Deconvolution 
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Fig.  13.17.  Spectral  deconvolution  scheme  proposed  by  Whitmore  and  Moes. 


FFT  transforms  assume  that  the  signal  is  perfectly  periodic  within  the  sample  set.  The 
purpose  of  a  windowing  function  is  to  reduce  what  is  known  as  leakage  for  signals  that  are  not 
perfectly  periodic  within  a  specified  time  trace.  The  windowing  function  will  force  the  beginning 
and  the  end  of  a  sample  set  to  zero,  hence  imposing  a  quasi-periodicity  to  the  time  data.  There 
are  a  number  of  recognized  and  widely  used  windowing  functions.  Some  have  better 
characteristics  than  others  when  it  comes  to  maintaining  gain  accuracy  (e.g.  flattop)  and  phase 
accuracy  (e.g.  Hanning  window).  Some  tests  might  be  self-windowing,  meaning  that  the  value  is 
zero  at  both  ends  of  the  sample  set.  For  a  perfectly  periodic  signal  with  careful  timing  and 
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sampling  a  number  of  periods  can  be  recorded  in  the  sample  set  where  the  value  of  sample  1 
equals  the  value  of  sample  N+l.  For  such  a  signal  no  windowing  function  would  be  necessary. 


Fig.  13.18.  Five-step  pressure  reconstruction  routine. 


Fie.  13.18  shows  a  five-step  pressure  reconstruction  routine,  similar  to  Whitmore  and 
Moes'  routine  without  the  windowing  function  of  the  measured  data.  The  restriction  on  such  a 
method  is  that  the  data  must  be  periodic,  i.e.  the  pressure  fluctuates  around  a  constant  mean 
value  and  several  full  periods  must  be  contained  in  the  sample  set.  If  experimental  gain  and 
phase  angle  curves  are  used  in  the  analysis,  the  modulus  of  the  FFT  spectrum  is  divided  by  the 
train,  and  the  argument  of  the  FFT  spectrum  is  subtracted  from  the  phase  angle  for  the  entire 
spectrum.  Spectral  filtering  can  easily  be  performed  to  smooth  out  high  frequency  noise,  b>3  tor 
example,  forcing  all  spectral  values  above  a  certain  frequency  (much  higher  than  the  frequency 
in  question)  to 'zero.  The  reconstructed  signal  from  the  inverse  FFT  will,  depending  on  the 
quality  of  the  transfer  function  and  the  periodicity  of  the  flow,  quite  accurately  reproduce  the  true 

pressure. 


Test  Cases 

Fiuure  13.19  presents  gain  and  phase  angle  curves  for  6”.  0.077ID  tube.  As  previously 
diseussed'the  discrepancies  above  1500  Hz  are  due  to  the  poor  quality  of  the  speaker  system. 
This  tube  svstem  was  used  to  test  our  reconstruction  algorithm.  For  that,  several  different 
pressure  signals  were  applied,  at  various  frequencies  and  amplitudes.  For  each  such  test,  the 
applied,  recorded  and  reconstructed  signals  are  presented  at  the  figures  below. 
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-  Theoretical  Curve  based  on  Tijdeman 

•  Experimental 


-  Theoretical  Curve  based  on  Tijdeman 

Experimental 


Fig.  13.19.  Gain  and  phase  angle  curves  for  a  6”  long,  0.077ID  tube. 
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Fig.  13.20.  Example  1.  Pressure  signal  consists  of:  500Hz  at  100%  amplitude  +  1000Hz  at 
50%  amplitude.  Prms=200Pa.  Ps  (red  line)  is  the  true  signal  and  Pr  (blue  line)  is  the 
recorded  signal.  Massive  gain  can  be  observed. 
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Fig.  13.21.  FFT  modulus  and  argument  of  the  timetrace  of  fig.  13.20. 
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Fig.  13.22.  Reconstructed  signal  for  Example  1.  The  green  dashed  line  is  the  recorded 
ional,  the  blue  dotted  line  is  the  true  signal,  while  the  red  solid  line  is  the  reconstructed 
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Fig.  13.23.  Example  2.  Pressure  signal  consists  of:  100Hz  at  100%  amplitude  +  1000Hz  at 
100%  amplitude.  Prms=200Pa.  Ps  (red  line)  is  the  true  signal  and  Pr  (blue  line)  is  the 
recorded  signal.  Very  little  attenuation,  but  massive  phase  shifts  can  be  observed. 
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Fig.  13.24.  Reconstructed  signal  for  Example  2.  The  green  dashed  line  is  the  recorded 
signal,  the  blue  dotted  line  is  the  true  signal,  while  the  red  solid  line  is  the  reconstructed 


ig.  13.25.  Example  3.  Pressure  signal  consists  of:  100Hz  at  100%  amplitude  +  random  at 
*25%  amplitude.  Prms=200Pa.  Ps  (red  line)  is  the  true  signal  and  Pr  (blue  line)  is  the 

recorded  signal. 
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Fig.  13.26.  Reconstructed  signal  for  Example  3.  The  green  dashed  line  is  the  recorded 
signal,  the  blue  dotted  line  is  the  true  signal,  while  the  red  solid  line  is  the  reconstructed 


Fi°.  13.27.  Example  4.  Pressure  signal  consists  of:  random  at  100%  amplitude. 
Prms=200Pa.  Ps  (red  line)  is  the  true  signal  and  Pr  (blue  line)  is  the  recorded  signal. 


Fi«.  13.28.  Reconstructed  signal  for  Example  4.  The  green  dashed  line  is  the  recorded 
sional,  the  blue  dotted  line  is  the  true  signal,  while  the  red  solid  line  is  the  reconstructed 
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APPENDIX:  SUCCESS  STORIES 


Ol  R  PROBES  AND  THE  X-34 


One  of  our  customers.  Orbital  Sciences 
Corporation  of  Dulles,  Virginia,  is  the 
primary  NASA  contractor  for  the  X-34 
flight  vehicle.  The  X-34,  a  single-engine 
rocket  plane,  will  fly  itself  using  onboard 
computers.  The  vehicle  is  approximately 
58  feet  long,  28  feet  wide  at  wing  tip  and 
11  feet  tall  from  the  bottom  of  the 
fuselage  to  the  top  of  the  tail. 


The  X-34  launches  from  an  L-10I1 
airliner  and  reaches  altitudes  of  up  to 
250.1100  feet  and  travel  up  to  eight  times 
faster  than  the  speed  of  sound. 
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Orbital  has  been  utilizing  our 
line  of  seven-hole  probes 
beginning  with  the  wind 
tunnel  testing  of  the  X-34 . 
Orbital  tested  a  1/30  scale 
model  of  the  X-34  and  the  L- 
1011  in  the  wind  tunnel  of 
Calspan  Corp.  The  X-34 
model  was  equipped  with 
three  custom  designed  seven- 
hole  probes ,  one  in  the  nose 
and  two  on  the  wing,  as 
shown  in  the  figure  above  (probes  labeled  A,  B  and  C).  Three-dimensional  velocity  data  was  sampled 
from  the  probes  as  the  X-34  model  was  moved  away  from  the  L-1011  model ,  simulating  the  drop  tests, 
scheduled  to  be  conducted  later. 

In  addition  to  the  wind  tunnel  tests ,  Orbital  also 
utilized  a  set  of  seven-hole  probes  on  the  full-scale 
drop  test  model.  Three  probes  were  again  used  in  the 
same  locations  as  the  wind  tunnel  model .  For  these 
tests,  the  X-34  will  be  mounted  underneath  the  L- 
1011  and  flown  on  "captive-carry’”  flights  to  allow 
the  Federal  Aviation  Administration  to  approve 
modifications  to  the  L-101 1. 


When  powered  flights  begin  for  X-34 ,  the 
demonstrator  will  be  carried  aloft  and  separate 
from  the  L-1011  before  igniting  its  rocket  engine . 
Following  the  powered  portion  of  flight,  the  i  in- 
piloted  X-34  will  land  horizontally,  initially  on  a 
dry  lakebed  and  eventually  on  a  runway.  The 
pictures  above  and  to  the  left  show  our  probes 
installed  on  the  wing  and  nose  of  the  full-scale 
aircraft ,  respectively . 
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OUR  PROBES  HELP  NASA 

AND  BOEING  STUDY  THE  AERODYNAMICS  OF  HIGH-LIFT 

CONFIGURA  TIONS 


We  joined  NASA  Langley, 
the  Boeing  Company  and 
Aeroprobe  Corp.  in  an  effort  to 
design  and  study  novel  high-lift 
wing  configurations.  The 
configuration  to  be  tested  was  a 
20%  scale  airliner  wing,  as  shown 
in  the  figure  on  the  left,  installed  in 
the  test  section  of  the  14  'x22 ' 
tunnel  of  NASA  Langley. 


Four  miniature  7-hole 
probes  were  designed  and  built. 
They  were  subsequently  calibrated 
at  the  NASA  Langley  Flow 
Modeling  and  Control  Branch.  The 
four  miniature  7-hole  probes  were 
identical  and  their  design  is 
illustrated  in  the  figure  below.  It  is 
worth-noticing  that  the  probe  tip 
diameter  was  only  0.065".  The 
back  of  the  probe  was  formed  into 
a  bullet-shape  afterbody  to 
minimize  unsteady  vortex-shedding 
effects.  Each  one  of  the  ports  on 
the  probe  tip  communicates, 
through  internal  tubing  and  a  90- 


degree  elbow,  with  one  of  the  stainless  steel  connecting  tubes. 


Connecting  Tubes 


All  probes  were  calibrated  at  the  NASA  LaRC  Probe  Calibration  Tunnel  (PCT).  This 
facility  is  a  variable  density  pressure  tunnel  that  can  independently  control  Mach  number, 
Reynolds  number,  and  total  temperature.  The  four  probes  were  calibrated  at  Mach  numbers 

ranging  from  0.1  to  0.8,  in 


increments  of  0.1,  and  at  free- 
stream  total  pressure  of  1 7,  32  and 
60  psi  which  yielded  a  Reynolds 
number  (per  unit  length)  range 
from  2.5-106m'  to  52-106m'. 
Angles  can  be  predicted  to  within 
0.6  degrees  with  99  %  confidence 
and  velocity  magnitudes  can  be 
predicted  to  within  1.0  %  also  with 
99  %  confidence,  while  the 

corresponding  uncertainties 

(standard  deviation  of  the  error 
distribution)  are  less  than  0.2 
degrees  in  angle  prediction  and 
less  than  0.35%  in  velocity 
magnitude  prediction. 


The  figure  above  shows  one  of  the  probes  installed  on  the  wing. 
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Our  Probes  Used  in  DOE's  Renewable  Energy  Re 

search 


DOE's  National  Renewable  Energy  Laboratory  (NREL)  is  planning  to  test  a  10-meter  diameter 
research  wind  turbine  in  the  world's  largest  wind  tunnel.  The  test  will  use  NASA’s  24.4  by  36.6  meter 
<80 ’  by  120 ’)  wind  tunnel.  The  tunnel  is  part  of  the  National  Full-Scale  Aerodynamics  Complex  (NFAC) 
at  the  NASA  Ames  Research  Center  in  Moffett  Field,  (Silicon  Valley)  California  and  is  primarily  used  for 
determining  low-  and  medium-speed  aerodynamic  characteristics  of  full-scale  aircraft  and  rotorcraft. 
The  tunnel  is  powered  by  six  18,000-hp  fans  that  produce  test  section  wind  velocities  up  to  50  m/s  (115 
mph). 

The  NREL  "Unsteady  Aerodynamics"  research  wind  turbine  is  extensively  instrumented  to 
measure  structural  loads  and  aerodynamic  responses  of  a  rotating  airfoil.  We  fabricated  five  7 -hole 
probes  and  installed  them  on  one  of  the  blades,  as  shown  in  the  figure  below.  The  probes  are  installed  on 
special  booms  mounted  on  the  blade  leading  edge  and  rotate  with  the  blade.  The  probes  provide 
measurements  on  the  flow  magnitude  and  direction,  as  seen  by  the  blade.  The  turbine  will  be  tested  in  the 
tunnel  in  a  2-bladed,  fixed-pitch  (stall-controlled)  configuration.  It  will  be  operated  at  constant  RPM  with 
the  rotor  oriented  upwind  or  downwind  of  the  tower,  and  the  hub  in  either  rigid  or  damped-teetered 
configurations.  An  extensive  range  of  pitch  angles,  pitch  motions,  yaw  positions,  and  wind  velocities  are 
planned.  NREL  researchers  focused  wind  tunnel  test  objectives  to  meet  recommendations  of  an 
international  science  panel  of  wind  turbine  aerodynamics  experts. 


The  five  7-hole  probes  were  installed  on  one  of  the  turbine  blades  to  measure  the 
flow  magnitude  and  direction,  as  seen  by  the  blade. 


The  NREL  research  turbine  has  been  field-tested  in  various  configurations  since  1989  at  DOE’s 
National  Wind  Technology  Center  (NWTC)  located  near  Boulder,  Colorado.  It  has  been  operated  in 
outdoor  atmospheric  turbulent  wind  conditions  up  to  31  m/s  (70  mph),  and  has  been  exposed  to  winds 
above  65  m/s  (145  mph)  with  the  rotor  parked.  The  figure  below  illustrates  one  of  those  test,  during 
which,  amongst  else,  probe  data  was  acquired  and  flow  visualization  was  performed.  The  probes  can  be 
seen  installed  at  the  leading  edge  of  the  top  (black)  blade. 

Test  data  have  been  made  available  to  the  research  community  through  International  Energy 
Agency  Annex  XIV  and  Annex  XVIII.  Reports  summarizing  results  of  the  atmospheric  turbine  tests  have 
demonstrated  the  extremely  complex  dynamic  nature  of  the  typical  wind  turbine  operating  environment. 
Highly  turbulent  wind  and  sheared  inflow  conditions  are  major  factors  that  contribute  to  the  complexity. 
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Testing  in  a  controlled  wind  tunnel  environment  will  eliminate  these  factors,  and  resulting  data  will 

provide  information  from  which  a  significant 
portion  of  the  complex  inflow  -induced  operating 
environment  is  removed.  This  will  enable 
researchers  to  isolate  and  characterize  specific 
dynamic  stall  responses  and  3-D  rotational 
effects  under  benign  steady-state  operating 
conditions .  Resulting  data  are  needed  to 
improve  and  validate  enhanced  engineering 
models  for  designing  and  analyzing  advanced 
wind  energy  machines.  A  three-w'eek  wind- 
tunnel  test  period  is  scheduled  to  take  place  in 
the  first  half  of 2000.  Pictures  from  the  rig  setup 
procedures  in  the  tunnel  are  shown  in  the 
figures  below.  Close  inspection  reveals  the 
probes  mounted  on  the  black  blade. 


The  probes  were  installed  at 
the  leading  edge  of  one  of  the 
blades  (top,  black  blade)  and 
used  during  turbine  field  tests. 


The  turbine  rig  is  in  the  process  of  being  set-up  for  tests  at  the  NASA  Ames 
80’xl  20’  wind  tunnel.  Close  inspection  reveals  the  probes  mounted  on  the 

black  blade  (left  picture). 
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Embedded  Transducer  Probe  Technology 


Our  embedded  transducer  probes  bring  all 
of  the  innovations  that  we  have  brought  to 
the  instrumentation  community  to  the 
unmanned  aerial  vehicle  (UA  V)  market. 

•  State  of  the  Art  Calibration 

•  Xeural  Xctwork-Based  Pressure-to- 
l  Tlocity  reduction 

•  Seven  years  of  multi-hole  probe 
construction  experience 


The  embedded  transducer  probe  features  a 
self-contained  control  computer,  which 
acquires  the  voltages  from  the  transducers 
and  then  reduces  the  pressures  to  velocity 
components,  on-line.  The  control  computer 
uses  very  little  power  requiring  just  12  volts 
DC.  Outputs  from  the  computer  are  in  the 
form  of  voltages,  which  are  scaled  to  a 
predetermined  range.  These  voltages  can  be 
hooked  directly  into  your  flight  data  system 
and  represent  the  airspeed  U,  angle  of 
attack,  a,  and  yaw  angle,  f. 
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Our  embedded  transducer  probe  technology 
is  also  available  without  the  control  computer 
unit  for  use  in  laboratory  situations. 
Embedding  the  transducers  within  the  probe 
bodv  greatly  increases  the  frequency  response 
of  the  probe.  This  makes  the  embedded 
transducer  probe  an  excellent  instrumentation 
choice  for  cases  where  the  measurement  of  all 
three  velocity  components,  static  and  dynamic 
pressure  is  required  with  a  high  frequency 
response.  We  have  designed  and  fabricated 
probes  with  frequency  response  as  high  as 
100  Khz. 


Mars  airplane  Package 
Air-Data  System  Probe 


Body  Contains  Five  Embedded 
Absolute  Pressure  Transducers 


Data  Reduction  returns: 

-  u 

-p 

-  Local  Static  Pressure 
~  Local  Total  Pressure 


& 


Aeroprdbe 

COPPOOATiOK 


The  figure  above  shows  a  close-up  picture  of 
a  hemispherical-tip  five-sensor  embedded 
transducer  probe  we  recently  designed  and 
fabricated  for  one  of  our  customers.  General 
Electric.  The  stringent  probe  design 
specifications  included,  amongst  else: 

•  Frequency  response  of  at  least  20Khz 

•  Operating  temperatures  as  high  as 
400  °F 

•  Small  enough  size  to  fit  between  the 
stages  of  a  range  of  different  turbine 
engines,  where  flow  measurements  were 
desired 

The  "-bullet  ”  shape  tip  measures  'A  ”  in 
diameter  and  V2  ”  in  length  and  houses  5 
miniature  Kulite  pressure  transducers. 


To  coincide  with  and  celebrate  the  100th  anniversary  of  the  Wright  Brothers  historic  first 
powered  flight.  NASA  has  planned  an  ambitious  mission  to  the  red  planet  that  features  the 
deployment  of  an  autonomous  aircraft  to  sur\ey  Mars  from  the  air.  One  of  the  vendors  that 
NASA  selected  to  submit  proposals  for  this  project  was  Aurora  Flight  Science  Corporation  of 
Manassas.  I  'irginia.  The  air  data  system  had  to  be  capable  of  measuring  the  angle-of-attack  and 
side-slip  of  the  aircraft  and  the  absolute  dynamic  and  static  pressure.  The  outputs  are  to  be 
recorded  as  part  of  the  mission’s  scientific  data  and  used  for  aircraft  control.  We  were  able  to 
adapt  our  current  embedded  transducer  technology  to  the  air  data  system,  overcoming  the 
technical  difficulties  of  the  harsh  conditions  in  the  Martian  atmosphere,  which  is  over  100  time 
less  dense  than  that  of  Earth ’s  and  the  temperature  goes  through  wild  swings  of  over  100°  C.  All 
of  these  objectives  were  met  along  with  the  need  for  the  final  package  to  weigh  less  than  100 
grams. 


207 


GRYOGENIC  Embedded  KULITE  PROBE 


To  achieve  physics-based  flow  modeling  as 
well  as  validate  control  approaches  in  flow 
control  applications,  high-accuracy  flow 
diagnostics  instrumentation  is  necessary’.  So 
far.  no  instrument  was  available  that  could 
provide  simultaneous  information  on  the 
three  components  of  velocity,  the  static  and 
total  pressure  at  a  measurement  pojnt, 
especially  in  a  cryogenic  wind-tunnel 
environment.  The  objective  was  to  develop 
such  an  instrument  that  can  provide  such 
information  in  complex,  unsteady  flows, 
especially  in  high  Ma,  high  Re  cryogenic 
conditions. 


The  instrument  was  developed  for  the  NASA  Langley  Flow  Modeling  and  Control  Branch 
and  was  used  in  separation  control  experiments  over  wings  in  realistic  flow  conditions  at  the 
cryogenic  wind  tunnel  at  NASA  Langley.  A  schematic  of  the  probe  dimensions  and  structure  is 
shown  above,  as  well  a  picture  of  the  completed  probe.  The  frequency  response  of  the  probe  was 
l Khz  and  could  operate  at  temperatures  as  low  as  180  °K. 
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The  figure  on  the  left  shows  a 
picture  of  the  internal  probe 
structure,  illustrating  details 
of  the  Kulite  transducer 
housing  scheme  inside  the 
probe. 


1 


The  probe  was  used  in  wind-tunnel  experiments  of  Active  Control  of  Shock-Induced 
Separation  (lead  by  Seifert  &  Pack  at  NASA  Langley).  The  wing  model  used  is  illustrated  in 
the  figure  below  and  was  called  the  "Hump  "  model.  The  cryogenic  tunnel  conditions  allowed  the 
achievement  of  high  Reynolds  and  Mach  numbers  (M=0.2-0.75)  at  relatively  modest  velocity 
magnitudes. 

The  experiment  was  designed  to 
access  the  effectiveness  of  tangential 
oscillatorv  blowing  excitation 
(introduced  between  the  green  and 
pink  strips  in  the  figure)  in  reducing 
or  eliminating  shock-induced 
separation.  The  function  of  the  probe 
(shown  in  the  schematic  mounted 
downstream  of  the  trailing  edge)  was  f 

to  study  the  dynamic  velocity  and  js, 

pressure  effects.  Very  successful  \ 

separation  control  was  demonstrated 
which  opens  new  horizons  in  the  use 
of  thicker  (t/c=20-25%),  more 
efficient  airfoils  as  well  as  the 
introduction  of  new  techniques  for 
fast  control  of  forces  and  moments  on 

a  wing.  The  probe  data  also  provided  a  database  for  CFD  and  Control  tools  validation. 
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